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ABSTRACT 
This thesis presents the design, fabrication, characterisation and testing of a 
chemically modified electrothermally actuated microgripper. The chemical modification 
involves the integration of a potentiometric ion selective electrode (ISE) onto a bare electrode 
fabricated within the tip of the microgripper. This microgripper sensor device is intended for 
use in the application of detecting, in real time, the movement of key ions that are involved in 
intercellular communication from a mechanically stressed cell. 
An optimised fabrication route for the specifically designed microgrippers, which have 
tip dimensions of 10 – 60 µm, is described in detail. The fabrication route delivers a high yield 
(95%) of operational unmodified devices. An 1800 ± 20 µm2 bare gold electrode that is 
fabricated at the tip of the microgripper is modified into an all solid state ISE that uses PEDOT 
as the ion-to-electron solid contact. Suitable ionophores that selectively detect K+, Na+ and Ca2+ 
are used to fabricate potassium, sodium and calcium ion selective microgripper sensor devices. 
The quality control and testing characteristics that follow the guidelines defined by 
IUPAC are performed to ascertain the sensitivity, selectivity and stability of the microgripper 
sensor devices. Good selectivity is achieved, with limits of detection of 2.4 x 10-4 M,                
1.8 x 10-4 M and 2.0 x 10-5 M for the K+, Na+ and Ca2+ devices respectively. Proof of concept 
experiments of the real life testing of the K+ ISE device used to mechanically stress mouse 
oocytes gave preliminary measurements that indicate that stress signalling occurs via a switch 
on mechanism, and that there is a small increase in K+ concentration as applied stress 
increases. Due to the high systematic error within the calibration process the magnitude of this 
concentration increase is unknown. The Na+ and Ca2+ ISE devices suffer from interference and 
sensitivity restrictions respectively so a signal response vs. applied cell stress relationship of 
these ions is currently unobtainable.  
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1.0 INTRODUCTION 
This thesis presents the novel approach of including a potentiometric ion selective 
electrode (ISE) at the tip of a specially designed microgripper for the application of detecting 
the intercellular movement of potassium, sodium and calcium ions from a single cell. This is a 
further development into the thermally actuated microgripper technology initially designed by 
Dr Belen Solano [1]. The advantage of this microgripper sensor device is that not only can it be 
used to isolate a single cell, but it can also be used to mechanically stress the cell and the ionic 
response can be investigated. 
The overall aim of the microgripper sensor device fabricated in this project was to 
produce a sensor that could monitor, in real time, the evolution of key ions involved in 
intercellular communication due to mechanical and/or electrical external stresses. This device 
also needed to be able to manipulate the cell under investigation. The idea is that these two 
technologies, once combined, will enable the user to monitor cell stress while under 
manipulation; for example in cell transport during in vitro fertilisation (IVF) treatments. This 
thesis concentrates on the design, fabrication, characterisation, calibration and testing of this 
microgripper sensor device. Mouse oocytes were used as the testing cell. However, the 
microgripper has been designed to manipulate many different cell types, both plant and 
animal.  
There has always been great interest in the ability to study inter- and intracellular 
events using diverse chemical sensing applications. Cells generally communicate via influxes 
and effluxes of electroactive species, prompting a need to develop sensors with greater 
sensitivity and a reduction in the electrode to substrate contact, essentially miniaturising the 
sensor. Since the proposal of micro-total analysis in the 1980s [2], there has been a boom in 
the development of miniaturised biological sensors that have been used in a large range of 
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biological areas, including immunoassays, proteomics and cell biology [3] [4] [5] [6] [7]. The 
ability to miniaturise biological sensors is desirable as it enables investigation into small sample 
volumes and reduces the amount of material used to fabricate each device [8] [9]. 
Electrochemical techniques are very versatile with respect to quantitative biochemical 
sensing as many biological processes involve movement of ions or electrons. They also have 
advantages over other methods, such as measurement simplicity, response time, sensitivity 
and specificity, power requirements, ease of microfabrication and good compatibility with 
biological media [10]. Microanalytical devices, when combined with electrochemical 
techniques, generally fall under one of the following categories: electrodes used for 
electrochemical detection [11]; electrophoresis microchips [12]; or electrode as the base layer 
in electrochemical sensing [13]. 
Ion selective electrodes (ISEs) fall into the category of electrochemical sensors where 
the electrode acts as the base layer. The field of ISE based sensors is of great interest as these 
devices are advantageous in sensing many different ions found in bodily fluids due to their 
ease of use, relatively low cost and small power consumption [14]. Initial development into 
ISEs involved devices that contained a liquid inner filling solution, used to maintain ionic 
equilibrium within the system. Although this type of ISE has been shown to have excellent long 
term stability and the ability to detect analyte concentrations down to picomolar levels [8], 
they do, however, have many drawbacks when it comes to maintenance and miniaturisation. 
Liquid ISEs need frequent recalibration and rejuvenation of the inner filling solution, and upon 
miniaturisation they often leak. This led to the development of all solid state ion selective 
electrodes (ASSISEs), which are compatible with microfabrication techniques and are much 
more readily miniaturised, though usually at the cost of the excellent stability seen in liquid 
ISEs [9] [15]. ASSISEs do suffer from leakage of membrane components into the sample 
solution, which can cause biocompatibility issues, as well as delamination of the membrane 
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completely, meaning that there is a trade off between the size of the electrode and its 
characterisation. 
Many sensor techniques retrieve information from a collection of cells, meaning that 
single cell response is often an approximation at best [16]. However, separating cells before 
sensing without causing damage can be complex, time consuming and involve expensive 
equipment [17]. There is, therefore, a need for a manipulation device that can also act as a 
biological sensor. Lab-on-chip systems are the closest to achieving this; however, they are 
restricted in how they manipulate objects. An additional disadvantage of these lab-on-chip 
systems is that they often contain an array of micro-ISEs that require multi-calibration, which 
can be complicated and time consuming [8] [18]. 
Due to the diversity of cells the microgripper sensor device can manipulate, this device 
has the potential to also be used to detect cell signalling in plants. While the main focus of this 
thesis is the manipulation and sensing of animal cells, by modifying the ionophore (the sensing 
element) in the ion selective membrane (ISM) deposited onto the electrode, other ions can be 
sensed, further widening the potential applications to include, for example, heavy metal 
sensing in soil particulates. 
The sensor device must be produced via a cost effective manufacturing methodology, 
and should be capable of use in the analysis of minute volumes, i.e. it should be fabricated in 
the micron scale. To be capable of in vivo monitoring it must be possible to sterilise the device, 
and so it must be relatively robust, as well as it being essential that all parts of the sensor are 
biocompatible. The sensor must operate with excellent stability, in that there must be 
negligible potential drift within the experimental time frame of several minutes. The sensing 
element of the device must be able to detect small changes in concentration that relates to 
the movement of ions, as well as being able to reasonably respond to the influx or efflux of the 
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ions of interest, which occurs over several seconds. The development of single use planar ISEs 
should be used to ensure that the device should work without, or with minimal, calibration. 
1.1 Overview of Thesis 
CHAPTER 1 – INTRODUCTION. This chapter looks at the background and motivation of the device 
and states the general aims of the thesis. 
CHAPTER 2 – MICROGRIPPER DEVICE. This chapter outlines the different manipulation techniques, 
gives an overview of the microelectromechanical system (MEMS) techniques and materials 
used in the microgripper fabrication process, explains the need to miniaturise the device and 
the methods of reducing thin layer stress to achieve this, and finally details the microgripper 
fabrication processes. 
CHAPTER 3 – ELECTROCHEMICAL SENSORS. This chapter gives an overview into the background of 
electrochemistry, looking at the thermodynamic and kinetic effects of the different analytical 
techniques used. It delves into the background and the current literature surrounding ions 
selective electrodes (ISEs), including all solid state ion selective electrodes (ASSISEs), and gives 
a breakdown into the different components used in ASSISEs, concentrating on why they are 
used and how they affect the sensors response. Finally it looks at the characterisation of the 
electrode fabricated at the microgripper tip and details the fabrication process of the ASSISE 
element onto the microgripper device. 
CHAPTER 4 – CALIBRATION AND CHARACTERISATION OF THE MICROGRIPPER SENSOR DEVICE.  This chapter 
looks at the calibration response and characterisation of the microgripper sensor device in 
controlled solutions. The characterisation section includes investigations into the detection 
limit, response time, selectivity coefficients and drift and hysteresis of the device.  
CHAPTER 5 – CELL TESTING. This chapter investigated the operation of the microgripper sensor 
device in a real life environment study, specifically looking at the manipulation of mouse 
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oocytes and sensing their excretion of potassium, sodium and calcium ions upon mechanical 
stressing. 
CHAPTER 6 – CONCLUSION. This chapter summarises all the findings in this thesis and looks at 
further developments into the microgripper sensor device. 
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2.0 MICROGRIPPER DEVICE 
This chapter is split into three main sections: a brief background outlining the different 
manipulation techniques that are possible; an overview of the microelectromechanical 
systems (MEMS) techniques and materials that are used in the fabrication process; and a 
detailed explanation of the main fabrication improvements made to the electrothermally 
actuated microgripper first proposed by Belen Solano [1]. This last section focusses on the 
need to miniaturise the original design to allow single cell analysis of a much greater range of 
cell types. 
2.1 Overview of Manipulation Techniques 
This thesis concentrates on a microgripper that is used for biological manipulation. 
This area of manipulation includes the transportation, positioning and orientating of biological 
materials, as well as material injection. This is a major area of research, as the ability to 
perform the above mentioned tasks allows significant development in the areas of genomics 
and proteomics [2] [3] [4], human reproduction [5] [6] [7], medicine [8] and cancer research 
[9]. In areas such as assisted medicine, for example in-vitro fertilisation (IVF) (one application 
of interest for a microgripper), the manipulation of small cells in liquid environments is a 
necessity to ensure that the samples are protected. It is important, therefore, to choose the 
method of manipulation carefully as some methods cannot be used in liquids, or may cause 
damage to the object being manipulated. Positioning and transportation can be split into two 
main techniques: contact and non-contact manipulation methods. 
Non-contact manipulation techniques are ones where the device does not come into 
contact with the object under investigations. These techniques include systems based on 
optical forces [10] [11] [12], electrical fields [13] [14] [15] [16] [17] [18] [19] [20] [21] [22] [23] 
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[24], an electroactive polymer [2] [25] [26] and magnetic fields [27] [28] [29] [30] [31] [32] [33] 
[34].  
Contact manipulation techniques are where the device is in contact with the object of 
interest. These techniques include systems which rely on vacuum suction [35], adhesive forces 
[36] [37], acoustic traps [38] [39] and cryogenics [40].   
Non-contact methods often have a higher accuracy in cell positioning than contact 
methods. However, there are several reports indicating that cell damage [41] and the potential 
for inducing abnormalities into the genetic material of the cell are possible [42] via several of 
these methods. Additionally, due to optimal field strengths for these techniques being limited 
spatially, the distances moved and the size of the samples are restricted. This confinement also 
means that only one technique can be used within the working area, otherwise the techniques 
will interfere with each other. All this, coupled with the high cost of these systems             
($10k-100k), has made contact techniques more desirable, especially for this project. A few of 
these will be described in more detail below. 
2.1.1 Vacuum Contact 
Vacuum contact is a relatively common technique in biological fields and has been 
around for over a century [35]. It is used extensively in the field of in vitro fertilisation (IVF) 
mainly due to its relatively low cost (for example, around £25 start-up cost, then £5 per 
replaced pipette unit) and diversity. However, this technique requires a skilled operator and it 
can easily damage the cell membrane as the vacuum force is applied on a small area of the cell 
causing it to deform during manipulation. To avoid this, capillary suction techniques have been 
introduced where vacuum or oil pumps are used to suck the cell into the tip of a micro 
capillary for transport between liquid media. This is the main competitive technique used in 
industry and is often the comparison standard in the effectiveness of operation. The technique 
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is also used quite successfully on lab-on-chip type devices that can direct, separate and hold 
cells in position for analysis. 
This is the main competitive technique for the device in this thesis, as most cell 
handling is done using capillary suction vacuum pipettes, with many companies providing 
slightly different connotations on denudation (where the cell is taken into the glass capillary) 
and holding (where the cell is held on the outside of the glass capillary) pipettes. While no one, 
to the author’s knowledge, has created a fully incorporated sensor/manipulation device using 
a vacuum capillary as the manipulation element, the electrothermal actuation manipulation 
element used in the device in this project still needs to operate to the same positioning and 
cell damage specifications as the vacuum capillary. 
2.1.2 Electrostatic 
Electrostatic actuation relies on the electric field that is created around any electrically 
charged surface, and its ability to apply a force to a charged particle. There is great interest in 
using electrostatic actuators in microelectromechanical systems (MEMS) devices, mainly 
because the electrostatic effect decreases with the square of the distance between two 
charged species. When using electrostatic MEMS structures to manipulate objects via a 
tweezer like actuation, the devices often have low aspect ratios. This makes the fast drop off in 
force a desirable factor, as the electrostatic actuation elements in each arm will not interfere 
with each other. The main disadvantage of electrostatic actuation is that large actuation 
voltages are required to achieve large displacements, which can be quite challenging on a 
microscale device, especially in liquids as this often results in electrolysis. 
Electrostatic actuation is successfully used in microswitches where two plates are 
attracted to each other to form an electrical contact (Figure 2.1(a)). Tweezer like actuation can 
be achieved with comb-drive actuators; however, due to the fact that the displacement 
direction is different to the electrical field, very high voltages are often required [43] (Figure 
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2.1(b)). There has been interest in improving the displacement for a given voltage via 
exploiting the Young’s modulus of polymer based actuators (such as poly(methylmethacrylate) 
(PMMA)) to reduce these high voltages [44].  
 
Figure 2.1 – Schematic representation of electrostatic actuation of (a) Perpendicular forces (Fz) of parallel plates and 
(b) Lateral forces (Fx) of comb drive actuators. 
2.1.3 Thermally Actuated  
There are two main types of thermal actuation: one that relies of the deformation of 
materials due to their changing structure on temperature changes, for example shape memory 
alloys; and one that relies on material deformation due to thermal expansion, for example 
electrothermal.  
2.1.3.1 Shape Memory Alloys  
The shape memory effect occurs either via one-way or two-way. In a one-way memory 
effect only one shape is remembered while the temperature is maintained. On a change in 
temperature the material re-sets its shape allowing it to be reshaped at that temperature. A 
two-way memory effect remembers two shapes, one at a low temperature and one at a higher 
temperature. As the temperature is changed the material switches between these two shapes 
[45] [46] [47] [48]. 
Shape memory alloy actuators are able to give large displacements with relatively low 
operating voltages. However, they suffer from slow responses and high processing 
temperatures, making them unsuitable for working in aqueous environments and with 
biological material. 
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2.1.3.2 Electrothermal Actuation  
Electrothermal actuation operates by using a metal element that, when a current is 
passed through, it heats (due to the energy loss due to resistance) and expands. The small 
deflection can then be mechanical amplified [49] [50] [51]. Electrothermal actuators generally 
use more power than others as power is proportional to the product of the square of the 
current and the resistance; however, given that the microgripper design is not limited by the 
conduction path of the heating element, devices where small deflections are mechanically 
amplified can be fabricated. There are three main types of electrothermal actuators, and these 
are described below. 
2.1.3.3 Bimorph 
 
Figure 2.2 – Schematic representation of a C shaped thermal actuator (E = expansion coefficient). 
A bimorph actuator (shown in Figure 2.2) relies on two materials with different 
coefficients of expansion. On an induced change in temperature asymmetric expansion occurs 
producing out of plane bending [52]. They are often orientated into cage like structures to 
capture particles, which is ideal for lab-on-chip type systems, but can be quite restrictive if, 
once held, the particle is required to be moved around. 
Material 1 with E1 Material 2 with E2
V
E1>E2
x
z
y
E2>E1
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2.1.3.4 Chevron 
 
Figure 2.3 – Schematic representation of a V shaped thermal actuator. 
A chevron actuator (shown in Figure 2.3) relies on the asymmetric heating of a 
homogeneous structure where two beams are fixed at a support forming a V shape. Upon 
heating the beams expand causing in plane bending [53] [54]. While this design often requires 
quite low voltages to operate, high temperatures have also been reported making it unsuitable 
for biological manipulation.  
2.1.3.5 Pseudo-bimorph 
 
Figure 2.4 – Schematic representation of a U shaped thermal actuator. 
This actuator design (shown in Figure 2.4) also relies on the asymmetric heating of a 
homogeneous structure, but is U shaped. Generally, the actuator consists of metal tracks 
running through a polymer microbeam. As an electric current is applied, the power dissipated 
V
xz
y
V
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y
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in the resistance of the metal tracks causes them to heat up; this in turn heats the surrounding 
polymer. This increase in temperature causes the polymer to expand. The temperature 
differential is established due to the difference in resistance of the metal. As a cooler beam is 
mechanically coupled to a hotter one, an in plane bend is observed. To enable large 
displacements, however, large temperature differences are required, making this design 
inappropriate for manipulating biological particles [51]. Previous work on a U-shaped actuator 
[55] determined a novel approach. Using expansion materials to form the U-shape, but only 
placing the metal in one beam, allows large displacements for significant lower temperatures. 
In this case the expanding polymer is connected via a flexure to an unheated (non-expanding) 
section of polymer, causing the in plane bend of the actuator; as shown in Figure 2.5.  
Given that this design of electrothermal actuator allows large displacements for the 
manipulation of cells in a liquid environment without affecting the external media (via 
temperature change or passage of current), coupled with flexibility and cost effectiveness, this 
is the method by which the microgripper developed in the project operates. 
 
Figure 2.5 – Schematic representation of the electrothermal actuation of the microgripper designed to (a) close 
from open and (b) open from close.  
Two U-shaped thermal 
actuators positioned 
face-to-face
Hot areas
Cold areas
Direction of 
movement
Gold tracks Gold tracks
SU8 
microbeam
SU8 
microbeam
Extended arms Extended arms
Flexure Flexure
Actuator Actuator
(a) (b)
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2.2 Device Operation 
The microgripper used in this work falls into the class of electrothermal actuators, 
which, given the need for the manipulation of biological media in an aqueous environment, 
are more suitable for the manipulation of cells (that is required for this project) compared to 
other actuation types, as this type of microgripper has lower actuation voltages and is able to 
be immersed in fluidic media. 
The actuator consists of gold tracks running through an SU8 microbeam, as depicted in 
Figure 2.5. When the gold tracks lie on the outside of the actuator, Figure 2.5(a), the net effect 
on the microgripper tips is for them to close. The opposite effect is seen when the gold tracks 
lie on the inside of the actuator, Figure 2.5(b). The microgripper can also be designed to have 
gold tracks encapsulated within both sides of the actuator, allowing the tips to be either 
opened or closed. 
Figure 2.6 shows the dimensioned layout of the lower polymeric and metal sections of 
the microgripper, including the electrode fabricated down to the microgripper tip. The arms of 
the microgripper are 3.54 mm in length; 1.95 mm of which is the actuator section that contains 
the gold tracks. In this design a continuous circuit is formed from one bond pad; down and 
back the SU8 microbeam on one arm of the microgripper; then around the bond pad of the 
electrode; down and back up the SU8 microbeam of the other arm to the remaining bond pad. 
The resistance of this gold track (at a thickness of 100 nm) is between 138 – 141 Ω depending 
on the tolerances of the fabrication process. To fully close the microgripper tips (the largest 
distance being 100 µm) up to 2.1 V is required. The actuation, and therefore tweezer like 
action of the microgripper tips, occurs almost instantaneously, and can be done in 
graduations; though the deflection does not increase linearly with input voltage (Figure 5 from 
reference [55]).  
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Figure 2.6 – Technical drawing of the microgripper including the metal tracks (actuators are in red, electrode is in 
blue). All dimensions are in millimetres. 
The tips of the microgripper were fabricated with a separation gap that depends on 
the size of the cell being manipulated. A range of sizes have been fabricated within a            
10 – 100 µm tip separation gap. The current tapered nature of the extended arm design means 
that separations below 10 µm would be quite challenging.  
Another design consideration is the shape of the cell being manipulated. Figure 2.7 
shows images of several different size and shape connotations of the microgripper tips that 
have been successfully fabricated during this project using the same fabrication process but 
with different mask designs. Certain shape designs will allow smaller tip separation gaps to be 
achieved, though there are still limitations due to the fabrication method used. 
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Figure 2.7 – Optical microscope and SEM images of different tip shapes: (a) 30 µm gap, flat tips; (b) 10 µm gap, 
square tips; (c) 40 µm gap, recessed curve tips; (d) 100 µm gap, curved tips; (e) 50 µm gap, pestle and mortar tips; 
and (f) 50 µm gap, scoop tip. 
The bottom layer of polymer must extend underneath the bond pads (as shown in 
Figure 2.6) to ensure that the electrode (the central bond pad) and the actuator circuit (the 
outside bond pads) are isolated. Without this layer of SU8 the gold bond pads are deposited 
directly onto the silicon dioxide. Due to defects in this layer, occurring at the silicon dioxide 
etch step of the fabrication process, the isolation of the two circuits is incomplete. Leakage 
occurs through the silicon, between the bond pads of the actuation circuit and the bond pad of 
the electrode. 
 
2.3 Microelectromechanical Systems (MEMS) Fabrication Techniques 
Microelectromechanical systems (MEMS) is an area of engineering that focusses on 
the fabrication of electronic and mechanical devices that are made up of components in the 
micro scale or lower. Microsized devices have the advantage over regular ones as the 
integrated circuit (IC) techniques used to fabricate them allow bulk processing, which means 
each device is produced at a relatively low cost. There is also a greater flexibility in their 
design, meaning that miniaturised devices have been applied to many concepts, including 
immunassays, biosensors, clinical diagnostics, environmental monitoring, biochemistry and cell 
biology [56]. 
(a) (b) (c)
(d) (e) (f)
50 µm100 µm 100 µm
50 µm50 µm100 µm
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MEMS devices can be fabricated using IC processes. Besides IC techniques, modified 
semiconductor device fabrication process, such as moulding, wet etching (isotropic, for 
example HF, and crystallographic, for example KOH) and dry etching (plasma etching; reactive 
ion etching (RIE), deep reactive ion etching (DRIE) and vapour phase etching, such as XeF2), 
ion- and electron-beam machining, and drop delivery systems, can also be used [57].  
The basic processing involved in micromanufacturing is the deposition of thin films of 
material, patterning of that material, then etching away any material not wanted in the final 
device. 
Deposition can occur via many routes that are dependent on the type of material 
being deposited. For example, metal deposition can be achieved via metal evaporation or 
sputtering, and polymeric support layers can be deposited via spin coating. 
Patterning is generally achieved by lithography techniques. There are several different 
types of lithography techniques, including photolithography, electron beam lithography, ion 
beam lithography and x-ray lithography. In this work only photolithography is used.  
2.3.1 Photolithography 
The photolithographic process involves using light (near-UV) to transfer a pattern onto 
a photo-reactive polymer known as a photoresist. This is then often followed by an etching 
process to remove the material under the photoresist layer that is not protected by that 
photoresist, thus transferring the pattern to the material. Photoresists are generally separated 
into two classes, positive and negative; however by manipulating the chemical processes 
involved [58], or using specially designed masks [59] their behaviour can be altered to achieve 
a wider range of fabrication routes. 
Masks are usually used in photolithography, and these can either be used in contact or 
proximity with the wafer. Both methods need uniform substrate UV illumination and the 
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ability to precisely align the features on the wafer with the features on the mask. Contact 
methods put the mask in direct contact with the wafer, achieving high optical resolution; 
however the forces used to ensure homogeneous contact can damage both the mask and 
wafer. In particular, particles of dust can scratch a mask, leading to permanent defects on all 
subsequent devices. For this reason, this method is not as widely used in industry for small 
features, although it is often seen in research and prototyping due to its relatively inexpensive 
hardware, and is the method used in this work. 
Proximity methods put a small gap between the mask and wafer to reduce the 
potential for damage. This is done with a sacrifice in resolution, as the resolution is roughly the 
square root of the product of the wavelength and the gap distance. This method is fine for 
larger features (µm range) but not for small features (nm range). 
Masks do not have to be used in physical contact with the substrate; projection or 
shadow mask systems can be used instead. Rather than using a physical mask, these systems 
project a mask image onto the substrate. The image is focussed and sized using lenses. The 
advantage of this system is that it produces more consistent devices when processing in bulk 
as one mask image can be used to fabricate many devices without the loss in resolution that 
proximity masks suffer from, or the risk of damage, as for contact masks; this system can 
achieve resolutions of tens of nm. Projection systems are more common in industry, but are 
seen in some research applications, where good resolution is required. 
There is growing interest for printing feature sizes of tens of nm and smaller. Common 
photolithographic methods are unable to achieve this effectively; however, modern research is 
exploring alternatives to using UV light, such as electron beam lithography, x-ray lithography, 
extreme UV lithography, ion projection lithography and immersion lithography, as well as 
techniques such as nano imprint lithography. Features in the 10-8 to 10-7 m range are now 
routine, but much smaller sizes are still somewhat of a challenge. 
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2.4 Materials 
The microgripper fabrication was done in layers, shown schematically in Figure 2.8. 
 
Figure 2.8 – Schematic of the microgripper fabrication (not to scale). 
Firstly a thin oxide layer was grown onto a 2 inch silicon wafer (a). This was then 
patterned to expose the silicon around the microgripper tips (b); this aids the tip release at a 
later stage. A 1.7 µm layer of SU8 was patterned into the shape of the microgripper device and 
acts as a structural layer (c). A 25 nm layer of chromium followed by 0.25 µm of gold was e-
beam evaporated and patterned into the actuation tracks (d). A 60 µm SU8 layer was 
patterned into the shape of the microgripper device which encapsulates the metal and acts as 
a structural layer (e). Finally the exposed silicon was etched away, releasing the tips from the 
wafer (f). 
2.4.1 Silicon 
For the fabrication of the microgripper a substrate that is highly stable is needed; but 
one that can selectively be removed from around the microgripper tips to free them. Silicon 
can be etched using xenon difluoride gas which is highly selective over silicon dioxide. By 
(a) Oxidation (b) Oxidation etch (c) SU8-2002
(d) Metallisation and electroplating (e) SU8-2025 (f) Tip release
Silicon dioxide Silicon SU8 Gold
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oxidising a substrate and etching using hydrofluoric acid, a hard mask can be formed for the 
microgripper to be fabricated onto meaning that, once completed, the exposed silicon around 
the microgripper tips can be easily removed. 
Silicon is a major material used in many MEMS processing fabrications due to its 
excellent physical (mechanical and electrical) properties [60]. It has a highly hydrophobic 
surface, which can be readily and controllably oxidised to yield a hydrophilic surface, meaning 
that it has good adhesion with many different materials. The excellent thermal conductivity 
means that polymer layers can be readily processed and the considerable chemical resistance 
of silicon means that it is compatible with many MEMS fabrication etchants. 
2.4.1.1 Silicon Etching 
Silicon and its oxide are etched either via wet or dry etching.  
Wet etching involves the use of chemical liquids as etchants, for example, the use of 
hydrofluoric acid for preferential etching of silicon dioxide over silicon. Wet etchants are 
generally isotropic, which can cause problems when etching thick films. Another problem 
associated with this type of etching is that of having to dispose of large amounts of hazardous 
waste. For thin films (such as removal of silicon dioxide and metal patterning), wet etching is 
perfectly suitable. However, for situations such as selective etching of silicon where near 
vertical sidewall profiles are important, dry etching, or crystallographic wet etches, are often 
more suitable. 
Dry etching involves the removal of specific material via the bombardment of, and/or 
reaction with, ions, usually a plasma of reactive gases. Unlike most wet etches, dry etching can 
also occur directionally or anisotropically (for example in RIE). For the selective etching of 
silicon, xenon difluoride etching (which does not involve plasmas) is faster, with a more 
isotropic etch rate. It is also very selective towards silicon in the presence of polymers, silicon 
dioxide and various metals [61]. 
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Xenon difluoride etching occurs via vapourising solid xenon difluoride at reduced 
pressure (3 Torr), which then reacts with the silicon via the following scheme: 
2XeF2 (g) + Si (s)  2Xe (g) + SiF4 (g) 
The only drawback with this type of etching is that xenon difluoride reacts with water 
to form hydrofluoric acid, which then attacks most other materials used in microfabrication. 
This means great care has to be taken to ensure that the equipment is not contaminated by 
water vapour. To help to reduce this problem an inert gas, usually nitrogen, is also mixed with 
the xenon difluoride gas. 
2.4.2 Photoresists and Building Polymers 
For the device in this project photoresists were needed for two reasons, to pattern 
inorganic materials and to provide rigidity to the structure. Given the complex patterns 
required to form each device layer, as shown in Figure 2.8, photoreactive polymers are very 
desirable. 
Photoresist are light sensitive polymers that can be controllably spin deposited to a 
wide range of thicknesses, depending on the viscosity of the solution being spun. Other non-
light sensitive polymers can also be used in fabrication processes; these include 
poly(methylmethacrylate) (PMMA) and poly(dimethylsiloxane) (PDMS). 
PMMA behaves similarly to a positive photoresist, however it cannot be patterned 
using UV lithography. Instead x-ray, e-beam or ion exposures are used. PDMS is an elastomeric 
polymer that has good biocompatibility with living species. Unfortunately it has poor chemical 
stability against most of the organic solvents used in MEMS fabrication, and so is not a suitable 
building material if additional layers need to be added [62]. The two categories of photoresists 
are described below. 
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2.4.2.1 Positive Photoresists 
Positive photoresists are generally used for patterning non-photoreactive layers such 
as inorganics or metals. One method by which they are processed (known as etch back) is 
shown in the schematic in Figure 2.9. On exposure to UV radiation through a patterned mask 
(b) the polymer chains decompose making them more soluble in alkaline developers (c). This 
means that the exposed regions are removed (d). The underlying layer can then also be 
patterned (e) and the photoresist removed (f). The pattern transferred is a direct replica of 
that of the mask, leading to the term positive photoresists. 
 
Figure 2.9 – Schematic of the etch back patterning process for positive photoresists. 
The main polymer that makes up most positive resists belongs to the group of 
diazonapthoquinone sulphonates (DNQs). Their presence significantly reduces (by an order of 
magnitude) the alkaline solubility of the resist [63] making it resistant to alkaline based 
developers. Upon exposure, the DNQ undergoes a photodecomposition reaction to form a 
carboxylic acid. This is shown in Figure 2.10(a). The presence of the carboxylic acid increases 
the solubility of the photoresist towards alkaline developers, meaning that the exposed 
regions are dissolved away, successfully patterning the layer. 
(a) (b) (c)
(d) (e) (f)
Photoresist Exposed Photoresist Gold Substrate Mask
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Figure 2.10 – Photodecompostion of DNQ (a) in the presence and (b) absence of water. 
This, however, requires the presence of water within the photoresist layer. Without 
the presence of water a competitive reaction occurs where the novolak resin within the 
photoresist layer react with the DNQ molecule to form a highly chemical resistant polymer, 
shown in Figure 2.10(b). This is a problem for the thicker positive resists, such as the AZ series. 
The thicker layers require longer baking times, which drives off more water, increasing the 
chance of the competitive reaction happening on exposure. To avoid this, an additional 
process step is often included to rehydrate the layer [64]. 
2.4.2.2 Negative Photoresists 
Negative photoresist are often used for building in MEMS as once they are exposed 
they form more stable structures. They are generally processed as shown schematically in 
Figure 2.11. Upon exposure though a mask pattern (b) they undergo a complex series of 
chemical reactions that cross-link the polymer resins, forming a very chemically stable layer (c). 
On treatment with solvent developers, the non-exposed regions are removed (d), leaving 
behind a structure that is the inverse of the mask pattern. 
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Figure 2.11 – Schematic of the pattering process for negative photoresists. 
There are several widely used negative photoresists, the main ones being SU8 and 
polyimide (PI). 
PI is more limited with respect to SU8 as, although some are photodefinable, they are 
often limited with respect to high aspect ratios and layer thicknesses. SU8, however, has good 
resolution in terms of aspect ratio as well as having excellent mechanical properties and 
chemically stability. It has also been shown to be biocompatible, which is important for the 
microgripper application [56]. 
Table 2.1 compares the material properties of the polymeric building materials that 
are commonly used in MEMS fabrication. 
Table 2.1 – Some material properties of the commonly used polymers in MEMS fabrication. 
Material Tg  / 
°C 
Melting / 
degradation 
temp. / °C 
CTE / 
ppm 
°C
-1 
Thermal 
conductivity 
/ W mK
-1 
UV 
transparency 
Visible light 
transparency 
Organic 
solvent effect 
PMMA 106 205 70 0.19 Opaque Good Soluble in 
many 
PDMS -125 400 310 0.15 > 230 nm Good Swelling with 
many 
SU8 240 > 340 50-
102 
0.2 > 350 nm Good Mostly no 
effect 
PI 400 620 3 0.2 Opaque Good Mostly no 
effect 
 
(a) (b) (c)
(d)
Photoresist Exposed Photoresist Substrate Mask
Page | 25  
 
2.4.3 Metals 
Metals can be relatively easily deposited to a controllable thickness via a number of 
MEMS techniques; the most simple of which is via e-beam or thermal evaporation. Here a 
crucible of metal is placed in a vacuum and heated (by an electron beam or heating element 
respectively) to evaporate the metal onto a substrate. Sputtering and electroplating can also 
be used to deposit metals, although electroplating usually requires a seed layer of metal to be 
deposited beforehand, meaning it is more generally used to thicken already existing layers. 
For the functionalisation of the microgripper for use with electrochemical techniques, 
gold and platinum are the preferred metals to use. Given the relative costs, gold was more 
desirable. It has also been shown previously that microgrippers fabricated using SU8 and gold 
could achieve displacements of 12 µm with a relatively low voltage (1.8 V) [51], whereas one 
using a titanium/platinum heating element used much higher voltages (10 V) for only slightly 
greater displacements [50]. 
2.5 Miniaturisation and Functionalisation 
Previously, the microgripper dimensions were designed for manipulation of large cells, 
typically 100 – 150 µm in diameter [1]. However, given most eukaryotic plant and animal cells 
have diameters within the 10 – 100 µm and 10 – 30 µm range respectively, significant 
miniaturisation was needed before the device could be functionalised. 
The main challenges in miniaturising the device were in the adhesion between the 
layers and the feature definition of the device, both of which are related to the thin film stress 
of each individual layer deposited during fabrication. It was also important to maintain good 
vertical sidewall profiles, which is increasingly challenging as the aspect ratio becomes greater 
(i.e. the feature line width is smaller than the layer thickness). The lack of homogeneity across 
the wafer, due to their uniformity, is a large factor in thin film stress. All silicon wafers vary in 
thickness, flatness (variation in thickness across a single wafer) and bow as a result of their 
Page | 26  
 
production. Typically wafers used for this project have specifications of thickness ± 10 µm, 
flatness < 2 µm and bow < 20 µm. In the fabrication process, described in detail in Section 
2.6.2, the oxide and metal film thicknesses are sufficiently thin that their effect on the stress 
on the system are negligible and can be ignored. This meant that the SU8 processing was the 
main contributor towards stress within the device. If the adhesion between the wafer and SU8 
is good, then the extent of bowing will increase as the solvent is evaporated and the layer 
begins to shrink (tensile stress). This can cause issues at the release stage with cantilever 
bending. If the adhesion between the wafer and SU8 is poor, then the layer will delaminate 
from the surface. Both the increased bowing and the delamination are undesirable when 
fabricating cantilevers, so the thin layer stress needed to be reduced significantly in order to 
achieve the miniaturised dimensions required. 
2.5.1 SU8 Development 
SU8 is processed via the following basic scheme: 
Spin deposition → Soft bake (SB) → Exposure → Post exposure bake (PEB) → Development 
Del Campo et al. [65] determined that the SB parameters contribute up to 50 % to the 
internal stress of the film, followed by 10, 15 and 5 % for the exposure dose, PEB and 
development respectively. 
Molecular mobility after baking has a serious impact on the film stress within the 
device. If the SU8 polymers are unable to flow, the layer shrinks to a greater extent upon 
cross-linking (during exposure and PEB), increasing the level of tensile stress within the device 
causing cantilever bending (as shown in Figure 2.12), as well as catastrophic delamination 
between the layers due to adhesion failure.  
Additionally, the thicker the SU8 is, the more difficult it is to process. Viscous SU8 
solutions are notoriously difficult to spin evenly and often result in edge beading. Also, uneven 
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coatings can occur when SU8 is spun over existing features, which can have a great effect on 
the baking consistency. All trials described in Section 2.5.1 were therefore undertaken using 
SU8 2025 as this was the more difficult layer to process. 
 
Figure 2.12 – An extreme example of the effect of thin film stress on cantilever bending. 
There are several studies that have focussed on the optimal processing details for 
producing high aspect ratio features with SU8 [66] [67] [68] [69]. While these give important 
information on baking regimes [67] and how this affects feature definition and device 
performance, not many publications consider what is happening from a chemical perspective 
within the SU8 layer. For this reason, modelling of the exposure parameter is often skipped in 
discussions; when mentioned, it is usually in the context of controlling exposure for replication 
reliability [68]. For this reason, modelling of the exposure parameter was completed to fully 
utilise SU8 processing for miniaturisation.  
SU8 is a multi-branched epoxy resin (structure shown in Figure 2.13) which is classed 
as a negative photoresist (on exposure to UV radiation the epoxide rings cross-link forming a 
very chemical resistant layer, which remains as a building layer). The resin is usually dissolved 
Page | 28  
 
in cyclopentanone and also contains a photo acid generator (triaryl sulfonium 
hexafluoroantimonate salt) that is needed to initiate the cross-linking. 
 
Figure 2.13 – Chemical structure of SU8, indicating the epoxide rings. 
2.5.1.1 Spin Parameter 
The spin step of the fabrication process is designed to spread the SU8 evenly across 
the wafer to a desired layer thickness. The layer thickness is dependent on the viscosity (and 
therefore the temperature) of the SU8 and the spin speed and/or duration. It was observed 
that the centrifugal forces applied to the wafer during spinning caused tensile stress within the 
SU8 layer, which, if not reduced, causes significant cantilever bending at the release stage 
(Figure 2.12). To overcome all these challenges a 10 min rest period was introduced after the 
spin and before the baking stage. This allowed the shear forces applied to the polymers to 
relax, letting the SU8 flow and back fill any potential air pockets caused by spinning over step 
heights, and to level the film thickness, reducing edge beading effects. 
2.5.1.2 Soft Bake Parameter 
The soft bake step is designed to evaporate the excess solvent and ‘set’ the layer. If 
the layer is under baked then there is not enough rigidity in the SU8 layer, so on development 
the features can collapse. However, if the layer is over baked, feature definition is lost due to a 
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restriction in the rate of polymerisation of the cross-linking required to cure the SU8 layer. 
This, coupled with the issues related to molecular mobility that increases tensile stress, can 
significantly affect the processing of the SU8 film. Process trails were conducted to determine 
the optimum soft bake time and a temperature ramp profile was introduced to replace the 
generally used 2-step process.  
Figure 2.14 compares the features fabricated from a 2-step process with those from 
several temperature ramp profiles and shows some of the effects of changing the baking 
regime.  
 
Figure 2.14 – Comparison of different baking regimes (a) 2-step process, (b) short temperature ramp, and (c) 
optimised temperature ramp. 
Figure 2.14(a) shows the features fabricated via a 2-step process and poor sidewall 
definition can be seen (slight T-topping profile); poor adhesion to the substrate was also 
observed indicating a high level of internal stress. Figure 2.14(b) shows the result from a 
temperature ramp profile that was too short, so under baking occurred, resulting in feature 
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collapse; a similar effect would be seen for over baking. Figure 2.14(c) shows the result from a 
more optimised ramp profile. All ramp profiles had better adhesion to the substrate.  
Table 2.2 – Summary of the processing parameters of the different baking regimes. 
 Spin Soft bake Exposure PEB Development 
(a) 10 s at 500 RPM
a
 
+ 50 s at 2000 
RPM
b
 + 10 min 
rest. 
6 min at 65 °C + 19 min at 95 °C 
+ 1 min at 65 °C, cool at room 
temperature (RT) 
800 mJcm
-2
 1 min at 65 °C 
+ 4 min at 95 
°C + 1 min at 
65 °C 
6 min with 
agitation in EC 
solvent 
(b) 10 s at 500 RPM
a
 
+ 50 s at 2000 
RPM
b
 + 10 min 
rest 
2 min at 65 °C, 3 min ramp to 95 
°C, 4 min at 95 °C + 1 min at 65 
°C, cool at RT 
800 mJcm
-2
 1 min at 65 °C 
+ 4 min at 95 
°C + 1 min at 
65 °C 
6 min with 
agitation in EC 
solvent 
(c) 10 s at 500 RPM
a
 
+ 50 s at 2000 
RPM
b
 + 10 min 
rest 
2 min at 65 °C, 3 min ramp to 95 
°C, 9 min at 95 °C, 7 min cool 
ramp to 65 °C, cool at RT 
800 mJcm
-2
 1 min at 65 °C 
+ 4 min at 95 
°C + 1 min at 
65 °C 
6 min with 
agitation in EC 
solvent 
a
 164 RPM s
-1
 acceleration 
b
 246 RPM s
-1
 acceleration 
 
Ramping the temperature implemented a gradual change which evaporated the 
solvent much more slowly, maintaining a more uniform bake (helping to reduce the tensile 
stress). A cool down period was also included, which helped to reduce the chance of adhesion 
failure due to fast layer shrinkage. 
2.5.1.3 Exposure Parameter 
The exposure dose dictates the quantity of the catalytic acid generated in the 
irradiated areas of SU8. As the SU8 layer is irradiated with UV radiation, the triaryl sulfonium 
hexafluoroantimonate (tArSbF) salt is broken down to form a strong lewis acid (HSbF6) and bi-
products (Figure 2.15). 
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Figure 2.15 – Photolysis of the triaryl sulfonium hexafluoroantimonate salt. 
The rate of production of lewis acid is directly reliant on the energy of the irradiation, 
i.e. the exposure dose, as shown in Equation 2.1. 
 
Equation 2.1  
where RPh is the rate of photolysis (M s
-1);  
kPh is the rate constant of photolysis (s M
-1 Kg-1); 
[Ar3S
+SbF6
-] is the concentration of the tArSbF salt (M);  
[CP] is the concentration of cyclopentanone solvent (M); 
[Ex] is the exposure dose (mJ cm-2). 
It was observed that the device dimensions could be fine tuned by controlling the 
chemistry occurring within the layer simply by varying the exposure dose due to the linear 
relationship between the quantity of acid available (dictated by the exposure dose) and the 
dark field gap distance (dictated by the rate of cross-linking). This requires precise control over 
the volume of SU8 (i.e. the concentration of tArSbF salt) and soft bake regime (i.e. solvent 
concentration), so is by no means trivial. 
Low exposure doses do not saturate the whole layer, so not enough acid is generated 
to cross-link the SU8 at the bottom of the feature. This leads to undercutting, which is shown 
in Figure 2.16.  
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Figure 2.16 – (a) Schematic representation of the undercutting effect after underexposure, (b) SEM image of 
undercutting and feature collapse due to underexposure. 
At high exposures the top of the SU8 layer, which readily absorbs the shorter 
wavelengths, forms an area of greater cross-link density after the post exposure bake regime. 
This results in a t-topping sidewall profile as seen in Figure 2.17. 
 
Figure 2.17 – (a) Schematic representation of the t-topping effect after overexposure, (b) SEM image of fused 
features due to overexposure. 
The use of a 360 nm filter removes the shorter wavelengths from a broadband UV 
source and only allows the passage of the dominant 365, 405 and 436 nm wavelengths. SU8 is 
highly absorbing for wavelengths less than 350 nm but is almost transparent for wavelengths 
above 400 nm [70]. Therefore, at the wavelengths that pass through the filter, the absorption 
Development
Cross-linked SU8 Non exposed SU8
(a) (b)
Development
Cross-linked SU8 Non exposed SU8
(a) (b)
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coefficient of SU8 will be much lower, and so t-topping does not occur as readily. It is 
important to note that comparatively higher exposure doses are required to achieve the same 
rate of lewis acid generation within the SU8 layer when the filter is used. 
As the radiation passes through the layer the intensity decays due to absorption by 
SU8.  
 
Figure 2.18 – Schematic representation of the three material model. 
Using a simple three material model [71] (Figure 2.18) it can be determined that, if no 
reflection from the silicon substrate is assumed (R1 only), then the relative exposure at the 
bottom of the layer can be calculated, using Equation 2.2, to be 25% less than at the top 
(assuming a layer thickness of 60 m). 
 
Equation 2.2 [71] 
where D is the exposure dose (mJ cm-2);  
d is the distance through the layer (cm);  
Ilamp is the intensity of the lamp (mW cm
-2); 
t is the time of the exposure (s);  
R1 is the reflection coefficient at the air|SU8 interface;  
 is the absorption coefficient of SU8 (cm-1).  
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If we take into account light passing through the complete SU8 layer, and reflecting 
from the silicon substrate (R1 and R2), the exposure non-uniformity through the layer can be 
calculated to still be within 15% using Equation 2.3. 
 
Equation 2.3 [71] 
where R2 is the reflection coefficient at the SU8|substrate interface; 
dtot is the total thickness of the layer (cm). 
This model does not take into account the change in the absorption coefficient of SU8 
as it is exposed [71]. Despite this simplification, the three material model is a good 
representation of our system given the lower absorption coefficients when using the optical 
filter. Therefore it can be said that for the layer thicknesses of the device used in this study (i.e. 
less than 60 m), the exposure dose is very similar at the top and bottom of the layer, and so 
near vertical walls would be expected once the optimal exposure dose has been reached. 
However, one would expect a slight angle to the sidewalls to begin to show when the exposure 
non-uniformity is greater than 25%. 
2.5.1.4 Post Exposure Bake Parameter 
The main purpose of the PEB regime is to kinetically improve the rate of cross-linking 
to ensure good feature definition. Figure 2.19 shows the chemistry of the cross-linking. A 
temperature ramp was again used during this step to ensure a more uniform bake and to 
reduce the internal layer stress. A cool down ramp was not used in the PEB regime as it results 
in loss of feature definition. 
The lewis acid generated via photolysis initiates the polymerisation of the epoxide 
groups in SU8 as shown in Figure 2.19(a). The initiated species then goes on to propagate the 
polymerisation which is shown in Figure 2.19(b). 
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Figure 2.19 – Reaction scheme for (a) the initiation and (b) propagation of SU8. 
The rates of initiation, propagation and termination are shown below. 
 
Equation 2.4 
 
Equation 2.5 
 
Equation 2.6 
where Ri, Rp and Rt are the rates of initiation, propagation and termination respectively          
(M s-1);  
ki, kp  and kt are the rate constants for the initiation, propagation and termination 
respectively (M-1 s-1);  
[SU8] is the concentration of SU8 monomer (M);  
[HSbF6] is the concentration of lewis acid generated by the photolysis reaction (M); 
[SU8+-H] is the concentration of initiated SU8 monomer (M). 
Assuming steady state behaviour (when Ri = Rt), it can be shown that the rate of 
propagation is directly proportional to the concentration of the lewis acid. 
 
Equation 2.7 
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Given that the rate of production of lewis acid is directly reliant on the energy of the 
irradiation, i.e. the exposure dose, as shown in Equation 2.1, it would then be expected that, as 
the exposure dose is increased linearly, there would be an equivalent linear increase in the 
rate of polymerisation. So over a fixed time, the distance within which the cross-linking of the 
SU8 occurs would also increase linearly. This was confirmed experimentally by the relationship 
between the gap distance and exposure dose in Figure 2.20 (error bars were calculated from 
the standard deviation of repeated data sets). 
 
Figure 2.20 – The change in tip distance against exposure dose relationship and SEM images of the sidewall profiles 
at three exposure doses for a layer thickness of 60 µm. 
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2.5.1.5 Development Parameter 
The development step removes the non cross-linked material by dissolving it into a 
solvent. Cheng and Chen [72] have published details of how the orientation of the wafer 
during development affects the ease of production of high aspect ratio (HAR) features with 
good feature definition with PMMA. Given the similarities in the chemistry between PMMA 
curing and development and that of SU8, some of these procedures were applied to the device 
fabrication, with successful results. Figure 2.21 shows this schematically.  
 
Figure 2.21 – Schematic representation of the development regime. 
The non cross-linked material absorbs the solvent and forms a gel like matrix. This has 
a higher density than the surrounding solvent, so when the wafer is inverted, the gel is 
removed cleanly, leaving behind well resolved features. 
2.5.2 Electrode Incorporation 
There is much research interest in many different methods of functionalising the 
microgripper, including the addition of force sensors, piezoelectric agitators to remove sticky 
cells from the tips, electromagnetic pulses to break up clumps of cells, as well as electrode 
incorporation. Fabricating an electrode at the microgripper tips can allow cytolysis and 
electroporation experiments to be carried out as well as opening up the potential use in 
electrochemical sensors; for example ion or DNA sensors. Many of these applications involve 
the modification of this electrode, and therefore controllable fabrication is important. 
Photolithography can be used to pattern an electrode down one or both of the 
microgripper arms to tip(s). Thick positive photoresist can be used to pattern a template onto 
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a seed layer of metal and more metal is then deposited into the voids, via electroplating, to 
give the electrode shape. A schematic of the electroplating process is shown in Figure 2.22. 
 
Figure 2.22 – Schematic of the patterned electroplating process. 
The successful fabrication of this is shown in Figure 2.23.  
 
Figure 2.23 – SEM image of the electrode at the microgripper tip. 
For the application of ion selective electrodes the surface morphology of the electrode 
needs to be fairly rough (rms roughness (Rq) of the microgripper electrode is 150 nm) to 
ensure good adhesion of the poly(3,4-ethylenedioxythiophene) (PEDOT) layer to the electrode, 
(a) (b) (c)
(d) (e) (f)
AZ 4562
Photoresist
Exposed Photoresist Gold
SU8 
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Electroplated
Gold
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SU8 2002
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so careful optimisation of the electroplating parameters are not needed. The only 
consideration is the current density and the plating time.  
The current density needs to be low enough for pattern fidelity to be maintained for a 
given thickness. In this case, due to the mask design, there are large areas and small areas to 
be plated, so pulse plating is used to allow effective diffusion of the ions in and out of the 
photoresist template, which ensures that the local solution concentration stays constant. 
The plating time also needs to be carefully considered to limit the thickness of the 
metal being deposited. If the thickness exceeds that of the photoresist template a mushroom 
effect occurs as the metal is deposited without any constraints. This is shown in Figure 2.24. 
 
Figure 2.24 – SEM image of the ‘mushrooming effect’ seen after over plating through a photoresist mask. 
The processing parameters described in Section 2.6.2.3 gave appropriate surface 
roughness for the subsequent deposition and with excellent pattern reproducibility, which 
ensures that the electrode dimensions remain consistent between devices. This is important to 
ensure consistent electrochemical modification later on in the fabrication of ion selective 
electrodes.  
Page | 40  
 
2.6 Device Fabrication 
2.6.1 Chemicals and Reagents 
The positive resists were purchased from Chestech and all SU8 photoresists from 
MicroChem; these were used as instructed for their respective data sheets and without any 
modification. The solvent developers relating to the photoresists were purchased from 
Microposit. 
1.2 SPR 350 was spin coated using a Laurell spinner at 700 RPM for 10 s, then 
3700 RPM for 30 s, to yield a 1.2 µm thick layer. This was baked at 110 °C for 3 minutes and 
exposed through a chromium mask using an EVG 620 mask aligner for 3.2 s. The resulting 
pattern was then developed in MF-319 developer for 1 minute. 
AZ 4562 was spin coated using a Laurell spinner at 700 RPM for 10 s, then 3700 RPM 
for 30 s, to yield a 10 µm thick layer. This was baked at 95 °C for 20 minutes then left 
submerged beneath deionised water (DI) water for 40 minutes. The layer was then exposed 
through a chromium mask using an EVG 620 mask aligner for 30 s and the resulting pattern 
was then developed in 1:3 351 developer:H2O for 4 minutes. 
The chemicals used to make up the gold and chromium etches, the acid 
cleaning/etches and the solvents were purchased from Fischer Scientific and were used 
without further purification. 
2.6.2 Fabrication Overview 
The microgripper is fabricated via the scheme shown in Figure 2.25. 
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Figure 2.25 – Schematic of the microgripper fabrication. 
2.6.2.1 Oxidation 
2 inch <100> silicon wafers were first cleaned in a solution of 1:1 H2SO4:H2O2 for 
20 minutes and then rinsed with sonication. Any residual oxide was removed by etching using 
10% HF for 2 minutes. The wafers were then placed into an oxidation furnace at 1100 °C with 
3 litres min-1 dry O2 flow for 100 minutes. This resulted in a 0.1 μm thick oxide grown on the 
surface (checked with a Rudolph Auto ELIII elipsometer). 
The oxide layer was removed to leave an area around where the microgripper tip will 
be; this is important for the release stage at the end of the process. This was achieved using 
1.2 SRP 350 photoresist patterned as described in Section 2.6.1. The exposed silicon dioxide 
was etched using buffered HF (1:4 HF:NH3F) for 2 minutes. The SPR 350 photoresist was then 
removed using acetone to leave the patterned silicon dioxide. 
2.6.2.2 SU8-2002 
The bottom layer of the microgripper device was patterned using SU8-2002 negative 
photoresist.  
1 ml of SU8-2002 was spin coated onto the patterned silicon wafer using a Laurell 
spinner at 500 RPM for 10 s (acceleration of 164 RPM s-1) followed by 1500 RPM for 15 s 
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(acceleration of 246 RPM s-1) to give a 1.7 µm layer. This was soft baked at 65 °C for 1 minute, 
then 95 °C for 1 minute and finally 65 °C for 1 minute. The layer was then exposed through a 
PL-360LP Omega optical filter and a chromium mask using an EVG 620 mask aligner at a dose 
of 200 mJ cm-2. The wafer was then baked via a 3 minute temperature ramp from 65 °C to 
95 °C, held at 95 °C for 2 minutes and then placed at 65 °C for 1 minute. The resulting pattern 
was then developed in EC solvent for 1 minute and rinsed with EC solvent then iso-propyl 
alcohol (IPA) for 10 s each. Finally the layer underwent a hard bake for 5 minutes at 115 °C to 
fully cure the polymer. 
2.6.2.3 Metallisation and Electroplating 
During this step 25 nm of chromium then 100 nm of gold was e-beam evaporated. 
Typically chromium and gold are deposited at a rate of 6 and 4 Å s-1 respectively. The gold layer 
was then patterned using AZ 4562 into the design of the electrode as described in Section 
2.6.1. The layer was then pulse electroplated (3 ms at 40 mA then 7 ms at 1 µA for 
90 minutes), using a Neutronex 309 A gold electroplating solution from Enthone, to yield a 
5 µm thick patterned gold layer. The AZ 4562 layer was then removed using acetone and the 
wafer rinsed with IPA. 
The wafer was then patterned using SPR-350 into the design of the electrode and 
actuators as described in Section 2.6.1. The exposed gold was then etched using a gold etch 
(4:1:8 by weight of KI:I:H2O) for 10 s and then the exposed chromium was etched using a 
chromium etch (7:34:1 by weight of Ce(NH4)2(NO3)6:HNO3:H2O) for 20 s. The SPR 350 
photoresist was then removed using acetone leaving the patterned metal tracks for the 
electrode and actuators. 
2.6.2.4 SU8-2025 
The metal tracks were then encapsulated in a top layer of SU8-2025 negative 
photoresist. 
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3 ml of SU8-2025 was spin coated onto the patterned silicon wafer using a Laurell 
spinner at 500 RPM for 10 s (acceleration of 164 RPM s-1) followed by 2000 RPM for 20 s 
(acceleration of 246 RPM s-1) followed by a 10 minute rest which resulted in a 60 µm layer. This 
was soft baked via a 3 minute temperature ramp from room temperature (RT) to 65 °C and 
held for 1 minute then followed by a 3 minute temperature ramp to 95 °C and held for 
3 minutes. The wafer was then cooled on the hotplate until at RT (approximately 40 minutes). 
The layer was then exposed through a PL-360LP Omega Optical filter and a chromium mask 
using an EVG 620 mask aligner at a dose of 300 mJ cm-2. The wafer was then baked during a 
3 minute temperature ramp from RT to 65 °C and held for 1 minute, then followed by a 
3 minute temperature ramp to 95 °C and held for 4 minutes and then placed at 65 °C for 
1 minute. The resulting pattern was then developed in EC solvent for 6 minutes and rinsed 
with EC solvent then and IPA for 10 s each. Finally the layer underwent a hard bake for 
5 minutes at 110 °C to fully cure the polymer. 
2.6.2.5 Tip Release 
The final stage is the release of the microgripper tips from the silicon wafer. This was 
done using a XeF2 vapour phase etch in a XACTIX etcher. A mixture of 3 T XeF2 and 3 T N2 was 
cycled every 60 s for 160 cycles to etch any exposed silicon (patterned in the first stage). The 
wafer was then broken along the grooves etched into the wafer releasing the microgripper tips 
from the silicon and allowing them space to move. 
2.7 Integration into External Handling System 
The microgripper devices are batch processed with 10 devices arranged on a 2 inch 
wafer as shown in Figure 2.26. 
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Figure 2.26 – Orientation of devices on a 2 inch wafer. 
At the XeF2 tip release stage score lines are also etched so that the wafer can be 
broken into individual chips. The device then needed to be connected to an external circuit for 
operation. This was achieved initially using a custom made printed circuit board (PCB) with the 
bond pad on the device chip wire bonded to pads on the PCB (as shown in Figure 2.27). Output 
from the PCB was taken, via a ribbon cable from the pin connector. 
 
Figure 2.27 – PCB design for device integration. 
The PCBs, however, were not waterproof, and so were not feasible for use with the 
electrochemical analysis, which was carried out in electrolyte solutions. The copper contacts 
on the PCB oxidised and broke the gold wire bond contacts, as well as contaminating the 
electrode tip. 
To overcome this, an L shaped piece containing pogo pins in the upright to contact to 
the bond pads on the chip was designed. This was manufactured using rapid prototyping (RP) 
and is shown in Figure 2.28. 
Page | 45  
 
 
Figure 2.28 – Schematic representation of the RP holder design. 
The RP holder was designed for use with the CellEctor that was used as the external 
handling system for the ISM deposition and cell handling work done in this project (Section 
3.3.3 and 5.5 respectively); as well as with the flow cell that was used in the characterisation of 
the ion selective electrode behaviour (Section 4.1.1). The vertical section of the RP holder 
needed to be long enough to allow the device to be used in the flow cell, in that it was 
submerged up to a depth of 2 cm. To connect the RP holder to the CellEctor a steel bar was 
used (Figure 2.29). To ensure that the microgripper tip was in the beam of the microscope, a 
horizontal section was added; this needed to be 4.5 cm long. These dimensions resulted in the 
L-shape design of the RP holder. 
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Figure 2.29 – Image of the microgripper in the RP holder within the CellEctor external handling system. 
The microgripper chip was simply glued into a holder clip (Figure 2.30) which slotted 
onto the bottom of the RP holder, making contact through the pogo pins to the external 
circuit. A small quantity of silicon grease was applied to the microgripper chip so once the 
holder clip was slotted onto the RP holder the contact pads and pogo pins were insulated from 
the external solution. 
The inside width of the holder clip was exactly the same width of the chip of the 
microgripper to ensure that the bond pads and the pogo pins lined up directly. This was 
important as there was only 250 µm between the bond pads and the gold track going around 
the electrode bond pad, even though a 1 mm gap existed between the bond pads (and hence 
the pogo pins). A slight misalignment would cause a short and the microgripper would not 
actuate effectively. The bottom of the holder clip is set at a 10° angle to ensure that while 
manipulating cells, the microgripper tips are in contact with the surface of the cell container.  
Connection to CellEctor
Steel bar
Horizontal section 
of RP holder
Vertical section of 
RP holder
Microgripper tip
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Figure 2.30 – Dimensions of the RP holder clip and a schematic representation of the released tip device in the RP 
holder clip. 
2.8 Chapter Summary 
The beginning of this chapter detailed the three main competitive actuation 
techniques commonly used for cell (or biological particle) sorting, positioning and transporting. 
Manipulation devices based on electrostatic actuation were shown to be limited spatially and 
generally required much higher voltages to achieve similar displacements compared to other 
techniques. Using vacuum holding pipettes and denudation capillaries to position and 
transport cells is a widely used technique, although a skilled user is required. The simplicity of 
their design meant that the unit costs are very low, making them very popular for use in a wide 
range of industries. Glass capillaries are, however, difficult to modify. This meant that to 
include additional elements for sensing applications, separate, alternative devices must be 
used. Manipulation via thermal actuation was initially disregarded by researchers due to the 
high temperatures required to achieve suitable deflections. However, investigation into their 
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design has significantly reduced working temperatures (actuator temperature not exceeding 
80 °C, tip temperature never rising over ambient), allowing them to be considered as a 
competitive technique. Their low operating voltages and working temperatures, coupled with 
the fact that fabricated devices can readily be modified to increase functionality means that 
electrothermal actuation was used as the actuation technique in the microgripper device 
fabricated in this work. 
The next section of this chapter focussed on the materials used in the fabrication 
process and how the manipulation of the building polymer used (SU8) enabled improvements 
to be made to the initial microgripper design. Silicon was used as the fabrication substrate as it 
could be selectively etched using xenon difluoride vapours to release the cantilever tips; this, 
coupled with the fact that its oxide could be readily patterned, meant it was a very desirable 
substrate material. Photodefinable polymer resists were used for both patterning and building. 
SU8 was the building resist of choice as its mechanical properties meant that the tweezer like 
action of the microgripper was realised. This, coupled with its high biocompatibility, an 
important parameter when the finished device was to be used for biological applications, 
meant this material was an excellent choice. 
The final section dealt with the modification of the device so that the function of 
biological ion sensing could be realised. The microgripper device was miniaturised and the tip 
effectors were shown to be readily tailored to the cell (or biological particle) of interest. A gold 
electrode was introduced at the tip of the microgripper that could be modified into the ion 
sensing element. Additional work was also done in designing an external handling system for 
the microgripper that would allow both manipulation of cells and electrochemical analysis to 
be achieved. A rapid prototype L-shaped holder was the final design used in this project, with 
the microgripper chip placed into a specially designed clip that was easily attached to the 
holder. 
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3.0 ELECTROCHEMICAL SENSORS 
This chapter concentrates on the electrochemical sensing element of the device. It 
covers the background of electrochemistry, including the mass transport effects of the 
analytical voltammetric and amperometric techniques used in the analysis of the bare gold 
electrode, and the ion selective electrode potentiometry; the background of ion selective 
electrodes (the ionic sensor used in this project), including all solid state ion selective 
electrodes and their components; and finally the characterisation of the bare gold electrode at 
the microgripper tip and the fabrication of the all solid state ion selective sensor onto the 
microgripper device. 
3.1 Fundamentals of Electrochemistry 
Electrochemistry is an area of chemistry that focusses on the relation between 
electrical and chemical effects. Generally, chemical changes are caused by the passage of 
current or change in potential and the corresponding potential or current, released from the 
chemical reactions, is measured. The process is used to investigate a wide range of 
phenomena (such as electrophoresis), technologies (such as electroplating metals), and in 
devices (for example batteries, fuel cells and sensors) [1]. Electrochemical devices are used in a 
large range of applications, such as environmental monitoring, industrial quality control, 
batteries, chemical sensors (both in their use and in their development) and biomedical 
analysis [2] [3]. The area of electrochemistry covered in this chapter concentrates on the 
application of the electrochemical methods, specifically amperometry and voltammetry, which 
are used in the characterisation of the bare gold electrode, and potentiometry that is used for 
extracellular ion sensing. 
Recently there has been an interest in using electrochemical sensors to monitor 
medical conditions [4] [5]. This has involved the miniaturisation of many of these sensors, with 
Page | 56  
 
interesting developments about their technologies being realised. This project uses a 
miniaturised ion selective membrane based sensor to gather information about cell 
communication via potassium, sodium and calcium ions.  
3.1.1 Voltammetry and Amperometry 
In voltammetry (or amperometry) a potential (or current) is applied and a resulting 
current (or potential) is measured [6]. Voltammetric methods are concerned with electroactive 
species in solution which, when in contact with an electrode, undergo an oxidation or 
reduction reaction at that electrode’s surface. This reaction produces a current, which is then 
measured. This method is used to study oxidative and reductive processes in various media; 
adsorption processes on surfaces; and electron transfer mechanisms at chemically modified 
electrode surfaces. 
3.1.1.1 Mass Transport and Kinetics 
There are two main processes that occur at an electrode. One process is faradaic, 
where electrons are transferred across the metal|solution interface causing an oxidation or 
reduction to occur. The other process is non-faradaic; this covers the processes where the 
structure of the metal|solution interface is changed, such as adsorption or desorption and 
capacitive charging. Generally it is the faradaic process that is of greatest interest, but the non-
faradaic processes need to be considered as they can swamp the faradaic signals. 
The rate of reaction of an electroactive species at an electrode is governed by: mass 
transfer; electron transfer at the electrode surface; chemical reactions before or after electron 
transfer (homogeneous ones such as protonation, or heterogeneous ones like catalytic 
decomposition); and surface reactions (absorption, desorption or crystallisation). 
Mass transfer can be separated into the following effects: 
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 Diffusion. This is the effect seen when a species is under the influence of a 
chemical potential gradient. They follow a concentration gradient. 
 Migration. This is the effect seen when charged species are under the influence 
of an electric field and so they follow an electrical potential gradient. 
 Convection. This is the effect seen when the system is under the influence of 
stirring or hydrodynamic transport. Species can follow a density gradient 
(natural), stagnant regions and turbulent flow (forced). 
One dimensional mass transfer (along the x-axis) to an electrode is governed by the 
Nernst-Planck equation; the three terms represent the contributions of diffusion, migration 
and convection respectively, to the flux. 
 
Equation 3.1 
where Ji(x) is the flux of species i (mol cm
-2 s-1);  
Di is the diffusion coefficient (cm
2 s-1);  
δCi(x)/δx is the concentration gradient at distance x (M m
-1);  
δφ(x)/δx is the potential gradient (V m-1);  
zi and Ci are the charge and concentration (M) respectively of species i; 
ν(x) is the velocity with which a volume element in solution moves (cm s-1); 
R is the gas constant (J mol-1 K-1); 
T is the temperature (K); 
F is Faraday’s constant (C mol-1).  
Electrochemical techniques have been designed with the reduction of mass transfer 
effects in mind. For example migration effects are reduced by adding an inert electrolyte at a 
concentration much greater than the electroactive species; convection effects are reduced by 
preventing stirring and vibrations. 
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3.1.2 Voltammetric Methods  
Voltammetric methods can be classified into two main categories: potential step and 
sweep methods. 
In potential step methods, for example chronoamperometry, the applied voltage is 
instantaneously stepped from one value (V1) to another (V2) as shown in Figure 3.1. 
 
Figure 3.1 – The potential model and current response for potential step voltammetry. 
The voltage range is usually such that at V1 it is thermodynamically unfavourable to 
reduce the electroactive species and at V2 the electroactive species that is in close proximity to 
the electrode is reduced. This yields the current response that is shown in Figure 3.1. The 
current rises instantaneously after the change in voltage due to the surface of the electrode 
being completely covered in reactant. This then drops as a function of time as the reactant is 
depleted. 
In a diffusion controlled reaction, a plot of current, i, against 1/√t should yield a 
straight line, enabling the diffusion coefficient to be calculated using the Cottrell equation. 
 
Equation 3.2 
where n is the number of electrons in the half equation;  
F is Faraday’s constant (C mol-1);  
A is the electrode surface area (cm2);  
Cbulk is the bulk reactant concentration (M);  
D is the diffusion coefficient (cm2 s-1);  
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t is the time (s). 
In linear sweep voltammetry, for example cyclic voltammetry, the potential applied to 
the working electrode (WE) is varied linearly with respect to time. This is shown schematically 
in Figure 3.2. 
 
Figure 3.2 – The potential model for linear sweep voltammetry. 
The voltage range is set such that the potential at which oxidation or reduction occurs 
lies between E2 and E1.  
In a diffusion controlled reaction a plot of current, i, against √ν should yield a straight 
line, according to the Randles-Sevcik equation. 
 
Equation 3.3 
where ip is the peak current (A);  
n is the number of electrons in the half equation;  
ν is the scan rate (V s-1);  
D is the diffusion coefficient (cm2 s-1);  
A is the surface area (cm2); 
Cbulk is the bulk concentration (M). 
At room temperature, Equation 3.3 simplifies to: 
 
Equation 3.4 
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In general, a voltammetric response depends on the reactivity of the solute through 
the potential of oxidation or reduction for an electroactive species, and the rate of mass 
transfer of the species from the solution to the electrode. 
Voltammetric methods generally use a 3 electrode system as this helps to reduce both 
the unwanted polarisation effects on the reference electrode (RE) and to reduce iR drop. 
However, 2 and 4 electrode systems are also used. 
3.1.2.1 Chronoamperometry 
Chronoamperometry (an amperometric technique) is a potential step/pulse technique 
where the faradaic current, arising after capacitive current has dissipated, is measured; usually 
in a three electrode system. A potential is applied in a step from a value when analyte is not 
oxidised or reduced, to one where it is. The current is diffusion controlled and is plotted with 
respect to time. 
The behaviour of the current with time is determined by: 
 
Equation 3.5 
where i is the current (A); 
E is the applied potential (V);  
RS is the solution resistance (Ω);  
t is the time (s); 
Cd is the double layer capacitance (F). 
 For each potential step there is an exponentially decaying current that has the time 
constant (τ /s) given by Equation 3.6, which determines the minimum step time required for 
the capacitive current to dissipate. 
 
Page | 61  
 
 
Equation 3.6 
Experimental parameters need to be carefully chosen as, if the step time is too short 
(t < 3τ), the current measured is dominated by the capacitive, charging current. If the step time 
is too long, over 100 s, then convection develops (due to the density gradients), which results 
in positive deviations from the signal. 
This technique is mass transport limiting: the current-time curve denotes the change in 
concentration gradient at the electrode surface during the gradual expansion of the diffusion 
layer (i.e. diminution of analyte), so the response plot’s shape is defined by the Cottrell 
equation. This means that this technique requires a static system to ensure it is mass transport 
limiting. 
3.1.2.2 Cyclic Voltammetry 
Cyclic voltammetry (a voltammetric technique) provides a wealth of information on 
both the redox process (thermodynamic consideration) and electron transfer reaction (kinetics 
effects) for many chemical systems [7]. 
Cyclic voltammetry has the added advantage of being able to provide specific 
information about individual electroactive species in chemical systems containing more than 
one electroactive species. 
Cyclic voltammetry is accomplished by performing a linear scan of the potential of the 
WE using the triangular waveform shown in Figure 3.3. 
 
Figure 3.3 – Potential model for cyclic voltammetry. 
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The potential is ramped from EI to EF then back to EI, with the oxidation or reduction 
potential lying between EI and EF (the potential window). The potentiostat measures the 
current resulting from the applied voltage. The current magnitude is due to the oxidation or 
reduction of the electroactive species (faradaic current) or the double layer charging 
(capacitive current).  
3.1.2.3 Micro vs Macro Electrode 
A macro electrode has a linear diffusion layer, which is shown schematically in Figure 
3.4(a). This yields a Nernstian relationship in a potential difference against current plot as 
shown in Figure 3.4(b). 
 
 
Figure 3.4 – (a) Schematic representation of a linear diffusion layer, (b) graph of typical Nernstian behaviour. 
The characteristic features in a Nernstian relationship are that the current peak 
heights for the cathodic and anodic peak are equal in magnitude (Ipa = Ipc); and that the 
position of the peak potentials for oxidation (Epa) and reduction (Epc) are independent of scan 
rate. The current peak height must also be proportional to the square root of the scan rate 
according to the Randles-Sevcik equation (Equation 3.4). This occurs because the size of the 
diffusion layer depends on the scan rate. A slow scan rate therefore yields a larger diffusion 
layer; therefore, this means that the flux to the electrode surface is smaller. As the current is 
proportional to the flux, the magnitude of the current will be lower. Additionally the 
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separation between the two peak potentials should be equal to 59 mV/n, where n is the 
electron couple. 
A micro electrode (which is defined as one whose surface is smaller than the scale of 
diffusion layer and/or there is one dimension in the micron scale [8]) has a radial diffusion 
layer; this leads to a Sigmoidal relationship in a potential difference against current plot, as 
shown in Figure 3.5. 
 
Figure 3.5 – (a) Schematic representation of a radial diffusion layer, (b) graph of typical Sigmoidal behaviour. 
The characteristic features in a Sigmoidal relationship are that the mass transport is 
dominated by radial diffusion, so the current is independent of scan rate. The current is 
however dependent on the following relationship: 
 
Equation 3.7 
where iSS is the steady state current (A);  
n is the number of microelectrodes;  
F is Faraday’s constant (C mol-1);  
D is the diffusion coefficient (cm2 s-1);  
Cbulk is the bulk concentration (M);  
z is the ion valency;  
r is the electrode radius (cm). 
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In a micro electrode there is a reduction in the capacitive current (as the capacitive 
current is proportional to the electrode area); therefore the current measured is mostly 
faradaic. This minimises the magnitude of the current measured, with an associated reduction 
in ohmic drop; however, micro electrodes are more sensitive to noise, so the signal-to-noise 
ratio is lower. To overcome this, microelectrodes are often used in arrays to increase the 
current magnitude. 
3.1.3 Potentiometry 
In potentiometry there is no applied potential and it is assumed that no current flows 
through the system. The voltage is passively measured between two electrodes and occurs 
due to the difference in Gibbs free energy of the electrons in equilibrium between two half 
cells. This technique is most commonly used to measure the transfer of ions across a selective 
membrane and is attractive in research due to the possibility of miniaturisation. 
For potentiometric measurements a two electrode system is used. The potential of a 
solution is recorded, using a potentiometer, between an ion selective electrode (ISE) and a RE. 
The RE is required for the same reasons as in a voltammetric system (described in Section 
3.1.1.1). The ISE is sensitive to changes in activity of a specific cation or anion, depending on 
the ionophore (sensing element) used. 
Additionally to minimising the solution resistance, supporting electrolytes used in a 
potentiometric system helps to maintain a constant ionic strength. This is important as ISEs are 
used to relate changes in solution potential to changes in ion activity of ions within that 
solution.  
The activity of an ion (a) is related to its concentration (C / M) via an activity coefficient 
(γ / M-1) (Equation 3.8), which in turn is related to the ionic strength (I / M) of the solution 
(Equation 3.9). 
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Equation 3.8 
The activity coefficient can be defined by the extended Debye-Huckel equation, shown 
in Equation 3.9. 
 
Equation 3.9 
where |z+z-| is the absolute product of ion valencies;  
A is a constant (0.5108 at 298 K); 
B and C are empirical parameters for a given ionic species. 
The ionic strength of a solution is related to the sum of the product of concentration 
(Ci / M) and charge (zi) of all the ions present in that solution (Equation 3.10). If a large portion 
of the ionic strength of a solution comes from the supporting electrolyte (i.e. there is a low 
concentration of the analyte of interest), the activity coefficient of the solution in question 
comes from the supporting electrolyte, and is said to be constant; therefore Equation 3.8 can 
be reduced to the concentration of the analyte being directly equal to its activity. 
 
Equation 3.10 
3.1.3.1 Thermodynamics: The Nernst Equation 
The Nernst equation demonstrates how the potential difference depends upon the 
concentration or activity of the analytes concerned. For a cell reaction wH2 + xO → yR + zH
+ 
where w, x, y and z are the stoichiometric coefficients, and O and R are the oxidised and 
reduced species; the free energy (ΔG / kJ mol-1) can be determined from basic 
thermodynamics to be [1]: 
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Equation 3.11 
where ΔG0 is the standard Gibbs free energy (kJ mol-1);  
R is the gas constant (J K-1 mol-1) ;  
T is the temperature (K); 
ai is the activity of species i.  
Given that ΔG = -nFE (and therefore ΔG0 = -nFE0), Equation 3.11 becomes: 
 
Equation 3.12 
where E is the potential (V);  
E0 is the standard electrode potential (V); 
n is the number of electrons in the cell reaction; 
F is Faraday’s constant (C mol-1).  
Given that           , Equation 3.12 reduces to the Nernst equation: 
 
Equation 3.13 
where [R] and [O] are the concentrations (M) of the reduced and oxidised species 
respectively. 
This holds true as long as the solution contains only inert electrolytes. This means that 
the activity coefficients (γ) will be constant. Using the relationship, a = cγ, where c is the 
concentration of the analyte, the activity terms in the Nernst equation can be exchanged with 
concentration terms (Equation 3.13), illustrating the direct relationship between the observed 
potential and the concentration of the analytes. 
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3.2 Electrochemical Sensors 
The IUPAC definition of a chemical sensor is when there is a device that transforms 
chemical information (such as the concentration of specific sample component or even total 
composition analysis) into a useful analytical signal [9]. 
Chemical sensors are divided into different classes depending on their transducing 
process: these include optical, electrochemical, electrical, mass sensitive, magnetic, and 
thermometric, to name a few. Electrochemical sensors are a well established group and these 
involve measuring potential or current via potentiometric (for example ISE) and amperometric 
techniques. This project deals only with potentiometric sensors so amperometric ones will not 
be considered here. 
3.2.1 Ion Selective Electrodes 
The area of ion selective electrodes (ISEs) has grown rapidly in a few decades due to 
the benefits of relative low cost, portability and fast readout signal that are associated with 
this technology. More than 60 different ions have been detected using the principle of ISEs 
[10]. 
ISEs are used to measure the concentration of specific ions in aqueous solutions. They 
work by selectively passing a single charged species from one phase to another to yield a 
potential difference that can be specifically related to the activity of that species via the Nernst 
equation. They are used in a large range of applications such as the monitoring of heavy metals 
in the environment and examining corrosion effects, as well as determining ion activities in 
biological systems. 
The potential difference of the cell is usually measured via potentiometry, using two 
electrodes, the ISE and an external reference. Figure 3.6  shows the general cell arrangement. 
Page | 68  
 
 
Figure 3.6 – (a) General arrangement of an ISE sensor, and (b) schematic representation of an ISE sensor. 
A potential difference (historically known as electromotive force, EMF) is generated 
between the sample solution and internal filling solution as primary ions are transferred from 
the sample solution to the membrane phase. Under equilibrium conditions (zero current) the 
transfer of primary ions from the solution to the membrane is equal to the transfer of ions 
from the membrane to the solution. 
3.2.1.1 Classical Phase Boundary Potential Model 
The response functions, including non-Nernstian behaviour, and selectivity of an ISE 
can be fully described by the phase boundary potentials [11].  
The general setup of the electrochemical cell of an ISE is: 
 
The potential of the whole cell is the sum of the different potentials at all interfaces. 
                          
Equation 3.14 
As it is not possible to measure the individual absolute potentials for every system it is 
assumed that, under ideal conditions, E1 to E5 are constant. Therefore the total potential of the 
cell is given by [10]: 
        
        
Equation 3.15 
Reference
Electrode
Analyte
Ion Selective
Electrode
Internal Reference
Solution (Refin)
Membrane
Reference
Electrode
Ion Selective
Electrode
Internal Reference
Solution (Refin)
Membrane Analyte
(a) (b)
Ag | AgCl | KCl (saturated) || salt bridge || test solution || membrane || inner solution | AgCl | Ag
E1 E3 EJE2 EM E4 E5
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Meyer and Sievers [12] approximated that the membrane potential (EM) was the sum 
of the two phase boundary potentials (EPB) of the sample|membrane interfaces, and the 
diffusion potential within the membrane (ED). This concept is most relevant to thick (greater 
than biological membranes, around 10 nm), ion exchanging membranes, such as those 
generally seen in ISE constructions. The liquid junction potential (EJ) is that at the 
sample|bridge electrolyte interface and originated from the separation of charge created on 
the interface due to the differing ion mobilities.  
 
Figure 3.7 – Classical total equilibrium model showing the (a) concentration profile and (b) electrical potential 
profile. 
In the classical model (Figure 3.7), where the system is in total equilibrium, migration 
of species is ignored. This means that it can be assumed that the phase boundary potential at 
the solution|membrane interface governs the membrane response and hence the diffusion 
potential, again related to the migration of the species involved, is negligible, i.e. EJ is 
negligible, and can be ignored; and that the membrane|solution interface is in chemical 
equilibrium (hence there is no ionic concentration gradient), i.e. ED is zero. Therefore, the 
phase boundary potential (EPB), which describes the response of an ion selective membrane 
based electrode of diverse composition exposed to any type of sample, is given by: 
 
Equation 3.16 
where R is the gas constant (J K-1 mol-1);  
T is the temperature (K);  
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zi is the valency of ion i;  
F is Faraday’s constant (C mol-1);  
asol and aM are the activities of the uncomplexed ions in the solution and membrane 
phase respectively;  
 ki is a function of the relative free energies of solvation (Equation 3.17). 
 
Equation 3.17 
where   
       is the free energy of solvation of ion i into the solution phase (kJ mol-1); 
  
       is the free energy of solvation of ion i into the membrane phase (kJ mol-1). 
With all the assumptions holding true, and assuming fast local equilibria across the 
phase boundary, the electrode potential is only dependent on the EPB part of the membrane 
potential [10].  
The first part of Equation 3.16 is known as the standard potential, and is constant for a 
given ion (though varies from ion to ion), therefore the total potential of the cell can be 
described by:  
 
Equation 3.18 
With the similarities between Equation 3.18 and the Nernst equation, ISEs with a 
behaviour that is described by Equation 3.18 are said to have a Nernstian response. This is 
usually verified by calculating whether or not there is a variation of 59/zi mV per decade in 
activity at 298 K; for example, for a monovalent ion such as sodium, a variation of 59 mV per 
decade would be observed. 
The main failing with this model is that it interprets the sensor response, such as 
sensitivity and detection limits, as being time independent. This is contrary to that seen 
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experimentally in the field of potentiometric sensors [13] [14]. This has led to the development 
of the more advanced local equilibrium model. 
3.2.1.2 Advanced Phase Boundary Potential Model 
 
Figure 3.8 – Advanced local equilibrium model showing the (a) concentration profile and (b) electrical potential 
profile. 
This model is also known as diffusion layer model [15] and was first introduced by 
Lewenstam. It assumes that there is a local equilibrium at all the interfaces of the sensor and 
that the concentration of the ions in all phases is dependent on their distance from the 
interface. The system is assumed to be at steady state so the equilibration rate is dependent 
on the diffusion of ions to and from the interfaces. The time dependent response that 
characterises the distance of the system under local equilibrium from total equilibrium is 
modelled using the surface coverage (or site filling) factor (s(t)), defined in Equation 3.19. 
 
Equation 3.19 
where    ̅̅̅̅     and    ̅̅̅̅     are the concentrations of the solution ions within the membrane at 
time t (M); 
       and        are the concentrations of the solution ions at the membrane surface 
at time t (M); 
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    is the selectivity coefficient. 
 Assuming a constant diffusion layer thickness and using mass conservation to couple 
the ion fluxes (JiJj) to and from the interface: 
 
Equation 3.20 
where Di and Dj are the diffusion coefficients of the primary and interfering ions respectively    
(m2 s-1);  
  ̅ and   ̅ are the ionic mobilities of the primary and interfering ions respectively       
(m2 V-1 s-1);  
   ̅̅ ̅̅  is the bulk concentration of the primary ion (M). 
 While the changes in this model only have a small impact on EM, so the model is 
generally not used when trying to determine how changes in ion activity affect the sensor 
potential, it has been successfully used to demonstrate that the poor selectivities and 
detection limits have a common origin in the increased surface concentration of the primary 
ion (in relation to the bulk concentration) [16]. This concept can be manipulated to produce 
ISEs with much lower detection limits, while still maintaining true selectivity coefficients [17]. 
3.2.1.3 Glass Membrane Ion Selective Electrodes 
Glass ISEs have been around since the early 20th century [18]. They are most 
commonly used for measurements of pH, as well as to determine the activities of alkali ions 
[19] [20]. The bulk of the membrane is about 50 µm thick dry glass; charge transfer occurs 
exclusively by mobile cations (usually Na+ and Li+ ions) in the glass. The faces of the glass 
membrane contain a hydrated silicate layer (Figure 3.9) that causes the interfaces to swell; this 
kinetically helps the interactions between the glass and the adjacent solution. This hydrated 
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silicate network has an affinity for certain cations (generally Na+, Li+, K+, Ag+ and NH4
+) that are 
adsorbed within the structure, creating a charge separation that alters the potential at the 
interface. 
 
Figure 3.9 – Schematic representation of a glass electrode profile. 
Glass membranes differ from others in that in some cases they are not permeable to 
the ion of interest, with the non-permeability of H+ ions in the pH probes being the best 
example.  
3.2.1.4 Crystalline Membrane Ion Selective Electrodes 
Crystalline ISE membranes are classed as solid ISEs that contain fixed active sites. They 
function due to the fact that one of the ions in the crystal structure is more conductive with 
respect to the others. They can be either homogeneous or heterogeneous. A well-known 
crystalline sensor is the fluoride sensor that comprises of lanthanum fluoride pellets doped 
with a small quantity (0.5 wt%) of europium (III) fluoride. The lanthanum fluoride crystal has 
very low conductivity due to its ordered structure, but the inclusion of EuF3 increases the 
conductivity as the crystal is sufficiently disordered [21]. Other crystalline membranes are 
commonly used for environmental monitoring of heavy metal ions, for example, copper, 
cadmium and silver. 
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3.2.1.5 Polymeric Membrane Ion Selective Electrodes 
In polymeric membrane ISEs, chelating agents (either charged or uncharged) are 
immobilised into a hydrophobic membrane, known as an ion selective membrane (ISM). These 
chelating agents have a high selectivity towards the ion of interest and so provide the 
mechanism by which charge is transferred from a test solution and the inner filling solution. 
However, they also require a complex mixture of ion exchange equilibria compounds (such as 
ionic sites) to stabilise the ISE. Once optimised, electrodes based on this design generally offer 
superior performance over the other two membrane types [1]. Given the stability of polymeric 
membranes and the relative ease to miniaturise them, they are the best membrane type for 
the microgripper sensor device. 
3.2.2 Liquid and All Solid State Polymeric Ion Selective Electrodes 
James Ross and Martin Frant of Orion Research were the first to develop calcium and 
fluoride ISEs in the mid 1960s; they are known as the founding fathers of ISEs as this sparked a 
huge boom in potentiometric analysis [22]. 
In the late 1960s, research into the structure-selectivity relationship of many synthetic 
ionophores, plasticisers and additives by Wilhelm Simon, who worked at ETH in Zurich, allowed 
the development into many novel ISEs, allowing ionophore based liquid membrane sensors to 
quickly become the most successful class of ISE [22] [23]. 
Adam Shatkay [24] was the first to use polymers as a homogenous membrane matrix 
in 1967. They were made up of neutral carriers prepared in silicon rubber or poly(vinylchloride) 
(PVC) [25] without lipophilic ionic sites. It was realised, however, that a Nernstian response 
was only realised with the presences of ionic impurities [26] [27] [28] and other membrane 
components [29]. 
The procedure for compounding, casting, drying and mounting PVC sensor 
membranes, to produce solvent polymeric membrane electrodes, was first developed by John 
Page | 75  
 
D. R. Thomas and Gwylm Moody in the early 1970s [30]. Thomas and co-workers were 
instrumental in the further practical developments of ISE technologies. 
In 1953 the theory of membrane potentials for thick, practical membranes was 
developed by George Scatchard, which was applied to the theory of corresponding ISEs by 
Richard Buck in 1968 [22]. In the subsequent years to the early 1990s Buck [31], alongside 
Adam Hulanicki, Andzej Lewenstam [32] and Thomas Sokalski [33], went on to develop many 
theories to explain membrane behaviour and responses in ISEs, including detection limits and 
selectivity coefficients. 
3.2.2.1 Liquid Ion Selective Electrodes 
A conventional liquid ISE is shown in Figure 3.10. An ion selective membrane is fixed at 
one end of a glass tube; the membrane is a plastic/rubber film that is impregnated by a 
complex organic molecule (ionophore). The glass tube is then filled with an internal reference 
solution. The membrane acts as a barrier between the external and internal solutions, only 
allowing specific ions to pass through it. When the ISE is immersed in an external solution the 
specific ions diffuse through the membrane until an electrical equilibrium between the two 
solutions is reached. This causes a build-up of a charge at the membrane|internal reference 
solution interface, which is proportional to the number of ions in the external solution. At 
equilibrium conditions there is little current (assumed zero), so the potential difference needs 
to be measured relative to a RE. 
 
Figure 3.10 – Schematic of a conventional ISE. 
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In general, ISEs at equilibrium balance the increase or decrease of charge at the 
membrane|solution interface (which depends on the selectivity of the membrane) with an 
equal and opposite charge at the reference solution|membrane interface, causing a positive or 
negative deviation from the original stable reference voltage, which is registered on a 
potentiometer.  
Liquid ISEs have many advantages, including the ability to measure ions in relatively 
dilute solutions and the ability to measure both positive and negative ions. They also have 
many advantages over other methods of ion analysis (such as ion amperometry). These include 
the speed of sample analysis, portability, large measuring range and the ability to analyse 
samples without destroying them. 
They do, however, have one major drawback, in that the membrane is perishable. 
Over time the membrane components dissolute into the analyte; this changes the composition 
and surface structure of the membrane and therefore the potential response. This has a 
detrimental effect on the reproducibility of results and the portability of the device due to the 
constant ‘in lab’ (re-) calibration that is necessary. The lifetime for a conventional liquid-
membrane ISE is approximately one year.  
There is still much development work devoted to liquid ISEs, mainly concentrating on 
significantly reducing the detection limits, for example, to picomolar levels [33] by controlling 
the activity of the inner filling solution. However, due to the difficulty in their miniaturisation 
because of a leakage of the inner filling solution, another group of ISEs was formed; there were 
known as all solid state ion selective electrodes (ASSISEs). 
3.2.2.2 All Solid State Ion Selective Electrodes 
In the 1970s Cattrall and Freiser developed coated wire electrodes (CWE). While these 
had linear responses and selectivities comparable with liquid ISEs [34], they had poor stability 
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due to a blocking of the interface between the pure electron conductor (metal) and pure ionic 
conductor (membrane) [35].  
Liquid ISEs have a symmetrical ionic charge transfer arrangement due to the 
membrane being in contact with two solutions. However, in ASSISE, the charge transfer from 
the membrane to the electrical conductor (EC) is electronic, giving an asymmetrical charge 
transfer arrangement. This is shown schematically in Figure 3.11. For ISEs to function 
effectively, a well-defined pathway across the membrane is required, which is in the form of a 
carefully designed solid contact mediator between the ISM and EC [36]. 
 
Figure 3.11 – Schematic representation of the (a) symmetrical (liquid ISE) and (b) asymmetrical (ASSISE) charge 
transfer. 
Many different mediators have been used. These include: hydrogels [37], self 
assembled monolayers [38], and conducting polymers [39]. 
Hydrogel contacts had limitations due to water uptake of the gel causing volume 
changes within the mediator layer [40]. Self assembled monolayers were limited due to their 
inherently low redox capacitance (that needs to be high to minimise the polarisability of the 
solid contact [41]). The redox capacitance (Credox / F) is inversely proportional to the potential 
drift (ΔE/Δt / V s-1) as shown below (where i is the current / A): 
 
Equation 3.21 
Conducting polymers were promising as a mediator due to the electronic and ionic 
conductivity of the material [10], which enabled them to act as an ion to electron transducer. 
Conducting polymers were first reported for use as a chemical sensor by Dong et al. in 1988 
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[42]. At first conducting polymers were used instead of an ISM [43] but these devices were 
found to be unsuitable due to the interference caused by redox reactants in solutions [44] and 
pH changes [45], as well as having poor ionic selectivity [46]. 
Since then, several other variations of conducting polymer (CP) and ISM have been 
tried, these are shown schematically in Figure 3.12. 
 
Figure 3.12 – Schematic representation of ASSISEs designs: (a) CP as transducer; (b) CP incorporated into ISM; and 
(c) CP doped with ionophore. 
When the conducting polymer is placed between the electrical conductor (EC) and the 
ISM, as in Figure 3.12(a), the conducting polymer acts as a transducer and the selectivity is 
determined by the ISM. Ion transfer occurs reversibly at the ISM|solution and CP|ISM 
interfaces. The ionic signal is converted to electronic by the conducting polymer, and electron 
transfer occurs at the EC|CP interface. 
Ion to electron transduction has a similar mechanism to that of the process at the 
internal reference electrode of liquid ISEs. Under equilibrium conditions, the charge transfer of 
primary ions from the solution to the membrane is at electrochemical equilibrium with the 
charge transfer of electrons from the membrane to the conducting polymer. In this system, ion 
transfer occurs reversibly at the ISM|solution (S) and CP|ISM interfaces. The ionic signal is 
transduced into an electrical signal in the CP layer and electron transfer occurs at the EC|CP 
interface. This is shown schematically in Figure 3.13. Many conducting polymers have been 
used: including poly(pyrrole) (PPy) [47]; poly(3-octylthiophene) (POT) [48] and poly(3,4-
ethylenedioxythiophene) (PEDOT) [49]. 
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Figure 3.13 – Principle of ASSISEs based on CPs of (a) an anion and (b) a cation selective electrode. 
The conducting polymer can also be either incorporated into the membrane or doped 
with an ionophore (Figure 3.12(b) and (c) respectively), these are known as single piece ion 
selective electrode (SPISE). The former relies on the conducting polymer to be soluble in 
tetrahydrofuran (THF), or another solvent, used to dissolve the membrane components. In this 
case the fabrication is simplified as it is better for mass production in industry, such as by 
solution casting, dip coating or spin coating. While near-Nernstian responses can be achieved, 
it was observed that the conducting polymer can affect the selectivity of the ISE [50] [51]. The 
latter can be achieved via doping the conducting polymer with metal complexing ligands [52] 
or via covalent binding of ion recognition sites [53] [54]. The main challenge in this orientation 
is in enhancing the selectivity, while suppressing the redox response of the conducting 
polymer. This orientation is still a long way from being used as a successful chemical sensor. 
All-plastic ISEs were developed by Michalska and Maksymiuk [55]; here they solution 
cast poly(3,4-ethylenedioxythiophene)/poly(styrene sulfonate) (PEDOT/PSS) onto insulating 
plastic substrates. PEDOT/PSS acted as an electronic contact as well as an ion to electron 
transducer. However, there were problems with delamination of the PEDOT/PSS layer, which 
led to a loss of electrical contact. 
EC CP ISM S
-
- - -
e-
+
+
L
+
EC CP ISM S
e-
+
+
L
+
--
-
-
(a) (b)
e- +
+
LPrimary ion Counter ion Electron
Oxidised CP chain 
(+ is a  hole)
Ionophore
+ +
Page | 80  
 
Solid state ISEs still have several problems, with the main concerns being the lack of 
stability of the potential response over a wide pH range, low tolerance of other ions (poor 
detection limits), and the inability to maintain long term reproducibility (membrane ageing) 
[56].  
Given the wide range of literature development into ASSISE with an arrangement 
similar to that of Figure 3.12(a), where the conducting polymer acts as the transducer, this is 
the arrangement that was used to fabricate the microgripper sensor device. 
3.2.3 Arrangements of All Solid State Ion Selective Electrodes 
ASSISEs, where the conducting polymer acts as a transducer, are usually fabricated via 
two steps: deposition of the conducting polymer transducer onto an electrical conductor, 
followed by deposition of the ISM onto the conducting polymer transducer.  
3.2.4 Components 
The components that make up the ISE must be carefully considered with the 
application and the environment in mind. For example, given that (i) the ISM is permeable to 
oxygen and carbon dioxide dissolved in the solution [57]; (ii) conducting polymers can be 
influenced by the O2/H2O redox couple [58] and (iii) CO2 interferes with the ISE behaviour by 
changing the pH [59] [60], a conducting polymer that has a low sensitivity to both O2 and CO2 is 
required. 
The application for the microgripper sensor device in this project is to detect the 
presence of ions that are used in cell signalling; of which the three most common are 
potassium, sodium and calcium ions. This will be undertaken in an aqueous environment, so 
the conditions mentioned above must be realised. PEDOT has low sensitivity to O2 and CO2, as 
well as being shown to be one of the most interesting and versatile conducting polymers as a 
solid contact in ASSISE [41] [61] [62]. 
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3.2.4.1 Conducting Polymers 
Conducting polymers were discovered about 36 years ago [63]. They are described as 
organic polymer semiconductors, or organic semiconductors, that can conduct electricity. 
Many of those used in ISEs are based on polyaniline (PA), polypyrrole (PPy), polythiophene (PT) 
and their derivatives.  
Conducting polymers are synthesised by either chemical or electrochemical techniques 
[64]. Electropolymerisation has better control of the film thickness and can achieve high 
purities. However, via this method only small quantities can be produced, and it can be 
difficult to remove the polymer from the electrode. While this means that 
electropolymerisation is not the choice for bulk industrial production, it is perfect for the 
application of ISE fabrication. 
Table 3.1 – Comparison of chemical and electrochemical polymerisation of conducting polymers. 
Polymerisation Technique Advantages Disadvantages 
Chemical Polymerisation Large scale production 
Post covalent modification 
possible 
Modify CP backbone 
Cannot make thin films 
Complicated synthesis 
Un-doped only  
Poor quality/impurities 
Over oxidation and/or 
decomposition problems 
 
Electrochemical 
Polymerisation 
Thin films possible 
More simplistic to synthesis 
Doping, via entrapment, 
occurs simultaneously 
Controllable thickness 
High purity 
Difficult to remove from 
electrode 
Post covalent modification 
difficult 
Small quantities 
 
There have been several mechanisms proposed for the electrochemical polymerisation 
of conducting polymers: these are Kim’s [65]; Diaz’ [66]; Pletcher’s [67]; and Reynold’s [68]. 
Diaz is the most common due to evidence supporting this mechanism, such as electron 
paramagnetic resonance (EPR) or electron spin resonance (ESR), pH and chronoabsorption 
studies [69] [66]. The mechanism of electrochemical polymerisation proceeds via the charged 
Page | 82  
 
species being produced by oxidation of the monomer at the anode. Polymerisation then 
proceeds via a complex combination of electrochemical and chemical reaction that depends 
on the conducting polymer. 
In general, during monomer oxidisation, electron transfer is much faster than diffusion 
of the monomer, so there is a high concentration of radicals formed at the electrode surface.  
Two radicals couple to form a dimer after re-aromatisation. The dimer can then go on to form 
a radical cation, the radical combination reaction is repeated and the chain grows until the 
polymer becomes insoluble in the electrolytic solution and precipitates onto the electrode 
surface. This is shown in more detail in Figure 3.17 in Section 3.2.4.2. 
PEDOT, the conducting polymer of choice, has a very high conductivity (~ 300 Sm-1), a 
very high stability in its oxidised form, good environmental stability, high transparency [70], 
low oxidation potential, relatively low band gap [71] [72], and good chemical and 
electrochemical properties [73].  Mixed electronic and ionic conductivity means that it can be 
successfully used as an ion-to-electron transducer [41]. 
The substitution of H by O-electron donor on position 3 and 4 significantly lowers the 
oxidation of EDOT compared to thiophene [73], making it more suitable for use in aqueous 
environments where the potential window is defined by the redox potential of water. 
 
Figure 3.14 – Chemical structure of (a) Thiophene and (b) EDOT. 
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Bobacka [41] studied the influence of PEDOT as a solid contact on the potential 
stability of ISEs and found that the high redox capacitance of the ion-to-electron transducer 
stabilised the electrode potential. It was also observed that the potentials recorded for ISEs 
based on PEDOT were less sensitive to O2 and CO2 (pH changes) compared to PPy [74]. PEDOT 
doped with PSS was used to successfully fabricate ISEs sensitive to K+ [41] [74], Na+ [75] and 
Ca2+ [55]; as well as for other non-biological ions such as aromatic cations and silver. 
3.2.4.2 Synthesis and Growth Mechanism of PEDOT 
PEDOT can be synthesised via three methods: oxidative chemical polymerisation, 
electrochemical polymerisation and transition metal-mediated coupling of EDOT derivatives. 
Only electrochemical polymerisation will be considered here given that the dimensions of the 
microgripper tip, where the electrode is situated, make the other two methods incompatible.  
Different electrochemical techniques can be used; for example, cyclic voltammetry 
(CV), chronoamperometry (CA) and chronopotentiometry [76], all of which use small amounts 
of monomer and take relatively short times for polymerisation, making them very cost 
effective. 
Electrochemical deposition of PEDOT in organic media (usually acetronitrile) is more 
common due to the sparing solubility of PEDOT in aqueous solutions. In this case, solutions 
containing LiClO4 [77], tetrabutylammonium perchlorate (TBAP) [78], or tetrabutylammonium 
hexafluorophosphate (TBAPF6) [79] are used as dopants. However, due to the biological 
application of the microgripper sensor device, aqueous deposition is more suitable. 
Additionally, Yang et al [80] synthesised PEDOT galvanostatically from an aqueous solution 
containing poly(acrylic acid) (PAA) and found that the resulting nanofibril structure had lower 
electrical impedance due to the high surface area, which is better for the operation of ISEs. 
EDOT/PEDOT is water insoluble/partially soluble (2.1 gL-1 at 20 0C) and infusible in 
neutral and doped forms [81]. The insolubility is overcome by including PSS during 
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polymerisation, which is a water soluble polyelectrolyte that acts as a charge-balance dopant 
[70] [73]. The chemical structure of the resulting film is shown in Figure 3.15. 
 
Figure 3.15 – Chemical structure of PEDOT doped with PSS. 
The experimental parameters of the electropolymerisation of PEDOT greatly affect the 
surface morphology and detailed studies have been undertaken to assess these [82]. Aprotic 
solvents tend to yield smooth surfaces, while with aqueous solvents the opposite is true. It was 
observed however, that a rough PEDOT surface produced ISE devices with a more stable 
response. This, coupled with the fact that the fabrication route of the electrode formation at 
the microgripper tip yielded a rough surface of gold, made depositing a smooth PEDOT surface 
unrealistic, as well as undesirable, hence aqueous solution polymerisation was carried out. 
Figure 3.16 shows the CV of the electropolymerisation of PEDOT doped with NaPSS. 
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Figure 3.16 – CV of the electropolymerisation of EDOT showing the first cycle’s nucleation loop. 
In the first cycle there is a peak at 0.6 V, which is the oxidation of the EDOT monomer. 
At this point EDOT loses an electron and forms a reactive radical intermediate (Figure 3.17, 
step 1). This then reacts immediately with an available EDOT monomer to form a dimer species 
(Figure 3.17, step 2). As the potential is swept to -0.7 V, the dimer structure is reduced to give 
the charge stable form (Figure 3.17, step 3). As the cycles progress, more and more EDOT 
monomers are added to the polymer chain resulting in the formation of PEDOT (Figure 3.17, 
step 4). As the number of cycles increases an additional peak is seen around -0.2 V which is the 
oxidation of PEDOT (a redox active analyte in its own right). As the PEDOT layer gets thicker 
(hence the PEDOT concentration increases), the peak current increases. 
As the chain grows, the polymer becomes insoluble in the electrolytic solution and 
deposits onto the electrode: this is known as nucleation. The occurrence of this can be seen in 
the CV trace where it crosses itself on the return scan, known as the nucleation loop, and is 
shown more clearly in the insert of Figure 3.16. 
Page | 86  
 
 
Figure 3.17 – Reaction scheme of the polymerization of EDOT to PEDOT. 
3.2.4.3 Ion Selective Membrane Components 
There are four main components in the ISM, and the nature and concentration of 
these components have a great effect on the characteristics of the sensor. An ISM generally 
contains: a polymer matrix; an ionophore (active recognition/sensing element that can be 
charged or neutral); a plasticiser (also known as the membrane solvent: it sets the membrane), 
and a lipophilic additive salt (also known as an ionic site: this has the opposite charge to the 
measured ion to ensure charge neutrality). 
The most common membrane composition for an ion selective membrane where 
there is a PVC polymer type base containing an ionophore is, 33 wt% PVC, 66 wt% plasticiser, 
1 wt% ionophore and a small amount of membrane additives [10] [30]. 
PVC is a common material for the polymer matrix as it gives the membrane mechanical 
strength and structural integrity. Polyurethane (PU) is also common due to its enhanced 
biocompatibility and adhesive property [83]: however, the detection limits tend to be poor 
[84]. 
The ionophore is an electron rich complexing compound that carries a specific ion; it 
can be an ion exchanger (charged) or neutral macrocycle with cavities to surround the target 
ions. The ionophore is considered the most important component as it is responsible for the 
selectivity and sensitivity (which is dependent on the binding constants of the ionophore and 
target ion) of the ISE. If the ionophore has a higher affinity for the target ion, then it will have a 
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higher selectivity towards that ion, as long as the complexation is reversible. Ions are 
transferred through the membrane via carrier translocation [85]. Natural and synthetic 
ionophores have been used extensively. Natural ones include valinomycin (K+) [86], nonactin 
(which complexes with alkyl actions; the highest affinity is for K+, Na+ and Rb+, and then for 
NH4
+ and Tl+) [87] [88], ionomycin (Ca2+) [89], nigericin (H+, K+ and Pb2+) [90] and monensin (Li+, 
Na+, K+, Rb+, Ag+ and Tl+) [91]. These are shown in Figure 3.18.  
 
Figure 3.18 – Chemical structures of the more common naturally occurring ionophores [92]. 
However, natural ionophores often have limited selectivity, and so specifically 
designed synthetic ones are occasionally used instead [93]. Valinomycin is the exception to 
this, and is still one of the more common ion selective ionophores used for the selective 
sensing of potassium. Figure 3.19 shows the more commonly used synthetic calcium and 
sodium ionophores. 
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Figure 3.19 – Chemical structures of the more common synthetic calcium and sodium ionophores [92]. 
The plasticiser is used to increase the plasticity of the membrane by reducing the glass 
transition temperature, Tg, of the polymer to below room temperature (i.e. it converts a brittle 
polymer into a soft flexible elastomer). The plasticiser also increases the dielectric constant of 
the polymer membrane, although no definitive correlation has been made between this 
membrane dielectric constant and its performance [94]. Ideally the plasticiser should be inert, 
in that it does not form complexes with the ions. It also needs to be able to dissolve the 
ionophore and ionic sites to ensure homogeneity within the polymer matrix. The main issue 
with plasticised membranes is that leaching is a problem; careful choice of plasticiser is 
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therefore important as leaching affects the ISE performance. Common plasticisers include 
adipates, phthalates, sebacates and phenyl ethers [94]. 
The lipophilic active sites are used as ion exchangers. They greatly improve the ISE 
response time, stability, reproducibility and selectivity, as well as lowering the electrical 
resistance of the membrane (which is very important for microelectrodes) [95] and controlling 
potentioselectivity [96]. Without lipophilic active sites, membranes do not respond to the 
changes in concentration of the ion of interest [97]. Initially, cationic salts (such as tetraphenyl 
borate) were added to cationic ISE to reduce the anionic interference from lipophilic anions 
[98]. However, it was realised that they were also needed for counter ion primary ion 
responses in ionophore based potentiometric sensors. The most commonly used active sites 
are tetraphenyl borate salts for cation ISEs and tetraalkyl ammonium salts for anion ISEs [94]. 
The mole ratio of ionophore to active site in the ISM is an important parameter to 
control as it significantly influences the selectivity of the ISE [99]. It is also important that the 
membranes do not contaminate their boundary layers. However, realistically, membranes with 
less than perfect ion selectivity and perma-selectively do introduce contamination. 
It is also important to consider chemical interactions of the individual ISM components 
with each other, for example, ETH 5294 (usually used in mixed ionophore systems to detect 
potassium and calcium ions) decays photochemically, which initiates a singlet oxygen; in this 
case decomposition is facilitated by the presence of tetrakis(4-chloro phenyl) borate (TpClPB-) 
and tetraphenylborate (TPB-) ionic sites. 
Furthermore, the method of ISM deposition is also important as it has been observed 
that smooth films result in better ISE potentiometric characteristics [100]. 
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3.3 Device Fabrication 
The WE fabricated at the tip of the microelectrode was made into an ISE via two steps: 
firstly a layer of PEDOT was deposited, via electropolymerisation, onto the gold surface, and 
then a layer of PVC based ISM was drop cast to encapsulate the PEDOT. 
Cyclic voltammetry (CV) and chronoamperometry (CA) were undertaken using a 
potentiostat (Ivium CompactStat). A solid Silver|Silver Chloride electrode was used as the 
reference electrode (RE) and a platinum flag electrode was used as the counter electrode (CE). 
The gold electrode fabricated into the microgripper design was used as the working electrode 
(WE). All measurements were carried out in a 3-electrode cell arrangement with the RE fed 
through the upright of the RP holder to maintain a constant distance between the RE and WE. 
All chemicals, purchased from SigmaAldrich, were of analytical grade and were used without 
further purification.  
3.3.1 Analysis of Bare Gold Electrode 
Although the geometric area of the electrode was accurately known from the 
fabrication process (1400 µm2), the roughness of the surface due to the electroplating process 
was not considered. The electroactive working area of the electrode was determined using 
chronoamperometry.  
Potassium ferricyanide was used as it has a well-documented stable potential. 0.05 M 
K3Fe(CN)6 + 0.25 M KNO3 (aq) was the electrochemical solution, the potential was stepped 
between  -0.2 and 0.28 V (above and below the redox potential of the ferricyanide ion). The 
potentials were held for 30 s and the resulting current was measured; this is shown in Figure 
3.20. 
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Figure 3.20 – Chronoamperometry plot in a solution of 0.05 M K3Fe(CN)6 + 0.25 M KNO3 (aq) used to determine the 
electrode surface area.  
The resulting steady state currents above the redox potential were averaged, yielding 
value of 0.240 ± 0.003 µA.  Using the Cottrell equation (Equation 3.22),  
 
Equation 3.22 
where n = 1; F = 96485 C mol-1; Cbulk = 0.050 ± 0.001 M; t = 30 s; and D = 0.073 ± 0.011 m
2 s-1 
[101]; the value for the electroactive surface area of the WE at the microgripper tip was 
calculated as 1800 ± 20 µm2. It should be noted that the Cottrell equation is generally used to 
analyse electrodes with strictly planar geometries with a well-defined boundary, for example 
atomically smooth metal discs [1]. Real electrode surfaces are rarely smooth, as is the case of 
the bare gold electrode at the tip of the microgripper device, and many electrochemical 
techniques can only determine the geometric surface area, sometimes known as the projected 
area, which does not take the surface roughness into account. However, in the case of the 
electroactive surface area of the microgripper electrode determined using 
chronoamperometry, there is a difference of 23 % from the known geometric surface area. 
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The surface area determined by the Cottrell equation is more accurately defined as the cross-
sectional area of the diffusion field, which in most cases is the planar, unrestricted, projected 
area where the electronically conducting phase is in contact with the solution. However, in the 
case of the microgripper electrode, it is the SU8 walls that make up the scoop of the 
microgripper tip that define the shape and size of the diffusion layer, not the electrode itself. 
This would explain the overestimation of the electrochemical working area of the electrode 
using chronoamperometry as the projected surface area would be much greater.  
AFM data collected on the surface area difference between the geometric surface area 
and the predicted surface area taking the surface roughness into consideration was 15 %. This 
is lower than that determined by electrochemical analysis, further indicating that the 
electrochemically defined electroactive area is determined by the shape of the tip 
(confinement by the SU8 sidewalls). However, it should be noted that the AFM data does not 
take the surface roughness of the electrode sidewalls into account. Figure 3.21(b) shows the 
effect that etching the gold electrode has on both the top surface and the sidewall. It can 
clearly be seen that there is pitting of the sidewall, which would not be included in the AFM 
calculations. Therefore, the actual surface area of the WE at the microgripper tip will likely 
reside somewhere within the range of 1610 – 1800 µm2, though more likely closer to the 
bottom end of that range, but the electroactive area (which will define the electrode 
behaviour) is 1800 ± 20 µm2. 
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Figure 3.21 – SEM images showing the sidewall and top of the electrode (a) before and (b) after etching.
1
  
 As mentioned previously, the definition of a microelectrode is one whose surface is 
smaller than the scale of the diffusion layer and/or there is one dimension in the micron scale. 
With all the dimensions of the WE at the microgripper tip, and those of the microgripper tip 
itself, being in the micron scale, one would expect this electrode to behave as a 
microelectrode. Additionally, the fact that the microgripper tip scoop dimensions ensure that 
the diffusion layer is greater than the surface area also indicates that this electrode should 
behave as a microelectrode. Cyclic voltammetry was used to verify this, the resulting 
voltammogram in a solution of 0.05 M K3Fe(CN)6 + 0.25 M KNO3 (aq) showing the plots at 
different scan rates is shown in Figure 3.22. 
                                                          
1
 Thanks to Dr. Mark Rosamond for the use of this figure. 
(a)
(b)
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Figure 3.22 – CV of electrode in 0.05 M K3Fe(CN)6 + 0.25 M KNO3 to determine electrode response. 
The Sigmoidal shape that is characteristic of a microelectrode can clearly be seen. 
Additionally, the steady state current is independent of scan rate, again indicative of a 
microelectrode. At faster scan rates, slight capacitive peaking is observed; this is due to the 
fact that at faster scan rates the diffusion layer has more linear characteristics than radial 
ones, so mixed zone behaviour is observed, where the electrode behaves as both a micro and 
a macro electrode. 
3.3.2 Preparation of PEDOT Film 
The sodium poly(styrene sulfonate) (NaPSS) doped PEDOT layer was deposited via 
electropolymerisation onto the gold WE following the set up described below. 
0.01 M EDOT + 5 mg/mL NaPSS (aq) (mixed by sonicating for 15 min, followed by 
3 hours stirring) was deaerated with argon for 5 min. A 3 electrode set up was used to apply a 
cycling potential between -0.7 – 1.0 V at a scan rate of 50 mVs-1 for 10 cycles. The layer was 
then rinsed with deionised (DI) water and left to dry for at least 5 hours. 
The resulting film had a fibril texture as shown in Figure 3.23. 
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Figure 3.23 – Image of the microgripper tips showing the fibril texture of the PEDOT deposition onto the electrode. 
The concentration of EDOT in solution affects the structure of the deposition of 
PEDOT; for example, higher concentrations of EDOT at the electrode cause a faster rate of 
polymerisation, so an over deposition can occur (seen in Figure 3.24(c)). However, the shape of 
the microgripper scoop counteracts this effect slightly, as the diffusion of EDOT to the 
electrode surface is limited spatially, slowing down the rate of polymerisation. Another 
consideration is the scan rate; if too slow, diffusion of the radical EDOT from the gold electrode 
means this EDOT radical can react with the uncapped SU8 chains, depositing on the 
microgripper scoop (seen in Figure 3.24(b)) instead of the electrode.  
50 µm
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Figure 3.24 – SEM images of PEDOT at microgripper tip showing (a) the correct deposition of PEDOT onto the 
electrode; (b) deposition of PEDOT onto SU8 and not the electrode; (c) over deposition of PEDOT and (d) the over 
deposition of PEDOT after ISM deposition showing a burst air bubble. 
It is more difficult to deposit the ISM properly on devices where PEDOT has been over 
deposited, as air bubbles can be trapped, causing an instable interface (due to lack of direct 
contact between the electrode and PEDOT) and/or membrane rupture on submerging into a 
solution (Figure 3.24(d)). 
3.3.3 Ion Selective Membrane Deposition onto the Microgripper Electrode 
The ion selective membranes for the various ion selective electrodes were made up 
with compositions as shown in Table 3.2. Three different ionophores, which are tailored to be 
most selective towards the ion of interest in the cell media environment, were used for the 
three different ion sensors.  
(a) (b)
(c) (d)
Page | 97  
 
A total weight of 200 mg of ISM components were measured and dissolved in no more 
than 3 ml of THF. The mixture was then stirred for 1 hour and the solution stored at 5 0C when 
not being used. 
Table 3.2 – Ion selective membrane components made up to a total of 200 mg in 3 ml of tetrahydrofuran (THF). 
Membrane component Chemical  Quantity / % wt 
Base membrane Poly(vinyl chloride) (PVC)  32.6 
Plasticiser o-Nitro phenyl octyl ether (o-NPOE)  65.6 
Ionophore ETH 1001 (Calcium ionophore I)  
Sodium ionophore X 
Valinomycin 
Ca2+ ISE 
Na+ ISE 
K+ ISE 
1.3 
Ionic Site Potassium tetrakis (4-chlorophenyl) 
borate (KTpClPB) 
 0.5 
 
The ISM solution was drop cast onto the electrode at the microgripper tip using the 
CellEctor on loan from MMI2. The CellEctor was equipped with a 30 µm capillary that was 
capable of precise deposition of small volumes of solutions. The CellEctor is shown in Figure 
3.25. 
  
Figure 3.25 – Image of the Cellector Plus [102]. 
                                                          
2
 MMI is a company based in Zurich which supplies innovative cell finding and sorting systems for ultra-
precise preparation of biological samples from tissue, cell cultures or cell suspensions to a target market 
of life and material science related fields; mainly molecular pathology, drug discovery, medical 
diagnostics, food and environmental analytics. 
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Using the CellEctor in the reverse method that it has been built for, it was possible to 
deposit small volumes (0.5 - 1 µl) very accurately onto a substrate. The Cellector was therefore 
utilised to drop cast the ISM dissolved in THF into the SU8 ‘scoop’ at the microgripper tip.  
To reduce the evaporation rate of the THF from the ISM solution while it was within 
the deposition capillary, a saturated atmosphere of THF was maintained around the ISM 
solution. This was achieved by placing 2-3 µl of THF above and below the ISM solution in the 
capillary. This is shown schematically in Figure 3.26. This THF atmosphere ensures that the ISM 
does not set within the capillary. The top layer of THF is required as the residual pump oil left 
on the walls of the capillary contaminates the ISM layer. 
 
Figure 3.26 – Schematic representation of the deposition capillary. 
During deposition the capillary was placed within the scoop at the microgripper tip, 
taking care that once in touch with the electrode surface the capillary was not moved laterally 
as this scrapes away the PEDOT layer. The THF solution at the tip of the deposition capillary 
was expelled first, wetting the electrode. This dried almost instantaneously under the heat of 
Pump oil
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the microscope. The ISM solution was then deposited and the capillary immediately removed. 
This needed to be be done rapidly otherwise the ISM layer would be removed on retraction of 
the capillary, as with time the ISM would set onto the tip of the capillary. The microgripper tip 
was left on the microscope for several minutes to ensure the membrane had set. It was then 
left to dry overnight to ensure all the THF had evaporated from the layer. 
The ISM layer was checked optically to ensure that the microgripper tips were not 
fused (as in Figure 3.27(e)). However, occasionally the scoop at the microgripper tip was 
completely filled (as in Figure 3.27(d)). This not only affected how well the microgripper 
manipulates the cell, but also thick membrane depositions have a poor Nernstian response, as 
well as having poor detection limits [103]. Unfortunately this could not be observed using an 
optical microscope before use and SEM imaging was found to be destructive. Early prototypes 
suffered greatly from this type of membrane deposition; however, with the refined process 
described above this effect was very rare. Membranes that were deposited successfully 
(acceptable tolerances are shown in Figure 3.27 (a-c)) all showed similar Nernstian responses, 
detection limits and response times even though the surface morphology differed slightly. This 
is shown in more detail in Section 4.3.2.1. 
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Figure 3.27 – SEM images of ISE devices with different ISM depositions: (a)-(c) Acceptable ISM deposition; (d) one 
tip coated and (e) both tips fused together. 
3.3.4 Conditioning 
Initial conditioning of an ISE is very important, though there is a lack in intensive 
research in how differing conditions affect the electrode response. Freshly prepared 
electrodes are generally conditioned in a relative concentrated primary ion solution (≥ 10-3 M), 
most often in an open circuit arrangement overnight. 
Some more recent work [104] suggests conditioning in solutions containing the main 
interfering ions helps to lower the detection limits of the ISE in mixed solutions by avoiding the 
ion exchange effects seen when there is a high concentration of interfering ions in the sample 
solution. However some reports have observed poisoning effects of the ISM when exposed to 
these interfering ions for extended periods of time, especially for ASSISE type arrangements.  
Planar sensors are very sensitive to transmembrane fluxes of H2O, CO2 and O2 and 
require longer conditioning times, however these planar sensors are also very susceptible to 
leaching of membrane components and formation of a water layer at the conducting 
polymer|ISM interface when overconditioning occurs [105]. 
(a) (b) (c)
(d) (e)
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The devices used in this work were conditioned in 0.1 M solutions of the primary ion in 
an open circuit arrangement overnight.  
3.4 Chapter Summary 
The first section of this chapter covered the thermodynamics and kinetics for the 
voltammetric and amperometric techniques used as analysis tools in the characterisation of 
the bare gold electrode, specifically cyclic voltammetry and chronoamperometry. Additionally, 
the thermodynamics of ion selective electrode potentiometry were considered. 
The second section of this chapter discussed the electrochemical sensor technology 
used in this project; specifically the development of conventional liquid ISEs and ASSISEs, and 
their components. Conventional liquid ISEs in clinical applications account for more than a 
billion of blood electrolyte analysis systems in the in vitro diagnostic sensor market. These 
macro-sized ISEs have sensing surface areas around 3 – 100 mm2. With the success of these 
conventional liquid ISEs in many applications the motivation behind the development into 
ASSISEs is sometimes unclear, especially as literature indicates that currently their response 
behaviour, stability, life time and reproducibility is not yet comparable with conventional ISEs 
[106]. The major advantages of ASSISEs is that they are relatively maintenance free, easy to 
miniaturise, robust and cost-effect to manufacture. Many ASSISEs are compatible with MEMS 
fabrication techniques, which has the additional advantage of providing mass-produced 
sensors and sensors arrays that can be integrated with the measuring, data acquisition and 
control electronics [107] [108].  
The main challenge in the design of ASSISEs was in interfacing the electrical conductor 
with the ion-conducting ISM. PEDOT was used as the ion-to-electron transducer as conducting 
polymers have been shown to behave well in this role due to their electronic and ionic 
properties. Additionally, PEDOT has a low sensitivity to O2 and CO2, which is important due to 
the aqueous environment the microgripper sensor devices must operate in. The ISM, made up 
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of four components, determines the sensitivity and selectivity of the ISE. The choice of 
components was important as each one had a different role, which should not interfere with 
that of any of the other components. The choice of ionophore was particularly important as it 
alone determined the selectivity of the device.  The components of the ISM are given in Table 
3.2. 
The final section of this chapter presented the characterisation of the bare gold 
electrode fabricated at the tip of the microgripper, and detailed the fabrication process by 
which it was made into an ASSISE. The characterisation of the electrode was important as it 
defines the diffusion layer associated with it, and therefore determines the response 
behaviour. An electrode is classed as a microelectrode if that electrode either has one 
dimension in the micron range and/or is smaller than the diffusion layer. The gold electrode 
fabricated at the microgripper tip had an active surface area of 1800 ± 20 µm2, inferring that it 
should be classed as a microelectrode. This conclusion was confirmed by the plot shape of a 
cyclic voltammogram, which showed sigmoidal behaviour. 
The concentration of EDOT and the scan rate that the CV technique was run at were 
both carefully controlled to ensure that a fibril PEDOT film was produced, that had not reacted 
with the SU8 polymer of the microgripper. The thickness of the film could be monitored by 
observing the steady state current at the redox potential of PEDOT to ensure that each device 
was fabricated identically. The ISM was drop cast onto the PEDOT layer using a CellEctor. Using 
this technique the volume of the ISM could be controlled. However, it was difficult to 
identically reproduce the surface morphology and thickness between devices. 
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4.0 CALIBRATION AND CHARACTERISATION OF THE 
MICROGRIPPER SENSOR DEVICE 
This chapter focusses on testing the microgripper sensor devices. The devices are 
calibrated and characterised in controlled solutions; characterisation includes the 
determination of the detection limits, response times, selectivity coefficients, potential drift 
and hysteresis measurements.  
There is a growing need for a sensor device that is produced via cost effective 
manufacturing and that can work without, or with minimal, calibration for analysis in minute 
volumes. Most research concentrates on developing single use planar ion selective electrodes 
(ISEs) to achieve this. Many research groups have developed multifunctional sensing devices 
for biological and chemical analysis [1] [2] [3]; point of care testing [4]; clinical and forensic 
analysis [5] [6] and molecular diagnosis and drug delivery [7] [8]. 
To be capable of in vivo monitoring the device needs to be sterilisable and all the parts 
of the sensor must be biocompatible; the sensors must also operate with excellent stability in 
that there must be negligible potential drift within the experiment’s time frame. 
4.1 Calibration 
The calibration plot displays the ISE cell potential against the logarithm of the ionic 
activity of the analyte of interest. For historical reasons the measured potential is typically 
referred to as the electromotive force (EMF). It is important that, during calibration, constant 
ionic strength is maintained as the activity of the analyte, when determined from its 
concentration, is dependent on the ionic strength of the whole solution.  A typical calibration 
plot is shown in Figure 4.1. 
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Figure 4.1 – Typical calibration plot of an ISE. 
The linear range is defined as the part of the calibration curve where the data points 
do not deviate from linearity by more than 2 mV [9]. This is the useful working range of the ISE 
sensor as the linear relationship between the analyte concentration and EMF can be used to 
quantify the concentration of unknown solutions. The source of this limited working range for 
neutral and charged carrier based polymeric membranes is related to minor ionic fluxes across 
the membrane [10] [11]. The total measuring range includes the linear range plus the upper 
and lower curved portions. The upper curve occurs due to interference of the ISE response to 
the analyte of interest by the anions in the calibration solution. The lower curve occurs 
because the ISE response to the changing activity of the analyte of interest is altered by the 
presence of interfering ions in the calibration solution. With an increase in the interference of 
these interfering cations (or anions) with the ISM, the curve will begin at a higher (or lower) 
concentration. While unknown samples can be measured in this range, a highly accurate and 
repeatable calibration plot is required. 
If the ISE is behaving ideally (i.e. the membrane fully discriminates the primary ion), 
the electrode response follows Nernstian behaviour. However, in reality, interfering ions 
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compete with the primary ion, and are extracted into the membrane. This means that the 
potential of the ion selective membrane (ISM) is governed by both the activity of the ion of 
interest and the interfering ion. This causes deviation from the expected Nernstian electrode 
response. The Nicolsky-Eisenman equation (Equation 4.1), a modification of the Nernst 
equation, accounts for the selectivity of the membrane and is a more accurate representation 
of the electrode behaviour. 
 
Equation 4.1 
where E is the measured EMF (V);  
E0 is the standard electrode potential (V);  
R is the gas constant (J K-1 mol-1);  
T is the temperature (K);  
zi and zj is the valency of the ion of interest and the interfering ion respectively;  
F is Faraday’s constant (C mol-1);  
ai is the activity of the ion of interest;  
   
   
 is the selectivity coefficient;  
aj is the activity of the interfering ion. 
4.1.1 Flow Cell 
A flow cell was specially designed around the L-shaped microgripper holder. This is 
shown in Figure 4.2. There is space underneath the microgripper to include a magnetic stirrer 
bar which, coupled with the offset liquid inlet and outlet, allows for effective mixing. 
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Figure 4.2 – Specially designed flow cell to incorporate L-shaped microgripper holder. Insert shows tubing within 
which the reference electrode was fed. 
The flow cell is used in the set up of the constant dilution technique used to calibrate 
the ion selective electrodes (ISEs). An Aladdin syringe pump is connected to the flow cell within 
which the ISE and the solid silver-silver chloride reference electrode (RE) are contained. An 
Ivium potentiostat was used in potentiometry mode to record the voltage between the ISE and 
RE at set time intervals suitable for the investigation. 
Starting with a solution containing the analyte of interest, A, at a concentration C0 that 
is diluted by a solution that does not contain analyte A, the concentration of analyte A at any 
time point can be calculated as follows. 
Assuming that in a well mixed cell the rate of accumulation = rate in – rate out + 
generation: 
 
Equation 4.2 
Rearranging Equation 4.2 gives: 
Flow in
Flow out
RP holder
Microgripper
sensor device
Connecting 
pins
Flow cell 
(V = 5 ml)
Tube for 
reference 
electrode
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Equation 4.3 
Integrating Equation 4.3 gives: 
 
Equation 4.4 
Rearranging Equation 4.4 to calculate the concentration gives: 
 
Equation 4.5 
where C is the concentration of analyte A at time t (M);  
C0 is the initial concentration of analyte A (M);  
t is the time (s);  
t0 is the time when dilution started (s);  
q is the flow rate of the dilutent (mL s-1); 
V is the volume of the flow cell (mL).  
Equation 4.5 is used assuming that there is a constant volume within the flow cell and 
a constant flow rate of electrolyte through the flow cell. It is therefore important that the flow 
cell is completely sealed, as any leakage will affect both the volume and the flow rate 
parameters. 
4.2 Characterisation 
4.2.1 Detection Limit 
The detection limit is defined as the concentration at which the extrapolated linear 
mid-range and final low concentration portions of the calibration plot cross, as indicated in 
Figure 4.1 [12]. The reliability of the detection limit determined via this method depends on 
the standard deviation of a single potential measurement, the number of data points in the 
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linear sections and the concentration range used. It is also important to remember that 
experimental conditions (such as composition of the solution, preconditioning of the ISEs, 
stirring rate and temperature) can affect the detection limit. These conditions should be stated 
when stating the detection limit for a specific device. Generally detection limits are in the 
order of 10-5 – 10-6 M for most ISEs unless specific modifications have been made (as 
mentioned previously) to enhance them. 
4.2.2 Response Time 
The response time is defined as the time which elapses between the instant when an 
ISE is brought into contact with the analyte and the first instant at which the slope of the EMF 
against time plot (ΔE/Δt) becomes equal to a limiting value [12]. 
Another definition is that it is the time taken to achieve 95% of the change of potential 
when an ISE is placed into an analyte solution and it reaching its maximum potential. While 
this can underestimate response times with small potential spans, it is often more practical in 
non-static environments. As the microgripper sensor devices are being used to measure 
changes in analyte activity (i.e. a non-static system) this method is more relevant to this work. 
4.2.3 Selectivity Coefficients 
The selectivity coefficient defines the ability of an ISE to distinguish the analyte of 
interest from others, known as interfering ions [12]. The smaller the value of the selectivity 
coefficient the greater the electrode’s preference is for the analyte of interest; in general a 
negative value indicates the preference of the ISE to the analyte of interest and a positive 
value indicates the preference of the ISE to the interfering ion. There are three main methods 
for determining the selectivity coefficient of an ISE: fixed interference method, separate 
solution method and matched potential method [13].  
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4.2.3.1 Fixed Interference Method 
The fixed interference method’s main advantage over the separate solution method is 
that it is deemed generally more accurate for a larger variety of systems, giving coefficients 
that translate fairly well to many observed selectivity performances. However, it cannot 
account for multiple ion-ion interactions, and so can be a poor match in performance for many 
physiological fluids that contain multiple ions (for example, serum and blood) [13] [14]. 
The selectivity coefficient is determined as follows. The EMF of a cell containing the ISE 
and a RE is measured for a solution containing a constant activity of interfering ion, aB, and 
varying the activity of the analyte of interest, aA. This can be done using the same constant 
dilution technique used to determine the calibration plot described previously, but where the 
analyte of interest is diluted at a constant rate by the interfering ion. In this case the initial 
concentration of the interfering ion should be the same as the analyte. The intersection of the 
extrapolated linear portions of this plot determine the limiting value of aA used to calculate the 
selectivity coefficient from the Nickolsky-Eisenmann equation, as shown in Figure 4.3: 
 
Equation 4.6 
where    
   
 is the selectivity coefficient;  
aA is the limiting activity of the analyte of interest;  
aB is the activity of the interfering ion;  
zA is the charge of the analyte of interest; 
zB is the charge of the interfering ion. 
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Figure 4.3 – Schematic of the plot for determining the selectivity coefficient using the fixed interference method. 
The fixed interference method of determining the selectivity coefficient gives a 
dynamic selectivity coefficient value that is dependent on experimental conditions, such as the 
flow rate and cell geometry, though the data generated is generally accepted to be more 
accurate [9]. 
4.2.3.2 Matched Potential Method 
This method does not depend on the Nicolsky-Eisenman equation; instead the 
selectivity coefficient is determined as the ratio of the activity of the primary and interfering 
ions that give the same EMF under identical conditions [15]. The selectivity coefficient is 
determined as follows. A solution of known activity of the primary ion is added to a reference 
solution of primary ions of known activity, and the corresponding change in potential is 
recorded. A solution of interfering ions is then added to a reference solution of primary ions of 
the same activity as previously until the corresponding change in potential equals that 
measured for the primary ion. The selectivity coefficient is then calculated using the following 
equation: 
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Equation 4.7 
where    
   
 is the selectivity coefficient;  
  
  is the activity of the primary ion in the reference solution; 
aA and aB are the activities of the primary and interfering ions required to measure the 
same change in potential. 
4.2.3.3 Separate Solution Method 
The selectivity coefficient is determined as follows. The EMF of a cell containing the ISE 
and a RE is measured for two separate solutions. One containing the analyte of interest with 
activity aA but no interfering ion; and the other containing the interfering ion of the same 
activity (i.e. aB = aA) but contains no analyte of interest. The selectivity coefficient is then 
calculated from the equation: 
 
 
Equation 4.8 
where    
   
 is the selectivity coefficient;  
EA and EB are the potentials of the analyte of interest and interfering ion respectively 
(V);  
zA and zB are the valencies of the analyte of interest and interfering ion respectively;  
F is Faradays constant (C mol-1);  
R is the gas constant (J K-1 mol-1); 
T is the temperature (K). 
4.2.4 Potential Drift and Hysteresis 
Potential drift is determined as the slow non-random change of EMF with time of an 
ISE in a solution of constant composition and temperature [12]. Most publications simply state 
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that an ISE with high stability is desirable. A specific value of what high potential stability 
relates to is seemingly dependent on the application in question. Long term measurements in 
implanted blood sensing devices indicate that high potential stability consists of a drift of less 
than 0.2 mV hr-1 [16]. 
Hysteresis is defined as the shift in EMF measured in a solution of a known 
concentration and that of a second measurement in the same solution after the ISE has been 
exposed to a solution of the same ion at a different concentration [12]. Hysteresis is generally 
in the direction of the concentration in which the ISE was previously exposed. Hysteresis is also 
referred to as electrode memory and is thought to be a kinetic process where the response is 
normally reversible when sufficient time is allowed for the system to return to its initial 
condition, as long as there is suitable bulk concentration of membrane components available. 
4.3 Microgripper Ion Selective Electrode Sensor Characterisation 
Concentration was converted into activity using the following equation: 
 
Equation 4.9 
where C is the concentration (M);  
γ is the activity coefficient (M-1); 
a is the activity of the analyte. 
The activity coefficients, which adjust for the non ideality of the electrolye solutions, 
were calculated using the extended Debye-Hückel equation [17]: 
 
Equation 4.10 
where γ is the activity coefficient;  
|z+z-| is the absolute product of valencies;  
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I is the ionic strength (M);  
A is a constant (0.5108 at 298 K); 
B and C are empirical parameters given in Table 4.1 [18]. 
Table 4.1 – Empirical parameters B and C for the electrolytes used in this study [18]. 
Electrolyte Empirical Parameter 
B C 
NaCl 1.4255 0.02626 
KCl 1.2796 0.00393 
CaCl2 1.5800 0.04570 
MgCl2 1.7309 0.05195 
 
The ionic strength was calculated using the following equation: 
 
Equation 4.11 
where I is the ionic strength (M);  
ci is the concentration of ion i (M); 
zi is the charge of ion i. 
4.3.1 Experimental  
All experiments were carried out at room temperature using chemicals obtained from 
Sigma Aldrich and were used without further purification. The ISE fabricated onto the 
microgripper device was used to record the potential against a solid silver|silver chloride 
reference electrode using an IVIUM potentiostat. The RE was attached onto the rapid 
prototyped (RP) holder to ensure that the distance between the electrodes remained constant 
throughout all experiments. 
All ISE calibrations were done using the flow set up described in Section 4.1.1. Ca2+ ISE 
calibrations were done with 0.1 M CaCl2 + 1 mM KCl solution. A 1 mM KCl solution was flowed 
through the system to dilute the concentration of calcium ions. A flow rate of 0.046 mL s-1 was 
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used for the multi-use device study, and 0.037 mL s-1 was used for the wafer comparison study. 
K+ ISE calibrations were done with 0.1 M KCl + 1 mM NaCl solution, diluted with a 1 mM NaCl 
solution at a flow rate of 0.0146 mL s-1. Na+ ISE calibrations were done with 0.1 M NaCl + 1 mM 
KCl solution, diluted with 1 mM KCl solution at a flow rate of 0.046 mL s-1. EMF measurements 
were recorded every 0.5 s using an IVIUM potentiostat. 
The Ca2+ ISE potential drift measurements were done in a static solution of 0.01 M 
CaCl2 using an unconditioned device, a conditioned device and a device that had already been 
used for calibration measurements (used device). EMF measurements were recorded every 
60 s using an IVIUM potentiostat. 
The Ca2+ ISE water layer tests were done with static solutions of 0.1 M CaCl2 and 0.1 M 
KCl. First the microgripper sensor device and RE was placed into a solution of 0.1 M CaCl2 and 
left for 5 hours. The solution was then changed for 0.1 M KCl and left for a further 9 hours. The 
solution was finally replaced by 0.1 M CaCl2 and left for 5 hours. EMF measurements were 
recorded every 60 s using an IVIUM potentiostat. 
All ISE hysteresis measurements were done with 0.1 and 1 mM solutions of the 
chloride salt of the analyte of interest. The potential was recorded in a static solution at a 
concentration of 0.1 M until it stabilises, then the solution was removed and replaced with a 
1 mM one. Once the plot had restabilised, the solution was replaced with a fresh solution at a 
concentration of 0.1 M. EMF measurements were recorded every 60 s using an IVIUM 
potentiostat. 
The Ca2+, K
+ and Na+ ISE response time experiments were carried out in a static 
background of 1 mM KCl, NaCl and KCl respectively. A 1 ml drop of 0.01 M solution of the 
analyte chloride salt was added onto the microgripper sensor and the resulting response 
recorded. EMF measurements were recorded every 0.1 s using an IVIUM potentiostat. 
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All selectivity studies were carried out using the fixed interference method using the 
flow cell set up described in Section 4.1.1. A 0.1 M solution of the chloride salt of the analyte 
of interest was diluted with a 0.1 M salt of the chloride salt of the interfering ion. For the Ca2+ 
ISE selectivity studies a flow rate of 0.046 mL s-1 was used; and for the K+ and Na
+ ISEs a flow 
rate of 0.037 mL s-1 was used. EMF measurements were recorded every 0.5 s using an IVIUM 
potentiostat. 
4.3.2 Ca2+ Ion Selective Electrodes 
4.3.2.1 Calibration 
Figure 4.4 shows the calibration plots of a single microgripper sensor device repeated 
several times over several days. The device was calibrated three times immediately after one 
another, and then left in 0.1 M CaCl2 conditioning solution overnight before repeating. This 
was done for three consecutive days. 
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Figure 4.4 – Ca
2+
 ISE device multi use study (the black line on each trace indicates and in some cases exaggerates 
the linear portion). 
It can clearly be seen from Figure 4.4 that the calibration response from the device 
changes dramatically with each use. Between runs 1, 2 and 3 (the calibration repeats done 
immediately after one another) a large decrease in the slop of the linear portion of the plot 
can be seen. This indicates the electrode is deviating further from ideal behaviour (ideal 
behaviour for a divalent ion is a slope of 29.5 mV per decade). Overnight conditioning seems to 
reverse the response near to its original behaviour, indicating that there is a dramatic loss of 
the Ca2+ ions during the calibration process, which are re-incorporated into the ISM during 
conditioning. A similar pattern is seen between the consecutive runs on day two (runs 4, 5 and 
6) as for day one. By day three (run 7), however, even conditioning overnight does not yield a 
similar response as for the first run. Interestingly, it does seem that the device itself is more 
stable to loss of ions between the consecutive runs (runs 7, 8 and 9), as similar slope responses 
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are observed, even though the absolute potentials are quite different. A summary of this is 
given in Table 4.2. 
It should be noted here that two of the runs (Run 1 and Run 4) gave greater than 
Nernstian slopes. This is likely due to a combination of factors. Firstly, that the ISM has a non-
smooth surface; and secondly a complex ion-pair association occurring between the analyte 
and ionophore. It has been observed that the differing complex stabilities can give rise to 
super- or sub-Nernstian responses [19]. 
Table 4.2 – Ca
2+ 
ISE device multi use study data. 
  Run 1 Run 2 Run 3 
Day one Slope / mV/dec 44 10.7 21.4 
(Red  Limit of detection / M 1.1 x 10-5 1.3 x 10-5 2.1 x 10-5 
traces) EMF at 0.01 M / mV -125.8 -167.9 -129.7 
     
  Run 4 Run 5 Run 6 
Day two Slope / mV/dec 53.6 15.6 13 
(Green Limit of detection / M 4.0 x 10-5 4.3 x 10-6 4.7 x 10-7 
traces) EMF at 0.01 M / mV - -62.9 -73.0 
     
  Run 7 Run 8 Run 9 
Day three Slope / mV/dec 15.3 21.2 20.9 
(Purple Limit of detection / M 3.2 x 10-5 2.5 x 10-4 3.3 x 10-4 
traces) EMF at 0.01 M / mV -67.8 -76.6 -80.1 
 
It is well known that small, planar sensors, like that of the microgripper sensors device, 
are quite delicate devices with fragile membranes of a few micrometres thickness, containing 
nanogram active components [20]. Delamination or perforation of membranes like this have 
been observed, which results in complete sensor loss. This is an unlikely scenario in the case of 
the data shown in Figure 4.4 as even the poorer electrode calibration plots still show near-
Nernstian behaviour responses. It is also possible to get dissolution of the membrane 
components into the sample solution over time; this in turn then changes the ionic 
site:ionophore ratio, resulting in an observed loss in selectivity and sensitivity, increased 
membrane resistance, worse detection limits and increased noise. While a loss is selectivity 
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cannot be commented on at this juncture, a loss in sensitivity is definitely seen. Additionally, 
there is a general trend in worsening detection limits with each repeat, as seen in Table 4.2. 
Even conditioning the devices overnight does not fully retain their original detection limit. It is 
likely, therefore, that this general decline in electrode response with repetition is due to 
leaching of the membrane components during the calibration process. 
Leaching has been observed in literature to be very significant when microfabricated 
electrodes are exposed to large solution volumes. Experimental evidence shows that less 
lipophilic salt derivatives, such as tetraphenyl borate ions (TPB-), are rapidly lost from carrier-
free PVC when first in contact with water [21]. It is unsurprising that this is the effect observed 
for the microgripper sensing device, even though tetrakis (4-chlorophenyl) borate ions   
(TpClPB-) are used within the ISM, which are slightly more lipophilic than TPB-. Additionally, it 
has been observed that adhesion strength between the sensing membrane and the solid 
support can deteriorate over time, once exposed to aqueous solutions [22], suggesting that, 
eventually, re-use of these devices would result in complete sensor loss. 
However, calibration does not have to be done for each device. As microfabrication 
can produce identical sensors, calibration of a limited number of devices from a batch should 
be adequate to characterise the response function of the whole batch [16]. The MEMS 
fabrication of the microgripper device, and hence the electrode at the tip, yields an almost 
perfect replication of devices across each wafer. The only slight difference between these 
devices is the surface area of the electrode, due to the metal etching process. This slight 
difference in electrode surface area of each device means that the electropolymerisation of 
EDOT is not identical. The current magnitude of the PEDOT redox peak observed in the cyclic 
voltammogram of the electropolymerisation process is directly proportional to the 
concentration of PEDOT present on the electrode (as shown in Equation 4.12).  
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Equation 4.12 
where n is the number of microelectrodes;  
F is Faraday’s constant (C mol-1);  
D is the diffusion coefficient (m2 s-1);  
C is the concentration (M);  
z is the ion valency; 
r is the electrode radius (m). 
Table 4.3, which summarises the responses of the different devices, records the steady 
state current for the PEDOT redox peak for each device. This shows that the changes in 
electrode surface area are small, as the steady state current (and hence the concentration of 
PEDOT deposited) only has a deviation of 12 %. It can therefore be concluded that the 
fabrication of the microgripper sensor device is identical up to the PEDOT deposition for all 
devices on a wafer.  
The ISM deposition, however, is much more varied. Given the lack of automation of 
the drop-deposition technique, there is a large difference in the membrane surface area, 
thickness and morphology between devices. Any differences between devices are therefore 
likely to be due to the membrane. 
Table 4.3 – 50 µm Ca
2+
 ISE comparison across a wafer study data. 
 PEDOT CV steady 
state current / 
µA 
Slope / mV/dec Limit of 
Detection / M 
Potential at 
0.1 M / mV 
Holder 2 0.13 18 6.7 x 10-5 -129 
Holder 3 0.11 15 1.4 x 10-5 -182 
Holder 4 0.10 12 2.4 x 10-6 -80 
Holder 5 0.10 11 4.6 x 10-6 -106 
Holder 6 0.12 16 8.7 x 10-6 -153 
 
Figure 4.5 shows the responses of 5 different devices from the same fabrication wafer, 
the data for which is summarised in Table 4.3 (it should be noted that a value for the potential 
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at 0.1 M is given here rather than at 0 M because the devices were conditioned in 0.1 M 
solutions and that the PEDOT steady state current was recorded during its deposition). 
 
Figure 4.5 – 50 µm Ca
2+
 ISE comparison across a wafer study. 
It can be seen from Figure 4.5 that the repeatability of the microgripper sensor devices 
is better for individual devices of the same fabrication wafer, than for the same device used 
more than once. Although the absolute EMF values vary between devices the slope response 
and detection limits for each device are similar within random experimental error (standard 
deviation).  
The expected ideal slope response for a calcium ISE (a divalent ion) is 29.5 mV/dec at 
298 K. The slope responses of the devices shown in Figure 4.5 show a sub-Nernstian response 
of 14 ± 4 mV/dec. Sub-Nernstian responses could be due to the non-smooth surface of the 
ISM, or more likely, when ion-pair association is taking place within the membrane [23]. The 
analyte ion does not always form a single type of complex with the ionophore within the 
membrane (as assumed for Nernstian behaviour); simultaneous formation of different 
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combinations with differing complex stabilities can give rise to super- or sub-Nernstian 
responses, depending on the complex formed [19]. The ISM components could be leaching 
from the device during conditioning, and hence varying the type of coordinating complexes at 
this stage. This would explain why a sub-Nernstian response is observed in this case when 
previous cases using the same composition observed ideal behaviour. Alternatively, the large 
deviation from Nernstian behaviour could relate to the more simplistic phase boundary model 
being implemented (Section 3.2.1.1), which assumes that the sensitivity of the sensor is time 
independent. While the complex model (Section 3.2.1.2) only has a small impact on the 
membrane potential, it has been used to demonstrate a link between poor selectivities and 
detection limits (and hence sensitivity) with an increase in surface concentration of the 
primary ion [24]. Given the planar dimensions of the microgripper sensor device, a high surface 
concentration of primary ion will be present, potentially explaining the very sub-Nernstian 
responses. 
Another factor that could affect the microgripper sensor response is through an 
interaction between the device fabrication materials, including any contamination products 
occurring at the tip release stage, and the ISM. While these interactions, and hence resultant 
potentials, can be assumed to be constant, meaning that the phase boundary model still 
stands, their presence could explain the large deviance from ideal Nernstian behaviour. 
Specifically, the possible interactions with the SU8 building polymer and any complexed 
fluoride contamination from the XeF2 silicon etch are a concern.  
Additionally, incomplete coverage of the ISM should also be considered as breaks in 
the membrane would remove the selectivity of the device, and so the sensitivity would be 
defined by a mixture of mono- and divalent ions. 
Data in Table 4.3 also indicates that there is a relationship between the PEDOT 
deposition thickness and the ISE slope response. Greater steady state currents observed in the 
Page | 130  
 
CV of the PEDOT deposition, and hence higher deposited PEDOT concentrations, relate to 
Nernstian slope response that is closer to ideal behaviour. This could mean that the thickness 
and morphology of the transducer layer is also contributing to the observed sub-Nernstian 
responses of the microgripper sensor devices.  
The differences in absolute potential are likely to be a complex combination of both 
the PEDOT deposition and the ISM thickness, with additional factors such as surface 
morphology of all layers also playing a role. Potential stability of conducting polymer based 
sensors is often determined by spontaneous changes in the composition of the conducting 
polymer film. Additionally these potential instabilities could be due to the spontaneous 
formation of a water layer between the conducting polymer and the ISM [25]. With a thin 
water layer between the conducting polymer and the ISM, ASSISEs behave similarly to liquid 
ISEs but with an inadequate inner reference element (i.e. no reversible phase boundary 
potential). A water layer can also cause drift due to transport of small molecules, such as CO2, 
O2, NH3, through the membrane changing the composition of the aqueous film. 
It is widely accepted that the slope response of an ISE should remain constant, but that 
the EMF offset may drift between devices [16]. It is believed that this drifting offset indicates 
changes in the membrane due to: ion exchange processes occurring in the presence of high 
interfering ions in the sample; anion co-extraction in highly concentrated samples or in the 
presence of lipophilic anions; decomposition of the ionophore and/or added ionic sites; and 
leaching of membrane components into the sample solution.  
The limit of detection (LOD) of the microgripper sensor devices varies slightly between 
devices on the same wafer, as seen in Table 4.3. This is likely due to the differing thickness of 
the ISM layer increasing its capacitive effect and affecting the ISE response time. Traditionally 
the LOD is directly dependent on the structure of the tetraphenylborate salt used (the more 
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lipophilic the salt the lower the LOD) [26] which, given the same solution composition of ISM is 
used for all devices, should not vary in this case.  
The consistency of the electrode behaviour i.e. the magnitude of slope, (which was the 
same ± 4mV) means that one device on a wafer set can be calibrated and all others from that 
set assumed to have the same behaviour. Absolute potentials of the devices do vary, and so a 
normalisation point is needed. For example, if the potential at 10-2 M were known the y-
intercept of the plot can be determined, so the absolute potentials for all concentrations 
within the linear region will be known. Concentration measurements outside the linear region 
cannot be determined via this method. Instead a measurement of how the potential changes 
from moving from one solution to another (hysteresis) can be used to shift the calibration 
slope accordingly. 
4.3.2.2 Potential Drift and Conditioning Profiles 
It is generally not considered important to measure and record how an ASSISE behaves 
during conditioning. However, for micro (and nano) ISE devices to be viable for use in 
analytical research laboratories and/or commercial devices with single use measurements in 
mind, this information is important to ensure performance characteristics are kept consistent 
[27].  
Page | 132  
 
 
Figure 4.6 – Potential drift in a non-conditioned device. 
Figure 4.6 shows the positive drift of a non-conditioned device as Ca2+ ions are taken 
into the membrane. The plot levels out after 12 hours, indicating that the ion concentrations 
have reached equilibrium. This means that the time required to fully condition the ISE should 
be at least this long. In the fabrication process of the ISE the devices are conditioned overnight, 
approximately 16 hours, which will yield fully conditioned devices. Large positive potential 
drifts (up to 100 – 150 mV) and/or an extensive time to reach a stable potential (up to 
24 hours) can be indicative of the uptake of water across the membrane. The response shown 
in Figure 4.6 has a positive potential drift of 50 mV, with a stabilisation time of 12 hours 
indicating that no water layer is formed during conditioning.  
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Figure 4.7 – Potential drift of a conditioned device. 
The potential drift of a conditioned device (new device), shown in Figure 4.7, shows 
good stability (0.66 mV/hr), meaning that over the time frame of the cell experiments (several 
minutes) the internal boundary potentials of the ISE can be said to be stable, and therefore 
constant, and so quantitative analysis can be achieved. Implantable devices for blood analysis, 
which are described as having very high stability, must have a potential drift that is less that 
0.2 mV/hr. The microgripper sensor devices have a drift comparable with this, indicating a high 
potential stability. Well defined phase boundary potentials are a requirement for long term 
stability [27], which is linked to reproducibility of the sensor response. It can therefore be said 
that the microgripper sensor device has a well defined phase boundary that is likely due to the 
excellent redox properties of PEDOT. 
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Figure 4.8 – Potential drift of a used device. 
A used device (i.e. one that has undergone calibration in a standard solution) shows 
quite a large negative drift, indicative of ions being lost (via leaching) from the membrane. This 
is quite common for planar ASSISEs as the membrane is relatively thin and in complete contact 
with the solution (there is no bulk membrane for ion equilibration). Interferences due to the 
transport of small molecules, such as H2O, CO2 and O2, across the membrane can also lead to 
unreliable sensor response, with drifting potentials. This again is a problem seen more 
frequently in ASSISEs. This means that the microgripper sensor device cannot be used for 
repeated long measurements. However, given the intended application is for sensing cellular 
ions where the study will only take several minutes, long term stability is not a necessary 
requirement. Potential drift experiments were carried out at room temperature, and so it is 
also interesting that in Figure 4.8 fluctuations in response due to the slight fluctuations in the 
laboratory temperature are observed (time stamped data was compared to the time 
monitored laboratory temperature data to clarify this). These temperature fluctuations can 
also be seen in Figure 4.6 and Figure 4.7, although not as clearly; similar effects have been 
seen by other groups [27] [28]. While the first use of the microgripper sensor devices shows 
excellent short term stability, and so temperature fluctuations are not a concern, it does raise 
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the issue of temperature control when using the calibration response of a separate device to 
quantify the response of another.  
4.3.2.3 Water Layer 
An unwanted, thin, aqueous layer can form between the CP and the ISM that can 
cause the ISE to behave non-ideally. Specifically the system can suffer from large potential 
drift; either positive if ions are added to the water layer, or negative if ions are lost. 
Additionally, sensitivity to changes in CO2 can be increased, destabilising the CP|ISM interface 
and affecting the membrane potentials. ISE response is not the only thing that is affected; the 
adhesion strength between the ISM and the solid support can deteriorate over time once 
exposed to aqueous solutions, significantly reducing the lifetime of the sensor, as well as 
risking complete electrode failure. 
The water layer can be formed by uptake of water molecules into the ISM; this effect 
has been observed in other PVC membrane based devices [29] [30]. There is no guarantee, 
however, that the water layer is not formed during the fabrication of the ASSISE. Although the 
CP layer is left overnight to dry, this is not done under vacuum or in a humidity controlled 
environment, and studies have shown that CP deposited from aqueous environments have a 
high likelihood of forming a water layer [31]. Additionally, traces of hygroscopic water are 
present as a contaminant in THF, which is used without alteration as the casting solvent for the 
deposition of the ISM, and could also contribute to the formation of a water layer. 
A slow, asymptotic, positive potential drift observed during conditioning is indicative of 
water uptake into the ISM, which would form a layer between CP and ISM. Potential drift 
measurements can be misleading, and so an additional test involves submersion of the ISE into 
a concentrated solution of the primary ion (usually 0.1 M), then the interfering ion, and back to 
the primary ion. Any observed large positive drift is due to the presence of a water layer 
(around 100 Å thick [32]), and so small changes in ionic flux have a large impact on the 
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measured EMF. This test has to be run over several hours to ensure that equilibrium is reached 
with the primary ions in the sample solution and the internal water layer. This time is 
dependent on the thickness of the ISM as well as the diffusion coefficients of the mobile ions 
in the membrane.  
Figure 4.9 shows the water layer test carried out on a PVC based Ca2+ ISE. 
 
Figure 4.9 – Ca
2+
 ISE water layer test on a conditioned device. 
Although the response plot for this device is quite noisy, the potential drift within each 
solution is minimal. There is, however, a large negative shift in potential (-16 mV) after 
submersion in an interfering ion solution and back to the CaCl2. As a positive shift is indicative 
of a water layer, this negative shift is more likely due to a hysteresis like effect occurring when 
moving between solutions, as hysteresis occurs in the direction of the EMF of the lower 
concentration of the analyte of interest, which in this case is the KCl solution. Used devices, as 
shown in Figure 4.10, show a significantly worse response than new ones. 
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Figure 4.10 – Ca
2+
 ISE water layer test on a used device. 
Figure 4.10 shows a large negative initial drift, indicative of a water layer, with a large 
positive shift of 14 mV on submerging in an interfering ion solution and back to the CaCl2 also 
being observed. This means that on first use, membrane components are leached from the 
membrane, and as the device is re-submerged an osmotic gradient is formed, causing a flux of 
ions to be transported across the membrane, forming a water layer and destabilising the 
device. 
4.3.2.4 Hysteresis 
A measurement of the shift in potential of the microgripper sensor device when 
moved between solutions at different concentrations is an important parameter to consider, 
as it is needed to shift the non-linear portions of the calibration slope for the quantitative 
analysis of unknown samples. Figure 4.11 shows the response of a conditioned Ca2+-ISE 
microgripper sensor device. 
Drift = -1.3
Drift = -0.004
Drift = -0.4
-340
-330
-320
-310
0 5 10 15 20
EM
F 
/ 
m
V
Time / hr
-320 mV
-327 mV
-334 mV
0.1 M CaCl2 0.1 M KCl 0.1 M CaCl2
Page | 138  
 
 
Figure 4.11 – Ca
2+
 ISE hysteresis study. 
Ideally the output of the sensor will depend solely on the input parameter, and not on 
the previous history of the input. This, however, is not always the case. In Figure 4.11 it can be 
seen that there is a negative shift of 15 ± 1 mV in the measured stable potential, once 
submerged into an analyte solution at a lower concentration. The negative direction is to be 
expected as the systematic error is generally in the direction of the concentration in which the 
device is immersed, in this case a lower concentration, and so a negative shift is to be 
expected. 
Given the one use nature of the microgripper sensor devices, measurements of ion 
activity in unknown samples must be done first to ensure high accuracy in the data collected. 
This means that the subsequent calibration data collected from samples of known 
concentrations need to be normalised as they will suffer from the hysteresis effect seen in 
Figure 4.11. To be able to normalise the absolute EMF potentials of one calibrated device on a 
wafer set with the others via a one point calibration measurement, it is therefore important 
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that all devices have a similar hysteresis value. The hysteresis test was repeated, and the 
corresponding plot is shown in Figure 4.12. 
 
Figure 4.12 – Ca
2+ 
ISE hysteresis repeat with a different device. 
Again there is a negative shift, this time of 14 ± 1 mV, in the measured stable potential 
once it has been submerged into an analyte solution at a lower concentration. This is similar to 
that of the previous device, indicating that different devices from the same wafer set have a 
similar hysteresis value. It is therefore possible to quantitatively analyse unknown samples. 
4.3.2.5 Response Time 
The response time is defined as the time required to complete 95% of the change to 
the new value of EMF when the electrode is placed from one solution to another at a different 
concentration.  
Figure 4.13 shows the plot of the response time of a Ca2+-ISE reacting to a ten-fold 
increase in concentration. The study was undertaken in a static bulk solution; the higher 
concentration solution was added next to the electrode (so as to not perturb the solution on 
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the electrode), and so, as the ions diffused into the bulk solution, the ISE signal decayed as it 
was diluted. This method was chosen as it most closely related the real life situation of 
measuring ion efflux from cells. The Ca2+-ISE took 6.7 ± 0.4 s to reach a peak concentration. 
This, however, is an underestimate of the true life time, which can be estimated from the 
hysteresis data as approximately 5 minutes (using the definition above). This time of 6.7 s, is 
more accurately the maximum time the device has to detect a change in concentration, as that 
concentration is diffusing from the point source. For reference, the diffusion coefficient of 
calcium ions in aqueous solutions at room temperature is 1.215 ± 0.022 x10-9 m2 s-1 [33]. The 
diffusion of ions across a cell membrane occurs over tens of seconds, meaning that the 
response time of the Ca2+ selective microgripper sensor device is limited, and an 
underestimation of the measured concentration could occur. 
 
Figure 4.13 – Plot of the response of a Ca
2+
 ISE to a ten fold increase in concentration of CaCl. 
4.3.2.6 Selectivity Studies 
The ionophores used in ISE technology are not 100% selective to the ion of interest. 
Natural ionophores are generally highly selective towards one specific ion against those ions 
also found in its intended environment. Synthetic ionophores are specially designed for 
specific application areas, such as use in biological media or heavy metal sensing in aqueous 
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environments. Synthetic ionophores, therefore, often have a greater range of interfering ions 
that they are selective against, although some are much better than others. It is important to 
assess the selectivity of an ASSISE against all ions likely to be in the environment for which the 
device is intended for use. 
The microgripper sensor device is intended for use to detect biological ions involved in 
cell communication; so for a Ca2+-ISE the main interfering cations will be those also found in 
inter- and extra-cellular fluids, specifically K+ and Na+ ions.  
The selectivity studies were done using the fixed interference method. Selectivity 
coefficients are usually quoted as the log value. If the value of log(   
   
) is positive, the 
selectivity coefficient is greater than 1, and the ISM has a higher affinity for the interfering ion 
than for the analyte. If the value of log(   
   
) is negative then the reverse is true. The more 
negative the value, the smaller the selectivity coefficient and the greater the affinity for the 
analyte over the interfering ion. 
The values of log(   
   
) for the Ca2+-ISE against the main interfering ions found in inter- 
and extra-cellular fluids are shown in Table 4.4. 
Table 4.4 – Ca
2+
 ISE selectivity study summary table. 
Interfering ion  
(0.1 / M) 
Log(Selectivity coefficient) Log(Selectivity coefficient) 
from ref [34] 
KCl -3.9 -3.7 
MgCl2 -1.4 -4.2 
NaCl -2.8 -3.6 
 
Compared to other ISEs in the literature, these selectivity coefficients are good. A 
comprehensive review of many selectivity coefficients for many different ISM component 
variations can be found in reference [15]. T. Sokalski et al. [34] determined the selectivity 
coefficients via the separate solution method for several ions for the exact ISM composition 
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used in the fabrication of the Ca2+ selective microgripper sensor devices, and these results are 
also shown in Table 4.4. These values are comparable to those determined using the 
microgripper sensor device. 
4.3.3 K+ Ion Selective Electrodes 
Water layer, potential drift and conditioning profiles were assumed to be similar for 
the K+ selective microgripper sensor device as the fabrication of the ISE sensor device was 
identical; only the ionophore was changed. This change of ionophore means that the Nernstian 
response could be different (additionally as K+ is a monovalent cation).  Selectivity coefficients, 
response time and hysteresis are also important parameters to determine for the quantitative 
analysis of unknown samples. 
4.3.3.1 Calibration 
Figure 4.14 shows the calibration plot of a K+ selective microgripper sensor device. The 
slope response was calculated as 29 ± 4 mV/dec, which is below that of the expected 
59 mV/dec at 298 K for a monovalent ion. This sub-Nernstian response is again likely to be due 
to the coordination between the analyte and the ionophore within the membrane not forming 
a single type of complex due to leaching effects or any of the other factors discussed in Section 
4.3.2.1.  
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Figure 4.14 – K
+
 ISE calibration plot. 
The limit of detection was calculated as 2.4 x 10-4 M. This is slightly lower than that 
calculated for the Ca2+ devices. Given the fact that the LOD is directly dependent on the ionic 
active site used, which has not changed, this slight difference must be due to the differing 
thickness of the ISM layer. Figure 4.15 shows the SEM images of a range of difference ISM 
morphologies and thicknesses that have been fabricated and could affect the device’s 
response. The precise mechanism by which this occurs is unknown, however similar effects 
have been seen by other groups [35] [36]. Specifically Figure 4.15(e) shows evidence of an air 
bubble being trapped between the PEDOT and the ISM as under the vacuum of the SEM the 
ISM has been perforated, this would have caused a very unstable electrode response as the 
PEDOT|ISM boundary potential would not have been stable. Additionally Figure 4.15(f) shows 
a thick membrane deposition, where the microgripper arms have been glued together by the 
ISM; while this would likely give a more stable response the operation of the microgripper is 
inhibited.  
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Figure 4.15 – SEM images of the different membrane morphologies and thicknesses for K
+
-ISEs indicating the large 
inconsistencies with the membrane deposition, as well as highlighting (b – d) the lack of complete coverage of the 
membrane. 
4.3.3.2 Selectivity Studies 
The main ions found in the inter- and extra-cellular fluids, specifically Ca2+ and Na+ 
ions, were used as the interfering ions in this study, carried out via the fixed interference 
method. The selectivity coefficients are shown in Table 4.5. 
G. J. Moody et al. [37] determined selectivity coefficients via the separate solution 
method, using similar membrane components that were used in the fabrication of the 
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microgripper sensor device, with the only difference being the type of ionic active site used; 
bis(crown ether) was used rather than KTpClPB. 
Table 4.5 – K
+
 ISE selectivity study summary table. 
Interfering ion 
(0.1 M) 
Log(Selectivity coefficient) Log(Selectivity coefficient) 
from ref [37] 
NaCl -1.8 -3.02 
CaCl2 -3.3 -3.96 
 
The selectivity coefficient of the K+ selective microgripper sensor device against Na+ 
ions is worse than that described by Moody et al.; the device still shows good selectivity 
towards K+ ions. However, in situations where the concentration of Na+ ions is much greater 
than for K+, the sensor response will be due to a combination of Na+ and K+ ion activity. 
The selectivity coefficient of the K+ selective microgripper sensor device against Ca2+ 
ions is comparable to that described by Moody et al. and it shows excellent selectivity towards 
K+ ions. 
4.3.3.3 Response Time 
The response time is defined as the time required to complete 95% of the change to 
the new value of EMF when the electrode is placed from one solution to another at a different 
concentration.  
Figure 4.16 shows the plot of the response time of a K+-ISE reacting to a ten-fold 
increase in concentration. The study was undertaken in a static bulk solution, where the higher 
concentration solution was injected directly onto the electrode. As the ions diffused into the 
bulk solution, the ISE signal decayed as it was diluted. The K+-ISE took 1.4 ± 0.1 s to reach a 
peak concentration. The t95 response time estimated from the hysteresis data is approximately 
17 s (using the definition above). The diffusion of ions across a cell membrane occurs over tens 
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of seconds, meaning that the response time of the K+ selective microgripper sensor device 
operates just within the tolerances for this application. 
 
Figure 4.16 – Plot of the response of a K
+
 ISE to a ten fold increase in concentration of KCl. 
4.3.3.4 Hysteresis 
To allow quantitative analysis to be performed, the measurement of the shift in 
potential of the microgripper sensor device when moved between solutions at different 
concentrations must be determined. Figure 4.17 shows the response of a conditioned K+-ISE 
microgripper sensor device. 
There is a negative shift of 4 ± 1 mV in the measured stable potential once submerged 
into an analyte solution at a lower concentration. This indicates a very high stability in the K+ 
selective microgripper sensor devices compared to the Ca2+ counterparts. 
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Figure 4.17 – K
+
 ISE hysteresis. 
4.3.4 Na+ Ion Selective Electrodes 
Again the water layer, potential drift and conditioning profiles can be assumed to be 
similar to those characterised for the Ca2+-ISEs, as fabrication of the Na+-ISE sensor devices was 
identical; only the ionophore was changed. The monovalent Nernstian response, selectivity 
coefficients, response time and hysteresis are therefore the important parameters to 
determine. 
4.3.4.1 Calibration 
Figure 4.18 shows the calibration plot of a Na+ selective microgripper sensor device. 
The slope response was calculated as 32 ± 4 mV/dec, below that of the expected 59 mV/dec at 
298 K for a monovalent ion. This sub-Nernstian response is again likely due to the coordination 
between the analyte and ionophore within the membrane not forming a single type of 
complex due to leaching effects or any of the other factors discussed in Section 4.3.2.1.  
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Figure 4.18 – Na
+
 ISE calibration plot. 
The limit of detection was calculated as 1.8 x 10-4 M. This is again slightly lower than 
that calculated for the Ca2+ devices, but is very similar to that for the K+ devices. This indicates 
that the ionophore plays a role in the sensitivity of the device. Looking ahead to Section 4.3.4.2 
shows that the log of the selectivity coefficient of the Na+-ISE with K+ as the interfering ion is     
-0.8. KCl is used as the background electrolyte during the calibration study, and so the reduced 
LOD is likely to be linked to the interference of K+ ions. Comparing the LOD of the K+-ISE device 
(2.4 x 10-4 M) and the log of the selectivity coefficient with Na+ (-1.8) that was used as the 
background electrolyte, with the LOD of the Ca2+-ISE devices (2.4 x 10-6) and the log of the 
selectivity coefficient with K+ (-3.9) that was used as the background electrolyte, a clear trend 
can be seen. The more susceptible the ISE is to the interfering ion used as the background 
electrolyte, the higher the LOD of that device is. 
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4.3.4.2 Selectivity Studies 
The main ions found in the inter- and extra-cellular fluids, specifically Ca2+ and K+ ions, 
were used as the interfering ions in this study, carried out via the fixed interference method. 
The selectivity coefficients are shown in Table 4.6. 
K. Cunningham et al. [38] determined the selectivity coefficients via the fixed 
interference method using similar membrane components that were used in the fabrication of 
the microgripper sensor device, with the only difference being the type of ionic active site 
used; p-tert-Butylcalix[4]arene was used rather than KTpClPB. 
Table 4.6 – Na
+
 ISE selectivity study summary table. 
Interfering ion 
(0.1 M) 
Log(Selectivity coefficient) Log(Selectivity coefficient) 
from ref [38] 
KCl -0.8 -1.5 
CaCl2 -1.2 -3.0 
 
The selectivity coefficient with K+ as the interfering ion shows that the Na+ selective 
microgripper sensor device does show selectivity towards Na+ ions, but only in low 
concentrations of K+ ion. Comparing this to the selectivity coefficients determined by 
Cunningham et al., indicates that this poor selectivity is most likely to be due to the ionophore 
used, as they too observed a poor selectivity. 
The selectivity coefficient with Ca2+ as the interfering ion also shows poor preference 
for Na+ ions over Ca2+ ones. This is not comparable to that observed by Cunningham et al.  
4.3.4.3 Response Time 
The response time is defined as the time required to complete 95% of the change to 
the new value of EMF when the electrode is placed from one solution to another at a different 
concentration.  
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Figure 4.19 shows the plot of the response time of a Na+-ISE reacting to a ten-fold 
increase in concentration. The study was undertaken in a static bulk solution; the higher 
concentration solution was injected directly onto the electrode, and as the ions diffused into 
the bulk solution, the ISE signal decayed as it was diluted. The Na+-ISE took 2.6 ± 0.9 s to reach 
a peak concentration. The t95 response time estimated from the hysteresis data is 
approximately 3 minutes (using the definition above). The diffusion of ions across a cell 
membrane occurs over tens of seconds, meaning that the response time of the Na+ selective 
microgripper sensor device will struggle to operate within the tolerances for this application. 
 
Figure 4.19 – Plot of the response of a Na
+
 ISE to a ten fold increase in concentration of NaCl. 
4.3.4.4 Hysteresis 
To allow quantitative analysis to be performed the measurement of the shift in 
potential of the microgripper sensor device when moved between solutions at different 
concentrations must be determined. Figure 4.20 shows the response of a conditioned Na+-ISE 
microgripper sensor device. 
There is a negative shift of 23 ± 2 mV in the measured stable potential once 
submerged into an analyte solution at a lower concentration. This indicates the poor stability 
of the Na+ selective microgripper sensor devices compared to the Ca2+ and K+ counterparts. 
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Figure 4.20 – Na
+
 ISE hysteresis. 
4.4 Chapter Summary 
This chapter focused on the calibration characterisation of the microgripper sensor 
devices. Before it can conclusively be said that a device has performance characteristics that 
can rival those of the liquid contact macro ion selective electrode certain quality control and 
testing criteria must be matched. Specifically these include investigation into the detection 
limits, response times, selectivity coefficients (in this case done via the fixed interference 
method), and stability (such as drifts in potential, hysteresis and a test for the presence of a 
water layer) of the devices. 
The main investigation into the calibration behaviour of the microgripper sensor 
devices was done using Ca2+ devices in a flow cell system. It was observed that the multiple use 
of these devices was not possible as there was a great loss of membrane components 
(leaching) between runs, causing a destabilisation in the device response. This was also 
indicative of the formation of a water layer on used devices, possibly due to the delamination 
of the ISM. The single use of devices from a wafer batch was possible due to the MEMS 
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technologies that were used to fabricate the devices resulted in near identical processing. The 
only difference during the fabrication process was in the etching of the gold electrode. This 
difference occurred due to the differing grain structures formed when electroplating and 
results in differing active surface areas of the gold electrode. This could be monitored during 
the electrodeposition of PEDOT, using cyclic voltammetry, as the steady state current is 
proportional to the PEDOT concentration. Comparison of the steady state currents reached 
during the PEDOT deposition illustrated that the differences for devices across the same wafer 
were only slight. The deposition of the ISM, however, was not controllable, which caused 
changes in the ISM morphology and thickness. This was observed to mainly affect the absolute 
EMF. The linear range, electrode response and limit of detection were all very similar between 
different devices on the same fabrication wafer. 
The Ca2+ ISE microgripper sensor devices had a sub-Nernstian response of 
14 ± 3 mV/dec compared to the 29 mV/dec expected for divalent ions at 298 K. The sub-
Nernstian response was likely due to the coordination between the analyte and the ionophore 
not having a single type of complex due to leaching effects, or due to a failing in the phase 
boundary potential model, the presence of a large surface concentration of the primary ion 
due to the planar device dimensions, or any interactions between the devices fabrication 
materials and the ISM. The detection limit for the Ca2+ ISE microgripper sensor device was        
2 ± 3 x 10-5 M, which was not low enough to sense 0.002 mM changes in cellular Ca2+ ion 
movement out of a stressed cell. It was also observed that the ionophore plays a role in the 
sensitivity of device, as the better the selectivity coefficient against a specific interfering ion, 
the better the limit of detection in a background solution of that ion. 
Potential drift studies indicated that to fully condition the membrane took 12 hours. 
This meant that the 16 plus hours that the devices were condition during the fabrication 
process was sufficient. It was observed that conditioned devices had good stability,              
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0.66 mV hr-1, however, used devices had a much poorer stability, -1.52 mV hr-1, and were much 
more sensitive to slight changes in external temperature. This indicated that there was a loss 
of sensitivity of the device that was likely due to the leaching of membrane components. 
The water layer tests of a conditioned device showed a negative (-16 mV) shift in 
potential, and little potential drift during the experimental time frame. This was not indicative 
of the formation of a water layer. In used devices, however, the observed positive shift 
(14 mV) and a large negative potential drift of -1.3 mV hr-1 was indicative of the formation of a 
water layer. This further implies that the multiple use of the microgripper sensor devices was 
not feasible. 
The hysteresis of the Ca2+ ISE microgripper sensor devices was a small and quantifiable 
shift (14 ± 1 mV) allowing normalisation of a device response from a calibration standard from 
the same wafer batch, once the EMF at a known concentration is known. This meant that 
quantitative analysis could be undertaken. 
The response time for the Ca2+ ISE microgripper sensor device occurred over several 
seconds (6.7 ± 0.4 s), which also included the diffusion time to the electrode. This was suitable 
for the monitoring of intercellular ion movement, which occurs over tens of seconds. 
The selectivity coefficients against K+, Mg2+ and Na+ as the interfering ions, which are 
common ions in the extracellular fluid, were good (-3.9, -1.4 and -2.8 respectively) and were 
comparable with that seen in literature. 
The K+ ISE microgripper sensor devices were also characterised. The calibration 
responses also showed a sub-Nernstian response of 29 ± 4 mV/dec, compared to the 
59 mV/dec at 298 K expected for a monovalent ion. The limit of detection was characterised as 
2.4 ± 2 x 10-4 M, which was sensitive enough to quantify the 139 mM changes in cellular K+ 
ions. The selectivity coefficients with Na+ and Ca2+ as the interfering ions were average (-1.8) 
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and good (-3.3) respectively. Log KK,Ca was comparable to that from literature, whereas log KK,Na 
was not. The response times were excellent (1.4 ± 0.1 s), as was the hysteresis (4 ± 1 mV shift), 
which was indicative of a highly stable device. 
The Na+ ISE microgripper sensor devices were also characterised. The calibration 
responses also showed a sub-Nernstian response of 32 ± 4 mV/dec compared to the 
59 mV/dec at 298 K expected for a monovalent ion. The limit of detection was characterised as 
1.8 ± 2 x 10-4 M, which was sensitive enough to monitor the 5 mM changes in Na+ cellular ion 
concentrations. The selectivity coefficients with K+ and Ca2+ as the interfering ions were both 
poor (-0.8 and -1.2 respectively). However, K+ selectivity coefficients were similar to that seen 
in literature. The response times were good, 2.6 ± 0.9 s, whereas the hysteresis was poor 
(23 ± 2 mV shift) although repeatable. This was indicative of the instability of the Na+ devices. 
All the characterisation data for the three different microgripper sensor devices is 
summarised in Table 4.7. 
Table 4.7 – Summary table of characterisation of the different microgripper sensor devices. 
Device Ca2+-ISE K+-ISE Na+-ISE 
Sensitivity / mV/dec 14 ± 4 29 ± 4 32 ± 4 
Limit of detection / M 2 ± 3 x 10-5 2 ± 2 x 10-4 2 ± 2 x 10-4 
Potential drift / mV hr-1 0.66 (conditioned) 
-1.52 (used) 
- - 
Water layer formation NO (conditioned) 
-16 mV shift, -0.8 mV hr-1 
drift 
YES (used) 
14 mV shift, -1.3 mV hr-1 
drift 
- - 
Hysteresis / mV 14 ± 1 4 ± 1 23 ± 2 
Response time / s 300 17 180 
Selectivity coefficients log KCa,K = -3.9 
log KCa,Na = -2.8 
log KCa,Mg = -1.4 
log KK,Na = -1.8 
log KK,Ca = -3.3 
log KNa,K = -0.8 
log KNa,Ca = -1.2 
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Overall the characterisation of the Ca2+ ISE microgripper device indicated a good, 
stable device. However, the limit of detection of these devices implied that the sensitivity was 
not great enough to detect changes in intercellular calcium ions. The K+ ISE microgripper 
devices had excellent sensitivity and selectivity, whereas the Na+ ISE microgripper devices had 
selectivity issues with respect to potassium ions, which given the high concentration of 
potassium ions in cellular fluids could cause an interference issue with the ability of these 
devices to sense sodium. 
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5.0 CELL TESTING 
This chapter focusses on the testing of the microgripper sensor in the real life 
environment for which it was designed. Here the device is used to manipulate mouse oocytes 
and electrochemically monitor the efflux of potassium, sodium and calcium ions upon 
mechanical stressing, all in a background of cell media. Here it will be shown that the K+ ISE 
microgripper sensor devices are capable of monitoring changes in potassium ion concentration 
released from the cell. However, monitoring ion concentration changes with the Na+ and Ca2+ 
ISE microgripper sensor devices is more challenging due to interference and sensitivity 
restrictions respectively. 
5.1 Cell Signalling Sensing 
There are three classical technologies that are used to monitor ion activity and/or 
concentrations across a cell membrane; these are radiolabelled tracers [1], ion sensitive 
fluorescent dye indicators [2] [3] and ISEs [4] [5]. ISEs are advantageous over the other 
methods as numerous ISEs can be used to monitor a single cell at the same time, without their 
output signals interfering with each other. Additionally, ISEs can monitor ion activity at specific 
locations, such as the cell surface or cyctoplasm [6]. They are, however, limited, as ISMs are 
not perfectly selective and in vivo measurements can only be realistically achieved on large 
cells; typically xenopus oocytes are used, which have diameters of around 1 mm. 
Carbon fibre based electrodes were first used to monitor cell signalling in the early 
1980s. However, these generally use amperometric methods (not the potentiometric method 
discussed in this project) for signal detection [7] [8]. The advantages of using carbon fibres 
were their biocompatibility, they had reasonable working life times, were small (fibre 
diameters are typically 5 µm) and so tissue damage minimised, and were very resistant to 
strain so could be placed firmly against the cell without breaking [9]. These carbon fibre 
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electrodes were further developed by placing the carbon fibre into a glass capillary with a 
tapered end, usually bevelled to 45° [10]. Epoxy was used to ensure there was a tight seal 
between the carbon fibre and the glass capillary. These carbon fibre electrodes usually have 
diameters of 5 – 10 µm, which was important, as the signal to noise ratio improves when the 
electrode size is similar in size to the detection area. However, electrodes with larger 
diameters were also useful, as they could detect a greater number of electrochemical events 
due to the increased spatial and temporal resolution [11] [12]. The carbon fibre could be 
coated with Nafion, a perfluorinated cation exchange polymer, to significantly reduce any 
anion interference; however, this was observed in the detection of dopamine in anaesthetised 
rat brains to reduce the response times, and hence temporal resolution was lost [13] [14]. 
Further developments have included increasing the flexibility and rigidity of the glass enclosed 
carbon fibre electrodes by encasing them in a polymer instead. Orwar, Weber and colleagues 
electrodeposited a negative photoresist onto a carbon fibre and controllably exposed a specific 
area of the carbon fibre by varying the fabrication parameters of the photoresist [15]. These 
polymer encased carbon fibre electrodes were then used in tightly configured arrays, 
increasing the spatial and temporal resolution of the sensor array [16]. 
ISE have been successfully used to measure steady and dynamic changes in 
extracellular ion concentration at the surface of single cells and tissue [5]; however, these 
studies have been carried out in proximity of the cell (2 µm from cell) and so diffusion 
modelling was used to calculate the expelled concentration. A more recent study has used 
1 µm diameter glass pipette ISEs to monitor intracellular ion concentrations [6]. This, however, 
is an invasive and destructive technique, and not useful for monitoring live cell behaviour. 
A common method of monitoring cell signalling is done via patch clamping, which is 
used specifically to measure ion currents across biological membranes. Patch clamping 
involves electrically isolating a patch of the cell membrane from the external solution by 
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pressing an extremely fine pipette, which has been filled with a suitable electrolyte, tightly 
against the cell membrane and applying suction. Under these conditions the pipette and cell 
membrane are usually less than 1 nm apart and the seal resistance is more than 10 GΩ, which 
is important as a high electrical resistance reduces the measured current noise. Patch clamping 
was first used by Neher and Sakmann in 1976 to resolve currents through single acetylcholine-
activated channels in frog skeletal muscle [17].  
For patch clamping to work effectively the surface of the cell membrane must be 
enzymatically cleaned and free of extracellular matrix and connective tissue; cells in tissue 
cultures are preferred. It is also important that all solutions used are free of dust and 
macromolecules, such as components of serum, and the pipettes used must have a clean, 
usually fire polished, tip and must be very small. Loose patch clamping uses large diameter 
pipettes (10 µm) to gain information over a large area, usually as a measurement of the 
distribution of ionic channels over a cell membrane. 
Sometimes it is necessary to do patch clamping in cell-free mode. In this case the 
investigation is done with ripped-off patches that can either be inside out or outside out. 
Inside out patches are made by pulling the membrane patch off the cell into the bath solution. 
Outside out patches are made by applying suction to destroy the membrane and then pulling it 
away from the cell. The membrane then re-seals to give a patch whose intracellular face is in 
contact with the pipette solution. The two methods of producing patches are shown 
schematically in Figure 5.1. 
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Figure 5.1 – Schematic illustrating inside out and outside out patches. 
5.1.1 Cell Communication 
Cell signalling is essential for cell survival, as every cell needs to monitor the 
environment and respond appropriately to any external stimuli, both in time and space. Cells 
are enclosed within a lipophilic plasma membrane that acts as a formidable barrier to be 
crossed. Hydrophobic molecules, such as steroid hormones, can simply diffuse across this cell 
membrane; however, hydrophilic molecules, such as ions, need more elaborate mechanisms 
to cross, as a large amount of energy is required to put a charged species inside a lipid bilayer 
that has a low dielectric constant [18]. 
Cells communicate through electrical and chemical signals. Electrical signalling is very 
fast (less that 2 ms) but requires the cells to be coupled together, i.e. they are in direct contact 
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with each other. This is known as juxtacrine signalling and is found mainly in excitable systems 
such as heart and brain cells. Chemical signalling is much more complex and can occur over 
short distances (paracrine signalling) or large distances (endocrine signalling) [19]. 
Cell signalling (or signal transduction) occurs via the following process. First, there is a 
detection of a stimulus. This is followed by the transfer of a signal to the cytoplastic side of the 
cell membrane. Transmission of this signal to the effector down a signalling pathway occurs 
next (the most common method being phosphorylation, by kinases, or dephosphorylation, by 
phosphatases). Finally a cell response is triggered. This is shown schematically in Figure 5.2. 
Cell signalling can occur between cells of a single organism, as well as between two different 
organisms. For example, in mammals early embryo cells exchange signals with uterus cells. 
 
Page | 164  
 
 
Figure 5.2 – Schematic representation of the general process of cell signalling, adapted from [20]. 
The microgripper sensor device is intended for use in monitoring the intra and inter 
cellular ions involved in chemical communication. The main cell membrane receptors involved 
with interactions with extracellular ligands or ions are ion channels. 
Ion channels have two main signalling functions: (1) to generate second messengers; 
and (2) to function as effectors by responding to such messengers. They are mainly centred 
around Ca2+ signalling pathways, such as the Ca2+ entry channels and internal Ca2+ release 
channels.  
There are also a large number of K+ channels, such as voltage dependent K+ channels, 
which regulate the membrane potential and excitability; inward rectifier K+ channels, such as  
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G protein-gated inward rectifier K+ (GIRK) channels and ATP-sensitive K+ channels; and two-
pore domain K+ channels that are responsible for the large background K+ current [21]. 
When ion channels are activated, the ions are driven by the electrochemical gradient 
and move from the inside to the outside of the cell, or vice versa. Ion channel activation occurs 
via agonist-operated channels (AOCs), which use a ligand as a messenger; or voltage-operated 
channels (VOCs) that are generally found in excitable cells to control fast cellular processes 
such as muscle contraction and neurotransmitter release at synaptic endings [22] [23]. Other 
channel types include thermosensors and mechanosensitive channels (stretch activated 
channels) [24] [25]. The three main types of ion channels (ligand gated, voltage gated and 
mechanically gated) are shown schematically in Figure 5.3. 
 
Figure 5.3 – Schematic showing (a) fast ligand gated, (b) slow ligand gated, (c) voltage gated and (d) mechanically 
gated ion channels. 
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Fast ligand-gated channels (Figure 5.3(a)) are proteins that function as both receptor 
and ion channel. The binding of an appropriate messenger opens the ion channel and allows 
ions to enter or leave the cell, which can then go on to trigger a range of different signalling 
effects. Slow ligand-gated channels (Figure 5.3(b)) are regulated by a G-protein, which is a 
molecular switch. When these proteins are bound to guanosine triphosphate (GTP) they are in 
the ‘on’ state, so ions can flow through the channel, and when they are bound to guanosine 
diphosphate (GDP) they are in the ‘off’ state. A messenger molecule will bind to a G-protein 
coupled receptor, activating the G-protein. This in turn activates a cascade of different 
signalling events that ‘switch on’ the ion channel. 
Voltage gated ion channels (Figure 5.3(c)) are activated by changes in the electrical 
potential (which is dependent on cell type; for example, nerve cells have a resting potential of  
-60 mV) near the channel. These channels tend to be ion-specific, as the pore through the 
channel is a specific size, though similarly sized ions with similar charges may travel through 
the same channel. Voltage gated ion channels are made up of three parts: the voltage sensor, 
the pore (or conducting pathway), and the gate. In the resting state the membrane is negative 
on the inside and positive charges reside inside the cell (shown in Figure 5.3(c)); this is known 
as hyperpolarisation of the membrane. When a potential is applied over the cell membrane, 
depolarisation of the internal side of the membrane occurs and the positive charges within the 
cell are driven outwards. The associated electromagnetic field affects the voltage sensor 
proteins attached to the channel. These voltage sensor proteins, which can either be helical, 
tubular or paddle shaped, move, and induce a conformational change in the channel that 
opens up the pore. The movement of ions through the channel generates a transient electrical 
current (known as the gating current), which depolarises the outside of the cell membrane, 
and closes the channel [26]. 
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Mechanically gated ion channels (Figure 5.3(d)) open their pores in response to 
mechanical deformation. These stretch activated ion channels are known as 
mechanotransducers as they transduce the mechanical stimuli into a biochemical or electrical 
signal. There are two accepted models by which these channels are opened: the prokaryotic 
model, where the channels open directly in response to a force on the membrane; and 
mammalian hair cell model, where a tether bound to both the channel and the extracellular 
matrix or cytoskeleton is displaced. Once opened, internal and external ions will move across 
the cell membrane due to osmotic forces. 
Given the microgripper sensor device mechanically stresses the cell, the signalling 
response will likely be dominated by the mechanically gated channels.  
5.2 Cell Handling 
Cell handling is traditionally done using vacuum pipettes. Denudation pipettes suck the 
cell into a capillary (with surrounding media), and then the whole unit is moved and the cell 
expelled from the capillary when repositioned. This work uses the microgripper technology, as 
discussed in Chapter 2. Figure 5.4 shows a 60 µm mouse oocyte with both technologies. 
 
Figure 5.4 – Microscope images of a mouse oocyte with (a) a suction capillary and (b) the microgripper sensor 
device. 
(a)
(b)
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When using the microgripper to manipulate the cells, it was generally found to be 
easier to catch cells as the microgripper arms are in same focal plane as the cells, whereas the 
pipette only has the tip in the focal plane. Even with an external manipulator it was quite easy 
to catch the pipette on the microscope slide, causing it to break, whereas the arms of the 
microgripper could flex. Additionally, cells are quite sticky, and so can get stuck in the capillary, 
which only has a finite volume of media to wash them out. Large denudation pipettes that are 
used with a bulb and holder are better as they use greater volumes of media, but handling can 
still be a problem. 
The microgripper works effectively to move a cell or other small particle around. 
Figure 5.5 shows the ease of moving a 30 µm particle in the x, y plane. Movement in the z 
plane, however, is more difficult, as the SU8 polymer that the microgripper cantilevers are 
fabricated from have a large flex to them, and are also prone to electrostatic charging. This 
means that the arms of the microgripper bend as they pass through the meniscus of the 
manipulation fluid. When released from the meniscus the microgripper arms spring back to 
their resting state which, when manipulating an object, can cause the object to be flung from 
the tip of the microgripper and be lost. This is not a problem when operating the microgripper 
outside of a liquid environment. However, for the application of cell handling, an aqueous 
environment is required to maintain cell health. With the scoop-like arrangement of the 
microgripper tips it is possible to remove an object from a small droplet of solution simply by 
dragging it through the side of the droplet, but this requires a large working area. 
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Figure 5.5 – Stills taken from a video showing the manipulation of a 30 µm particle using the microgripper. (a) 
Approach; (b) capture; (c) movement down; (d) movement right; (e) release; and (f) withdrawal. The red circle 
highlights the manipulated particle and the yellow circle is a static reference point. The arms of the microgripper are 
optically transparent, and hence look faded in the images. 
5.3 Actuation Interference 
During the sensing of changes in specific ion activities of biological ion from a 
manipulated cell, it is necessary to simultaneously operate both the microgripper actuators 
and use the ISE as an electrode in potentiometry. When under DC control, it was observed that 
when a current flows through the actuators, an interference signal was formed in the 
potentiostat response, shown in Figure 5.6. 
(a) (b) (c)
(d) (e) (f)
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Figure 5.6 – DC actuation interference. 
This occurs because, when actuated under DC control, a potential drop relative to 
ground occurs across the actuators. When the microgripper arms are placed in the highly 
conductive electrolyte solution the arm becomes a capacitor, with the actuator and solution 
being the conductive plates and the SU8 being the insulator. The ions within the solution are 
attracted to the build up of charge in the actuator, causing a drop in the recorded potential 
between the ISE and the RE on the potentiostat. This is shown schematically in Figure 5.7. 
 
Figure 5.7 – Schematic of the actuator – ISE coupled system under DC control. 
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Given that the actuators operate via resistive heating of the metal elements, they can 
also be operated under AC control. When actuated under AC control, if the frequency is high 
enough so that the electrons cycle faster than the ions can diffuse, no capacitor is formed 
between the actuator and electrolytic solution, which means the measured potentiometric 
signal remains stable. Figure 5.8 shows the ISE response upon AC actuation. 
At a very low frequency (1 Hz), seen at t = 17 s in Figure 5.8(a), a fluctuating signal is 
observed. At this frequency the induced capacitor plate within the electrode is switching 
between positive and negative, and the ions in solution are responding to that change, causing 
a cycled positive peak and then negative drop in the measured ISE potential.  
At low frequencies (100 Hz – 100 kHz), shown in Figure 5.8(b), a drop in potential is 
generally observed. Even though the actuator potential is cycled about zero, only a negative 
change in measured potential is observed. This is due to two effects: (1) the potentiostat is 
sampling every 0.1 s so the signal is undergoing an aliasing like effect (where the signal is 
discretely sampled at a rate that is insufficient to capture the changes in the signal); and (2) 
the response time of the ISE device and the time for the ions to diffuse are too slow to fully 
respond to the cycling of the electrons, so a voltage average signal is observed. This means 
that, in general, the system behaves like that seen in DC actuation. Occasionally, however, 
positive peaks are seen, though these are more diffuse peaks, which could be due to the fact 
that as the ion diffusion takes longer, the averaging of the negative ion effects has a greater 
effect. 
No interference peak is seen at higher frequencies (1 MHz), as shown in Figure 5.8(b), 
as the frequency is faster than the ions can diffuse and so there is no induced capacitor, 
meaning that the ions in solution are not affected. 
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Figure 5.8 – AC actuation interference. 
Although the distance between the actuators and the ISE is 1.5 mm, which is a large 
distance for ions to diffuse or be attracted by the charge layer formed at the actuators, during 
the ISM deposition process the membrane is usually thinly deposited onto the extended arms 
and actuators of the microgripper. Hence the interference signal is likely to occur at the 
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actuators. This signal is then passed down the extended arm to the microgripper tip. It should 
be noted, therefore, that the formation of this capacitive layer causes a drop (or increase 
depending on the polarity of the metal) in potential in the solution, which is detected by the 
ISM deposited on the actuators and extended arms of the microgripper and recorded as an 
artefact signal response.  
Another possible reason for this observed interference is the connection of the circuits 
through the grounding loop as the DC or AC current source and the potentiostat are both 
connected to mains ground. Simply removing one or both of these circuits from the mains 
circuit removes this link. The response plot of the isolated circuits is shown in Figure 5.9. 
 
Figure 5.9 – Response plot of an AC interference of two isolated circuits. 
It can clearly be seen that the magnitude of the interference signal is reduced on 
isolating the circuits, but the effect is not removed, indicating that a grounding link is not the 
cause of the interference signal, but does enhance the problem. 
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If the interference signal is indeed a capacitive effect, then increasing the thickness of 
the insulator layer, i.e. the SU8, will effectively increase the distance between the capacitor 
plates. From Coulombs law (Equation 5.1), the force between two capacitive plates can be 
derived (Equation 5.2). 
 
Equation 5.1 
where F is the electric force (N);  
ε0 is the electric constant (F m
-1);  
q1 and q2 are the point charges (C); 
r is the distance between the two charges (m). 
 
Equation 5.2 
where A is the area (m2) 
 V is the potential drop between the plates (V) 
 r is the distance between the two plates (m) 
While the actuator-electrolytic solution capacitor model cannot be accurately 
modelled using the force between two capacitor plates, as the actuator dimensions closer 
resemble that of an asymmetrical coaxial wire, the relationship between the force and the 
distance between the actuators and the ions in solution (i.e. the insulating SU8 thickness) still 
stands. As the electric force is inversely proportional to the distance squared, as the distance is 
increased, the force felt by the ions in solution will be significantly reduced. This means that 
the maximum frequency at which an interference signal is observed, and the magnitude of 
that interference signal will be reduced. 
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Figure 5.10 – Response plot of AC interference in DI water of a system (a) connected to and isolated from mains and 
(b) isolated from mains with increased insulator thickness (approx. 25 times thicker). 
The thickness of the insulating layer was achieved by painting a layer of positive 
photoresist (SPR-350) onto the underside of the actuators and letting it dry overnight. This 
gave an insulator thickness (on the underside) of approximately 50 µm compared to the usual 
1.7 µm. Figure 5.10 shows the interference response of a Na+ ISE in DI water with the different 
experimental parameters for comparison. It can clearly be seen that increasing the thickness of 
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the insulator polymer significantly affects the interference response observed. The signal 
magnitude is further reduced compared to the circuits that are isolated from mains. 
Additionally, the frequency at which the signal is no longer observed is significantly lowered 
from 1 MHz to 10 Hz. These details are summarised in Table 5.1. 
Table 5.1 – Summary of the observed AC interference signals. 
Connected to 
mains 
Insulator 
thickness / µm 
Magnitude of 
interference signal / 
mV 
Frequency at which 
signal not observed / Hz 
Yes 1.7 130 1x106 
No 1.7 50 1x106 
No ~ 50 35 10 
 
The reduction in the magnitude of the interference is not as great as expected for the 
large increase in insulator thickness; this is likely due to the restrictions in the simplicity of the 
model, as the effects on the system due to the ISE have not been considered. There is a large 
reduction in the maximum frequency at which the signal is not observed, this is directly related 
to the large reduction in the force and is the dominant effect. 
Although the exact mechanism by which the interference occurs is not fully 
understood, it is likely to be a capacitive effect caused by the activation of the actuators. This 
causes an electronic change in the solution due to the local diffusion of ions, which is recorded 
by the potentiostat. There are two methods by which this interference can be removed: (1) by 
increasing the SU8 layer, to increase the distance between the actuator and the solution; and 
(2) by operating the actuators at a greater frequency that the ions can diffuse. Due to the 
restrictions of the fabrication process, increasing the SU8 layer is not feasible, and so 
controlling the actuator temperature using AC cycling at a frequency greater than the ions can 
diffuse is the best method to eliminate this interference effect. This allows the microgripper 
sensor device to be used to monitor changes in ion activity in a solution, as intended. 
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Additionally all cell experiments should be carried out with the potentiostat and AC current 
source isolated from mains. 
5.4 Experimental 
Mouse oocytes, a female immature ovum or egg cell, were the cells used in the 
sensing experiments. They are rich in cytoplasm that contains the intracellular fluid, the 
content of which is given in Table 5.2 [27]. Additionally their size (around 60 µm) is within the 
range that the microgripper tip diameters can be fabricated.  
Table 5.2 – Average chemical content in mammalian intracellular fluid. 
Ion Concentration / mM 
Potassium 139 – 141  
Sodium 12 – 14  
Chloride 4 
Bicarbonate 10 – 12 
Amino acids (in proteins) 128 
Magnesium 0.8 
Calcium <0.0002 
 
The plasma membrane of the mouse oocyte is surrounded by the zona pellucida, which is composed of three 
which is composed of three sulphated glycoproteins [28] [29]. It plays an important role in the fertilisation 
fertilisation process as it helps bind the spermatozoa. The zona is present in all mammalian oocytes, and does not 
oocytes, and does not seem to hinder the ability of the oocyte to communicate, indicating that the zona should 
the zona should not inhibit the movement of ions in and out of the cell, although it could reduce their measured 
reduce their measured concentration. The zona can be removed by placing the cell in an acidic lysing solution 
lysing solution known as Acid Tyrode’s solution [30], the components of which are shown in  
 
 
Table 5.3, for 2 – 20 minutes until the zona has dissolved. 
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Table 5.3 – Chemical components of Acid Tyrode’s solution at pH 6.5. 
Chemical Concentration / g L-1 
NaCl 8.00 
KCl 0.20 
CaCl2 0.20 
MgCl2 0.10 
NaH2PO4 0.05 
NaHCO3 1.00 
Glucose 1.00 
 
Mouse oocytes were obtained from the Centre for Life in Newcastle. These were 
extracted by researchers in the institution on the day experiments were undertaken, then 
collected and transported to the research facility in Durham University. 
Cells will stay alive for several hours at 37 °C in M2 media, which allowed them to be 
transported from the Centre of Life in Newcastle. Cells were placed in a sealed eppendorf 
tube, which in turn was placed into a thermos flask containing water at 37 °C. The thermos 
flask retained the temperature of the water ± 0.5 °C for several hours; within that needed for 
travel between Newcastle and Durham (40 min). On arrival, the cells needed to be sorted into 
those that were healthy and those that were degraded. Figure 5.11 shows the various stages 
of cell degradation. Healthy cells were kept in an incubator at 37 °C until used; all other cells 
were disposed of safely. 
 
Figure 5.11 – Microscope images of mouse oocytes in various stages of degradation: (a) healthy; (b) yellowing; (c) 
dissolving and (d) degraded. 
(a) (b) (c) (d)
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All experiments were carried out in M2 media, obtained from Sigma Aldrich, at 37 °C. 
Acid Tyrode’s solution used to remove the zona was purchased from Sigma Aldrich and stored 
at -20 °C until required. 
5.4.1 Stability of the Microgripper Sensor Devices in M2 Media 
Although potential drift characterisation has been done for the Ca2+ ISE microgripper 
sensor device, this was in a solution containing a single analyte. The stability of each type of 
sensor was therefore tested in M2 media, the components of which are shown in Table 5.4, to 
record the stability of the ISE sensor devices when in contact with a range of interfering ions. 
During the stability experiments conditioned ISE microgripper sensor devices were placed in 
M2 media for several hours. The ionic strength of the M2 medium was 3.2 x 10-2 M [31]. 
Table 5.4 – Chemical components of M2 media [32]. 
Component Mass in 1 L / g 
Calcium chloride . 2H2O 0.25137 
Magnesium sulphate (anhydrous) 0.1649 
Potassium chloride 0.35635 
Potassium phosphate, monobasic 0.162 
Sodium bicarbonate 0.35 
Sodium chloride 5.53193 
Albumin, Bovine Fraction V 4.0 
D-Glucose 1.0 
HEPES . Na 5.42726 
Phenol red . Na 0.0106 
Pyruvic acid . Na 0.0363 
DL-Lactic acid . Na 2.95 
 
Figure 5.12 shows response of the K+ ISE device when left in M2 media for 3 hours. A 
potential drift of 2.0 mV hr-1 was observed indicating a moderately stable device, although 
with some temperature fluctuations. These temperature fluctuations further indicate the 
importance of temperature control. This potential drift is acceptable over a short time frame, 
but is far from the high stability range of 0.2 mV hr-1. This poorer observed stability is mainly 
due to the interference of the other ions (and molecules) present in the M2 media. 
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Figure 5.12 – Scan of a K
+
 ISE in M2 media. 
Figure 5.13 shows the potential drift of the Na+ ISE microgripper sensor device. Fewer 
temperature fluctuations are observed, but that is likely to be due to better temperature 
control of the environment rather than the greater stability of the device. The potential drift of 
3.8 mV hr-1 is greater than that of the K+ device, which is to be expected when looking at the 
selectivity coefficients (logKK,Na = -0.8, logKK,Ca = -1.2). The Na
+ device is more susceptible to 
interference by the other ions in the M2 media giving rise to a greater potential drift. Looking 
closely, Figure 5.13 has a similar electrode response to the conditioning profiles seen in 
Section 4.3.2.2 (Figure 4.6), indicative of the Na+ ISE incorporating the interfering ions into the 
membrane. 
Drift = 2.0 mV/hr
-130
-120
-110
-100
-90
-80
0 0.5 1 1.5 2 2.5 3
EM
F 
/ 
m
V
Time / hrs
Page | 181  
 
 
Figure 5.13 – Scan of a Na
+
 ISE in M2 media. 
Figure 5.14 shows the potential drift of the Ca2+ ISE microgripper sensor device. 
Interestingly this plot shows two response domains. An initial large negative drift of                    
-10 mV hr-1 is observed over the first 10 hours, followed by a more stable negative drift of         
-0.5 mV hr-1 for the subsequent 10 hours. This indicates that during the first 10 hours there is 
significant loss of calcium from the ISM into the M2 media. This is followed by a more stable 
drift, but a more noisy response, indicative of an ISE with ill-defined boundary potentials. The 
stability coefficient with Mg2+ as the interfering ion (logKCa,Mg = -1.4), the main competitive ion 
for the calcium ionophore due to the similar size and charge, implies only a slight preference of 
the ionophore for Ca2+ over Mg2+. Magnesium, therefore, is likely to be the main ion that 
causes the instability in the calcium ISM. 
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Figure 5.14 – Scan of a Ca
2+ 
ISE in M2 media. 
5.5 Extracellular Ion Sensing 
One device from a wafer set was calibrated and the behaviour of the electrode of all 
devices fabricated from the same wafer set was assumed to be the same within the linear 
range, as determined in Section 4.3.2.1, from Figure 4.5.  
Normalisation of the calibration plot, i.e. the translation of the calibration plot in the y 
axis, to the correct EMF values for the specific device used, was done during the experiment as 
the stable background reading obtained in the M2 media gave the EMF value for the electrode 
behaviour at the concentration of the ion of interest within the M2 media, which was 
accurately known. 
For reference, the summary of the characterisation behaviour of each type of 
microgripper sensor device can be found in Table 4.7. 
 
Drift = -0.5 mV/hr
Drift = -10.4 mV/hr
-120
-100
-80
-60
-40
-20
0
20
40
0 5 10 15 20 25
EM
F 
/ 
m
V
Time / hr
Page | 183  
 
5.5.1 K+ Sensing 
 
Figure 5.15 – Calibration standard used for the K
+
 ISE device done in a background of M2 media. 
Figure 5.15 shows the calibration plot for the wafer batch used in the cell sensing 
experiments. A sub-Nernstian response is still observed, and with a detection limit of              
3.3 x 10-5 M the device should be able to quantify changes in K+ concentration from ion 
movement in and out of the cell. 
Figure 5.16 shows a mouse oocyte being mechanically stressed and Figure 5.17 shows 
the resulting potentiometric response from the K+ ISE. 
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Figure 5.16 – Microscope images of a 60 µm mouse oocyte being mechanically stressed. 
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Figure 5.17 – K
+
 ISE response from mechanical stressing of a mouse oocyte using the microgripper sensor device 
actuated at 10 MHz. The two peaks result from actuation with the cell on the edge of the scoop and within the 
scoop respectively. 
The concentration of K+ in M2 media is 6.0 mM. It is possible to use the stable base line 
in Figure 5.17 as the calibration point; at this concentration the EMF is -47.1 mV. The 
calibration plot in Figure 5.15 can therefore be normalised within the linear region, so that at a 
log(Activity) of -2.2 the EMF is -47.1 mV. This is shown in Figure 5.18. 
 
Figure 5.18 – Normalised K
+
 calibration plot for the linear region. 
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The first peak at 44 s in Figure 5.17, which is during full actuation so the cell is under 
maximum mechanical stress, yields a peak EMF of -39.6 mV. Using the normalised calibration 
plot, this relates to a concentration of 9 ± 3 mM being expelled by the cell. 
The second peak at 132 s in Figure 5.17, which is during half actuation so the cell is 
under less than maximum mechanical stress, yield a peak EMF of -41.4 mV. Using the 
normalised calibration plot, this relates to a concentration of 8 ± 3 mM being expelled by the 
cell.  
Measurements were taken with five different devices, with varying applied actuation 
voltages (applied stress) and under different cell conditions. The quantified data is shown in 
Table 5.5. 
Table 5.5 – K
+
 ion concentrations expelled from the mouse oocyte at different applied voltages of actuation. 
Device Vapp / V EMF / 
± 0.2 mV 
Concentration expelled / 
± 3 mM 
1 (Cell 1) (Burst) -32.4 6 
1 (Cell 2) (Burst) -84.1 12 
    
2 (shown in Figure 5.17) (Edge of scoop) -39.6 9 
 (Within scoop) -41.1 8 
    
3 7 -17.2 9 
 8 -16.0 10 
 9 -18.8 9 
    
4 5 -41.4 10 
 7 -39.6 11 
 9 -38.2 12 
    
5 (Cell 1 – zona) 10 -145.4 6 
(shown in Figure 5.21(a)) 10 -145.7 7 
5 (Cell 2 – no zona) 10 -167.4 6 
(shown in Figure 5.21(b)) 10 -168.4 7 
 
It should be noted that while the same actuation voltages yield similar arm deflection, 
and hence the change is the distance between the tips of the microgripper is the similar ± 1 %, 
Page | 187  
 
the stress felt by the cell may be different. This is because when the ISM is deposited into the 
scoop of the microgripper tip, the volume that is filled differs greatly, meaning that the surface 
area in contact with the cell is different, and therefore the force felt by that cell will be 
different. Additionally, different cells vary slightly in size (range of 50 – 70 µm), as well as 
assorted batches of cells being different, as they have numerous characteristics, such as 
expression concentrations of critical ions and pattern response to a given stimulus [33]. This 
makes comparisons between the different devices difficult. 
Comparing the results from device 1 to the other devices, the measured expelled 
concentrations are similar to those for all other devices. The expelled concentration of 
potassium ions of the burst cell, however, is much lower than the intracellular potassium ion 
concentration of 139 mM. This could be due to the cellular proteins blocking the interface of 
the ISM, causing any signal to be reduced. Another possibility is that the concentration of free, 
unbound ions within the cell is much lower than the total specific ion concentration. 
EMF measurements were recorded with an increase in force for devices 2 and 3. 
Conversely with device 4 the EMF was measured as the force was reduced; this was done to 
reduce ageing effects in the system. 
From Table 5.5, data collected from devices 2, 3 and 4 shows that increasing the stress 
applied to the cell, i.e. as Vapp increases, increases the EMF value. It should be noted the EMF 
for device 3, actuation with Vapp = 9 V does not fit into this trend. This would indicate that 
there is a small increase in K+ ion concentration expelled on an increase in applied stress. 
However, although this trend is observed in the quantified concentration measurements, the 
magnitude of that change cannot be conclusively determined since it is smaller than the 
systematic error. This error is due to the limitation of the calibration procedure (where the 
calibration of one device is applied to all others for that wafer set). The large variance in the 
slope response between the different devices generates this high systematic error. 
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In devices 3 and 4 applied actuation voltages below 7 and 5 V respectively gave no 
discernible signal. It was observed that at voltages of 5 and 4 V respectively, the microgripper 
tips were in contact with the cell surface. This lack of signal could indicate that the cell stress 
signalling mechanism occurs via a switch on response. However, the unknown relationship 
between the cell stress and applied voltage/stress cannot be determined. It is also possible 
that at these lower stresses the signal response is not detected due to the signal being below 
the detection limit of the device. While in the calibration solutions, where the concentration of 
K+ is much higher than the background electrolyte used, the detection limit is recorded as 3.3 x 
10-5 M. However, when in the M2 media, which contains a high background of interfering ions, 
specifically 98 mM of Na+ ions, this detection limit will be slightly higher. Especially given that 
the selectivity coefficient of the K+ ISE microgripper sensor device against Na+ ions (-1.8), is 
good but not excellent. 
Another consideration is that the physical contact of the cell with the ISM of the ISE 
gives an artefact response. This was checked using inert particles to mimic the interaction of 
the cell with the ISM. Figure 5.19 shows the manipulation of an inert 60 µm polystyrene bead. 
 
Figure 5.19 – Microscope images showing the microgripper sensor device gripping a 60 µm polystyrene bead. 
The resulting potentiometric response is shown in Figure 5.20. It can clearly been seen 
that there is no response when an object is in contact with the ISM, meaning that any signal 
recorded when mechanically stressing a cell is due to a change in the local ion concentration. 
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There are a few dips at 12.6, 30.6, 41.5 and 52.3 s that are due to the actuation interference 
discussed earlier, but no positive signals as observed in Figure 5.17. 
 
Figure 5.20 – K
+
 ISE response from mechanical stressing of an inert particle using the microgripper sensor device 
actuated at 10 MHz.  
These experiments were performed with cells that still had their zona in place. This 
could have reduced the concentration of the ions expelled, which would reduce the EMF 
response. Comparing the potentiometric response when mechanically stressing a cell with and 
without the zona present (Figure 5.21) and quantitatively analysing the peak heights, gives an 
expelled K+ ion concentration of 6  ± 3 mM for peak 1, 7 ± 3 mM for peak 2, 6  ± 3 mM for peak 
3, and  7 ± 3 mM for peak 4. Again due to the high error in the quantification method it cannot 
be conclusively said how or if the presence of the zona is affecting the concentration of 
potassium sensed from expulsion by the cell. It should be noted that these results were 
obtained from a different wafer batch and a different calibration plot was used accordingly. 
This could explain the slightly lower concentrations recorded compared to those shown in 
Figure 5.17. 
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Figure 5.21 – K
+
 ISE response from mechanical stressing of a mouse oocyte (a) with zona and (b) without zona using 
the microgripper sensor device actuated at 10 MHz. 
5.5.2 Na+ Sensing 
Figure 5.22 shows the calibration plot for the wafer batch used in the cell sensing 
experiments. A sub-Nernstian response is still observed, and with a detection limit of             
2.6 x 10-4 M the device should be able to quantify changes in Na+ concentration from ion 
movement in and out of the cell. 
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Figure 5.22 – Calibration standard use for the Na
+
 ISE device done in a background of M2 media. 
There are two main types of signal, and these are shown in Figure 5.23. 
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Figure 5.23 – Two different Na
+
 ISE responses from mechanical stressing of mouse oocyte using the microgripper 
sensor device actuated at 10 MHz. 
Figure 5.23(a) gives a response that is mainly noise, although slight dips are observed 
at 45, 80 and 153 s that could be loss of Na+ ions from the M2 media. When mechanically 
stressing a cell the mechanically gated ion channels are opened and ions move across the 
membrane, driven by their concentration gradient. The  concentration of Na+ ions inside the 
intracellular fluid is 12 mM, compared to 98 mM in the M2 media, so the net movement of 
ions is from the outside to the inside of the cell. It is difficult to determine whether the dips are 
due to the actuation interference or a signal response due to Na+ ion movement into the cell.  
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 Using the base line, which is at the concentration of Na+ in the M2 media (98 mM), as 
the calibration point, the EMF is -52.0 mV. The calibration plot in Figure 5.22 can be 
normalised within the linear region, so that at a log(Activity) of -1.0 the EMF is -52.0 mV. This is 
shown in Figure 5.24. 
 
Figure 5.24 – Normalised Na
+
 calibration plot for the linear region. 
In Figure 5.23(a), the Na+ ISE microgripper sensor device was actuated without the cell 
at 110 s, where there is no dip observed. However, quantifying the dips using the normalised 
calibration plot (Figure 5.24) gives a loss of Na+ ions of 80 ± 4 mM, which is unrealistically high. 
Additionally it is observed that the signal response is very noisy, indicative of the interference 
of the ISM by competitive ions, and so the dips could just be due to this interference 
destabilising the membrane rather then local changes in sodium ion concentration. 
Figure 5.23(b) again illustrates an unstable membrane response as there is a large 
negative potential drift of -0.03 mV s-1 (equivalent to -94 mV hr-1 for comparison with potential 
drift of the Na+ ISE microgripper sensor device in M2 media shown in Figure 5.13), which is 
indicative of the leaching of membrane components from the ISM and competitive ion 
interference. Additionally, analysis of the peaks observed at 5, 49, 79, and 130 s indicates an 
increase in Na+ ion activity of 100 ± 4 mM, which given the sodium concentration in the 
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intracellular fluid is 12 mM, is impossible (the normalised calibration plot used is not shown). 
Given that the selectivity coefficient of the sodium membrane with potassium ions as the 
interfering ions (logKNa,K = -0.8)  does not show a high affinity of the membrane for sodium ions 
when in the presence of potassium ion, it is likely, therefore, that these observed peaks are 
due to the Na+ ISE microgripper sensor device detecting changes in potassium ion 
concentration instead of sodium. 
Figure 5.25 shows the repeat potentiometric response of the Na+ ISE microgripper 
sensor device, again indicating the interference of potassium ions with the sodium membrane. 
 
Figure 5.25 – Na
+
 ISE response indicating K
+
 ion interference. 
Table 5.6 summaries the peaks observed in Figure 5.25. Again, when the peaks are 
quantified using the calibration standard from the Na+ ISE microgripper device the determined 
concentrations are well above the maximum concentration of Na+ ions that could have left the 
cell. Interestingly, if the calibration plot from the Na+ ISE microgripper sensor device in a pure 
solution of potassium ions is used to quantify the peaks observed in Figure 5.25, the 
concentration values determined are similar to those observed when the K+ ISE microgripper 
sensor device is used to determine changes in K+ ion concentration on mechanically stressing 
the cell, shown in Section 5.5.1. 
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Table 5.6 – Summary table of the peak analysis from the Na
+
 ISE microgripper device responses from Figure 5.25. 
Time peak occurs / s Analysed as Na+ ISE 
/ mM 
Analysed as K+ ISE / 
mM 
5 100 6 
50 112 7 
80 114 7 
130 119 7 
 
5.5.3 Ca2+ Sensing 
The detection limits of the Ca2+ ISE microgripper sensor devices are at best 2 x 10-5 M, 
which given the calcium ion concentration in the intracellular fluid is less than 0.0002 mM is 
beyond the limit that the devices can detect. As mechanically stressing the cell opens the 
mechanically gated ion channels, Ca2+ ions will move from high to low concentration. The 
concentration of Ca2+ in the M2 media is 2.3 mM, which is within the detection limit of the 
devices, but is very low.  
The potentiometric ISE responses from mechanically stressing a mouse oocyte with 
the Ca2+ ISE microgripper sensor devices gave only a background response with no discernible 
peaks or dips within the noise level. Given that the potential drift observed when the Ca2+ ISE 
microgripper sensor device was places in M2 media was large, indicative of a high membrane 
component leaching and competitive ion interference, the high noise level in the 
potentiometric signal response is not surprising. 
5.6 Chapter Summary 
The first part of this chapter gave an overview of some of the main competitive 
techniques that have been used to monitor cell signalling in cells; these included patch 
clamping and carbon fibre electrodes. Carbon fibre electrodes have been used since the 1980s 
due to their excellent biocompatiblity, good lifetimes, and their small diameters that minimises 
cell tissue damage. Carbon fibres have been fabricated into ISEs that have been used to 
measure steady and dynamic changes in extracellular ion concentration. However, these are 
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usually performed in proximity of the cell (around 2 µm) so diffusion modelling had to be used 
to accurately quantify ion activity at the cell membrane. ISEs have also been used to monitor 
intracellular ion concentrations by piercing the cell membrane, although this technique was 
very invasive and destructive and so was not suitable to monitor live cell signalling. Patch 
clamping was a common technique for cell signal monitoring, with different connotations on 
the technique being used depending on the type of signal (electrical or chemical) being 
monitored. However, patch clamping techniques required an incredible clean environment to 
work effectively; this included the surface of the cell being enzymatically cleaned and free of 
extracellular matrix, dust and serum. This was not realistically achievable in real life 
environments, so patch clamping techniques were generally restricted to lab based analysis. 
The second part of this chapter discussed the different types of cell signalling, which 
were classed as either electronic or chemical. This project concentrated on the chemical 
signalling type, which occurred via the following scheme. First stimulus was detected, followed 
by the transfer of a signal to the cytoplastic side of cell (through the cell membrane). This 
signal was then transmitted through the cell, finally triggering a cell response. The 
microgripper sensor device was intended for use in monitoring the ionic signal transfer from 
the outside to the inside of the cell (or vice versa). The transfer of chemical signals across the 
cell membrane usually occurs via cell receptors, the most common of which were ion channels. 
There were many different types of ion channels that can be grouped into voltage gated, 
ligand (or agnostic) gated and mechanically gated. As the microgripper was used to 
mechanically stress the cell the likely ion channel types of interest were those that were 
mechanically gated. 
The next part of this chapter focused on the comparison of the microgripper sensor 
device with the denudation vacuum pipettes (the main competitive manipulation technique 
used). It was observed that when using the microgripper it was easier to catch cells and 
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particles as they were in the same focal plane as that object being manipulated. It was also 
observed that it was much easier to break the vacuum pipette, whereas the microgripper 
device was much more robust as the arms could flex quite substantially. An addition problem 
with the vacuum pipettes that is not observed when using the microgripper device was that 
due to their sticky nature, cells could get stuck inside the capillary.  
The microgripper sensor device worked effectively at manipulating cells and particles, 
with particles as small as 30 µm being successfully manipulated. However, the flex in the 
microgripper arms made movement in the z direction through a liquid-air interface more 
challenging than with the vacuum pipettes. It was still possible to remove cells and particles 
from droplets via movement through the liquid-air interface in the x or y direction. 
This chapter then went on to discuss the interference observed when the 
potentiometry of the ISE and the electrothermal actuation was done simultaneously. When 
activating the actuators under DC control a capacitive layer was created, with the gold of the 
actuator and the electrolytic solution being the two conducting plates, and the SU8 polymer as 
the insulator. When operating the actuators under AC control, at a high enough frequency 
(1 MHz or greater), the electrons in the gold cycled faster than the ions in the electrolytic 
solution could diffuse, and so a capacitive plate was not formed and the interference signal 
was not observed. Although the ion selective electrode was 1.5 mm from the actuators, the 
method of ion selective membrane deposition meant that the whole of the microgripper was 
coated in ISM, significantly reducing the distance over which the ions had to diffuse to several 
microns. 
The stability of all the microgripper sensor devices in M2 media (the media in which 
the cell investigations were conducted) was good over short time frames (several minutes). 
However, over several hours they showed evidence that in a mixed ionic system there was 
significant interference by other ions in the system, which indicated that ionic interference 
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caused a stability problem within the microgripper sensor devices. Specifically the stability of 
the K+ ISE microgripper sensor device was 2 mV hr-1, which was by far the most stable 
compared to the other devices. The Na+ ISE microgripper sensor device had a stability of 
3.8 mV hr-1, which when the selectivity coefficients of the Na+ ISM with the main interfering 
ions in the M2 media were considered, indicated that the Na+ ISE microgripper sensor devices 
were more susceptible to interference by these ions. The Ca2+ ISE microgripper sensor device 
had a large initial drift of -10 mV hr-1, followed by more stable drift of -0.5 mV hr-1, which was 
again indicative of the instability of the Ca2+ devices. 
The last part of this chapter concentrated on the signal response from mechanically 
stimulated mouse oocytes recorded using the ISE microgripper sensor devices. Inert 60 µm 
polystyrene beads were used to determine whether there was any interference from the 
physical contact of the bead (or cell) with the ISM. It was observed that a stable background 
was produced with no discernible signal response from physical contact. 
Sensing K+ ion movement from a mechanically stressed mouse oocyte using the K+ ISE 
microgripper sensor devices gave a good response, with an increased in K+ ion concentration 
upon mechanically stressing of the cell. These signals are summarised inTable 5.5.  
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This was a reasonable response given that the maximum concentration of K+ ions in 
the intracellular fluid of a cell is 139 mM. It was observed that the presence of the zona around 
the cell membrane had no effect on the signal response, indicating that the transfer of K+ ions 
through the zona was not impaired. Differences in the cell response from varying the level of 
mechanical stress were shown to have an increase in EMF (and hence concentration) with 
increasing stress. However, due to the large systematic error in the concentration analysis, the 
magnitude of this change is unknown. Initial studies also indicated that stress signalling 
occurred via a switch on mechanism as no signals were observed at low stress levels, i.e. when 
the microgripper was just in touch with the cell. 
Sensing Na+ ion movement from a mechanically stressed mouse oocyte using the Na+ 
ISE microgripper sensor devices gave either a noisy signal where it was impossible to resolve 
any signal response, or a signal response that was dominated by the sensing of K+ interfering 
ions. This was unsurprising given that the selectivity coefficients for the Na+ ISE microgripper 
sensor device indicate that this device is much more susceptible to these interfering ions. 
Sensing Ca2+ ion movement from a mechanically stressed mouse oocyte using the Ca2+ 
ISE microgripper sensor devices gave no response as the limit of detection for these devices 
was not great enough to detect the 0.0002 mM Ca2+ ion concentration found in the 
intercellular fluid. 
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6.0 CONCLUSION 
The aim of this project was to design, fabricate, characterise and test a potentiometric 
ion selective electrode situated at the tip of a specially designed electrothermally actuated 
microgripper. This microgripper sensor device was intended for use in the application of 
detecting, in real time, movement of keys ions involved in intercellular communication, 
specifically potassium, sodium and calcium, from a mechanically stressed single cell. The cells 
used in this study were mouse oocytes. 
6.1 Improvements to the Microgripper Fabrication Process 
Initial work concentrated on improving the microgripper fabrication first proposed by 
Dr Belen Solano [1] and expanding the design to accommodate use with a much wider range of 
object types, including the design that enabled the handling of the significantly smaller cells 
that were essential for the successful proof of concept work described in Chapter 5. 
Improvements to the fabrication processes focussed on optimising the process flow for the 
main building material, SU8, which was vital to ensure that delamination problems and 
cantilever bending effects were substantially reduced. The previous processing flow used could 
not be followed due to a change in SU8 formulation. The expansion of the microgripper design 
concentrated on increasing the functionalisation of the microgripper device by incorporating a 
gold electrode at the microgripper tip, a fundamental requirement for the subsequent 
development of the sensor capabilities; the miniaturisation of the device’s dimensions with 
respect to the tip separation distance, an essential requirement for the manipulation of the 
cells intended for use in this study; and the development of the microgripper tip shape, an 
important consideration when widening the type of manipulated objects to ensure minimal 
deformation of that object. 
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The previous microgrippers were designed for the manipulation of large cells, 
specifically those with diameters in the 100 – 150 µm range. The mouse oocytes used for 
testing the microgripper sensor device were around 60 µm diameter. It was intended that this 
microgripper sensor device could be used to detect ionic movement from a large range of 
plant and animal cells, which fall within the range of 10 – 100 µm and 10 – 30 µm respectively. 
To miniaturise the microgripper device, care had to be taken when considering the effects of 
adhesion between the layers and the feature definition of the device, both of which related to 
the thin film stress of the individual layers deposited during the microgripper fabrication. It 
was also important that, during fabrication, good vertical sidewall profiles were maintained, 
which became increasingly challenging as the aspect ratio was increased (i.e. as the 
microgripper tip separation was reduced).  
A range of microgrippers with tip separation dimensions between 10 – 100 µm were 
successfully fabricated. Additionally, several shape connotations of the microgripper tips were 
fabricated. These included flat, square, recessed curve, curved, pestle and mortar and scoop 
tips. The tip shape used for the fabrication of microgripper sensor devices was the scoop tips 
as it gave the needed support for the ISE components. 
An additional fabrication step was also included compared to the original design that 
increased the functionality of the microgripper device. A gold electrode was fabricated at the 
microgripper tip, which was electroplated to achieve the desired thickness and roughness 
required for the subsequent assembly of the ISE element. 
The fabrication of the microgripper delivered a high yield (95%) of operational devices 
that were identical within error. The SU8 tip dimensions were the same ± 1% and the actuation 
resistances, which related directly to the operation powers required to achieve full closure of 
the microgripper tips, only varied by ± 2%. 
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A rapid prototype (RP) holder was designed to house the microgripper and allowed it 
to be easily integrated into the external handling systems used throughout this project. A 
holder clip housed the microgripper chip that was diced from the wafer after the microgripper 
tip release. This simply clipped onto an L-shaped RP holder, making a good connection 
between the bond pads on the chip and the pogo pins connected to the external actuation 
operation circuit. The holder clip was set at an angle of 10° to ensure that the microgripper tips 
could come into contact with the surface of the cell container during manipulation, while 
ensuring that the whole RP device was still free to move.  
6.2 Development and Characterisation of the Sensor Element 
The second stage of this project was to transform the bare gold electrode at the tip of 
the microgripper device into a potentiometric ion sensor. This was integral to achieve the aims 
of the thesis, specifically monitoring, in real time, the movement of key biological ions involved 
in intercellular communication. The application of all solid state ion selective electrode 
(ASSISE) based technology to the electrode residing at the tip of the microgripper was utilised 
to achieve this. For this work to be successful, careful selection of appropriate materials had to 
be made to ensure the excellent sensitivity, selectivity and stability of the microgripper sensor 
device, as well as significant development and refinement of the fabrication process to 
guarantee sensor response repeatability and therefore high device stability. Extensive 
characterisation of the microgripper sensor device was undertaken to ensure operational 
specifications, specifically device sensitivity, selectivity, reproducibility, temporal resolution 
and stability, were achieved to the highest standard. This was essential to ensure that the 
microgripper sensor device was competitive compared to similar tools used in the monitoring 
of ion movement from live cells. 
The electroactive area of the bare gold electrode was determined, using 
chronoamperometry, as 1800 ± 20 µm2, which, combined with the fact that all the dimensions 
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of the electrode are in the micron scale, meant that the electrode behaved as a 
microelectrode. This was verified using cyclic voltammetry, which gave a sigmoidal shape and 
an independence of the steady state current with the scan rate, both indicative of a 
microelectrode.  
The ASSISEs were fabricated via two steps: deposition of the conducting polymer (CP) 
transducer onto the bare gold electrical contact; followed by the deposition of the ion 
selective membrane (ISM) onto the CP. 
 Poly(3,4-ethylenedioxythiophene) (PEDOT) was the CP of choice due to its high 
stability, conductivity, good environmental stability, and low oxidation potential. Additionally, 
the oxygen electron donor in position 3 and 4 on the 6 carbon ring made it possible to carry 
out the electrochemical polymerisation in an aqueous environment. Sodium polystyrene 
sulphonate (NaPSS) was used as the dopant to aid the aqueous solubility of EDOT and to act as 
a charge-balance in the resulting polymer film.  
PEDOT was electrochemically deposited onto the electrode at the tip of the 
microgripper using cyclic voltammetry. It was observed that there was a need to carefully 
control the concentration of EDOT and the scan rate to ensure that over deposition and 
reaction of the EDOT radicals with the uncapped SU8 polymer chains did not occur. 
The small volumes (0.5 – 1 µl) of the ISM solution were drop cast, using THF as the 
casting solvent, onto the electrode using the CellEctor. The tip of a 30 µm diameter capillary 
that contained the ISM solution was placed into the scoop of the microgripper tip and the ISM 
solution expelled.  
The PEDOT deposition thickness was the same ± 8%, however the membrane 
deposition varied widely between devices. Membrane depositions where the microgripper tips 
were not fused together (the membrane was too thick), or where no ruptures in the film were 
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observed (the membrane was too thin) were considered successful. The ISM thickness in 
devices with successful membrane deposition varied by approximately ± 30%, but the surface 
morphologies varied widely – in fact no two were the same. 
Before it could conclusively be stated that the microgripper sensor devices had 
performance characteristics that could rival those of the liquid contact macro ion selective 
electrodes, certain quality control and testing criteria had to be matched. IUPAC definitions of 
ISE characterisations were used throughout the project to maintain consistency and to enable 
comparable data to that presented in literature. The main investigations into the 
characterisation of the microgripper sensor devices were done using the Ca2+ ISE devices. 
Initial studies concluded that the microgripper sensor devices were not suitable for 
multiple use due to the great loss in membrane components (leaching) that caused a 
destabilisation in the device response between repeated runs. However, the batch processing 
of the microgripper devices that used MEMS technology yielded near identical processing, 
allowing all microgripper sensor devices from a wafer set to be calibrated from one device. 
There were only slight differences in the PEDOT deposition thickness, which did not greatly 
affect the microgripper sensor device response. However, the difference in ISM deposition 
meant that the absolute electromotive force (EMF) observed varied drastically between each 
device. This meant that the linear portion of the calibration plot needed to be translated in the 
y-direction for each individual device before quantitative analysis could be conducted. 
All the characterisation data for the three different microgripper sensor devices is 
summarised in Table 6.1. 
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Table 6.1 – Summary table of characterisation of the different microgripper sensor devices. 
Device Ca2+-ISE K+-ISE Na+-ISE 
Sensitivity / mV/dec 14 ± 3 29 ± 4 32 ± 4 
Limit of detection / M 2 ± 3 x 10-5 2 ± 2 x 10-4 2 ± 2 x 10-4 
Potential drift in analyte / 
mV hr-1 
0.66 (conditioned) 
-1.52 (used) 
- - 
Potential drift in M2 
media / mV hr-1 
-10.4 (first 10 hrs) 
-0.5 (subsequent 10 hrs) 
2.0 3.8 
Water layer formation NO (conditioned) 
-16 mV shift, -0.8 mV hr-1 
drift 
YES (used) 
14 mV shift, -1.3 mV hr-1 
drift 
- - 
Hysteresis / mV 14 ± 1 4 ± 1 23 ± 2 
Response time / s 300 17 180 
Selectivity coefficients log KCa,K = -3.9 
log KCa,Na = -2.8 
log KCa,Mg = -1.4 
log KK,Na = -1.8 
log KK,Ca = -3.3 
log KNa,K = -0.8 
log KNa,Ca = -1.2 
 
While the characterisations of the K+ ISE devices met the specifications for the use in 
monitoring K+ ion movement between cells, the Na+ ISE devices were susceptible to 
interferences from competitive ions in the M2 media, and the Ca2+ had too poor detection 
limits. As a general comparison with conventional liquid and ASSISEs, these microgripper 
sensor devices had an insufficient long term stability of the ISM, were more susceptible to 
interferences from competitive ions in the sample, had a relatively large drift over long time 
frames, were difficult to accurately calibrate, were at risk to bio-fouling due to the 
environmental conditions in which the experiments were carried out, and the detection limits 
could be lower. However, the relatively good solution characterisation responses of the 
microgripper sensor devices meant they could be used in the real life application for which the 
device was intended. Despite this, improvements could be made to the ISM cocktail and ISE 
fabrication route to develop these characteristics further. 
Furthermore it should be noted, with biological applications in mind, leaching of the 
membrane components could cause biocompatibility and/or toxicity issues. This could be 
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limited by the use of membranes based on polyacrylate or perfluorocarbons. Specifically, 
because of certain properties of the latter, such as chemical stability and the decreased affinity 
to proteins and lipids, perfluorocarbons may offer significant benefits in terms of development 
of biocompatible and more rugged membranes.  
6.3 Monitoring Ion Movement from Single Cells: Proof of Concept 
Experiments 
The final section of this project concentrated on assessing the ability of the 
microgripper sensor device to monitor the movement of intracellular ions from a single cell; 
the designed application of the device and the overall aim of this work. The ease of 
manipulation of mouse oocytes and the successful sensing of ion movement out of that cell 
revealed that the use of the microgripper sensor device in this field is extremely promising.  
The microgripper sensor devices worked effectively at moving cells around and were 
capable of manipulating particles as small as 30 µm. Vacuum denudation pipettes are the main 
competitive technique currently used in industry and research labs and it was observed that 
the microgripper was capable of manipulating cells as well, if not better, than their pipette 
counterparts.  
Stable background measurements of the signal response from mechanically stressing 
an inert 60 µm polystyrene bead determined that there were no interference signals from the 
physical contact of the bead, and therefore the cell, with the ISM. 
The K+ ISE microgripper sensor device gave a good response, with an observed 
increase in K+ ion concentration with increasing applied mechanical stress upon the mouse 
oocyte. It was possible to discern that the zona pellicuda surrounding the cell had no effect on 
the signal response, indicating that the transfer of K+ ions through the zona was unimpaired. It 
was not possible, however, to quantify the magnitude of the increase in concentration that 
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occurred when the level of mechanical stimulation was increased due to the high systematic 
error.  
The preliminary theory from the data collected using the K+ ISE microgripper sensor 
devices was that stress signalling occurred via a switch on mechanism and the EMF 
measurements indicated that once activated there was a small increase in K+ ion concentration 
efflux with increasing stress. 
The Na+ ISE microgripper sensor devices either gave very noisy signals where it was 
impossible to resolve any signal response from the movement of Na+ ions in and out of the 
cell, or a signal response that was dominated by the sensing of K+ interfering ions. The 
selectivity coefficient of the Na+ ISM with K+ as the interfering ion (-0.8) indicated that the Na+ 
ISM only had a slight preference for Na+ ion over K+ ones, which made this device very 
susceptible to the interference by K+ ions. 
Due to the limited detection limit of the Ca2+ ISE microgripper sensor devices it was 
impossible to discern and signal response from mechanically stressing a mouse oocyte that 
only contains 0.0002 mM of Ca2+ ions in the intercellular fluid. 
In summary, the microgripper sensor devices have a great potential in being able to 
monitor, in real time, the movement of ions due to signalling from mechanical stimuli. 
Improvements to the fabrication process, specifically the ISM deposition, would allow a more 
accurate calibration process to be undertaken, which would reduce the systematic error in the 
system, and the K+ ISE devices to resolve the magnitude of the signal responses from different 
magnitudes of mechanical stimuli. Greater improvements to the ISM cocktail for the Na+ and 
Ca2+ devices are needed to improve the interference and detection limit restrictions 
respectively. This is required before the Na+ and Ca2+ ISE devices will have characteristics that 
are competitive to those techniques already being used in this area.  
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6.4 Future Work 
Initial development of the microgripper sensor devices can be separated into two main 
sections. Firstly, changes to the ISM cocktail should be made to improve the measured 
sensitivity, selectivity and stability. Secondly, a redesign of the microgripper device itself 
should be done to improve the ISE fabrication consistency, and hence reduce the systematic 
error within the device calibration process. Altering the device design will also allow 
improvements to the device stability and sensitivity to be made. 
The ionophore is the main contributor to the selectively of an ISM. Substantial 
research has been done on the analysis of natural ionophores, as well as into the development 
of many different synthetic ones. Umezawa et al. compiled an extensive list of inorganic cation 
selective ionophores that have been used in the literature [2]. The K+ and Ca2+ ISE microgripper 
sensor devices had good selectivities, and so exchanging the ionophore in their case is not 
necessary. However, the Na+ ISE microgripper sensor devices suffered from interference by K+ 
ions so an ionophore with greater selectivity against K+ ions is desirable. Yamamoto et al. [3] 
claim logKNa,K values of -3.15, -3.2 and -3.5 for Na
+ ionophores 28, 29 and 30 respectively (the 
structures of which are shown in Figure 6.1). The membranes used in these studies were also 
PVC based membranes that contained oNPOE and KTpClPB, like that used in the microgripper 
sensor device membrane cocktails.  
 
Figure 6.1 – Chemical structure of ionophores Na
+
-28, 29 and 30. 
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It should also be noted that the mole ratio of the ionophore to ionic site in the ISM 
also affects the selectivity [4]. For example, a change in the ionophore : ionic site ratio of 1:77 
to 1:64 showed an improvement in the logKNa,K values from -2.2 to -2.59 [5] [6] when sodium 
ionophore X and KTpClPB are used. 
The Ca2+ ISE microgripper sensor devices suffered from limited sensitivity, which has 
been linked to minor ionic fluxes across the membrane [7]. In liquid ISEs it has been observed 
that the most efficient way of improving the detection limit is to establish a concentration 
gradient across the membrane that opposes the primary ion leaching from the membrane [8]. 
However, this is not possible in ASSISEs. Szigeti et al. [9] published a summary of ten different 
approaches for improving the lower detection limit of polymeric membrane ISEs. These 
included applying a bias voltage across the membrane, increasing the membrane thickness, 
suppressing ion fluxes in the membrane by using high viscosity sensing membranes or co-
polymers [10], incorporating a complexing agent into the conducting polymer [11] and 
lowering the plasticiser concentration in the membrane [9]. 
All the ion selective microgripper sensor devices suffered from stability limitations, 
specifically in solutions that have high ionic strength and multiple interfering ions. The drifting 
offset is known to be due to changes in the ISM composition, which is linked to: 
(i) ion-exchange processes in the presence of high interfering ions; 
(ii) anion co-extraction in highly concentrated samples, or in the presence of 
highly lipophilic anions; 
(iii) decomposition of the ionophore and/or ionic active sites in the membrane; 
(iv) leaching of the membrane components. 
The first effect is reduced by improving the selectivity of the membrane against all 
interfering ions (as discussed previously). Decomposition is linked to membrane aging, which 
can be improved by ensuring that completely inert, light and moisture sensitive components 
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are used. The extraction and leaching issues are the most likely cause of the instability in the 
ISE microgripper sensor devices as these effects are very significant for microfabricated devices 
exposed to large volumes. Additionally, in ASSISEs based on conducting polymer solid contacts, 
potential instability has been observed due to spontaneous changes in the conducting polymer 
film. Altering the structure of the tetraphenyl borate salt used has been shown to improve the 
leaching effect, and hence detection limit, with more lipophilic derivatives showing significant 
reduction in the loss of membrane components [12]. The plasticisers and polymer matrix of 
the ISM also have an effect, for example, complete KTpClPB extraction from a PVC/oNPOE 
system can occur in 1 – 2 hours [13]. 
While investigation into appropriate ISM cocktail mixes to optimise the ISE 
characteristic performance is important, developments into the reduction of the high 
systematic error in the calibration process need to be achieved in order for real-time ion 
movement measurements to be made in real-life environments. This systematic error occurs 
due to the differences in the devices that occur during the fabrication process. The most 
dominatent step is the drop-casting of the ISM, which results in a range of different membrane 
thicknesses and morphologies. Three potential fabrication designs could be realised. 
The electrode fabricated at the tip of the microgripper could be recessing into the SU8, 
creating a cavity within which the ASSISE fabrication process could be applied. This is shown 
schematically in Figure 6.2. This could potentially be quite challenging as the cavity dimension 
would restrict the PEDOT deposition process, as slow scan rates would be required to allow 
diffusion of the analytes in and out of the cavity, which would risk the EDOT radicals reacting 
with the SU8 polymer chains. Additionally, the active surface area of the microelectrode would 
be significantly reduced (around 50 µm2), which would make the electrochemical signals more 
susceptible to experimental and environmental noise. The ISM deposition into a small cavity 
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would also be quite challenging. Specialist equipment that could deposit fL (10-15 L) of ISM 
accurately into a cavity, without trapping any air, would be required. 
 
Figure 6.2 – Schematic representation of the recessed ISE microgripper design 
An alternative design would be to incorporate a microfluidic channel down the arm of 
the microgripper that could be converted into an ASSISE similar to those seen in the double 
barrel electrodes that contain both the ISE and the reference electrode (RE) in a single glass 
tip. These double barrel electrodes have already been successfully used to detect signalling 
responses from sheep cardiac Purkinje fibres [14] and insect Malpighian tubule cells [15]. 
Given the excellent support properties that SU8 has, creating a microchannel within the SU8 
arm would be possible using sacrificial layers. Using microchannels would allow investigation 
into both ASSISEs and liquid ISEs. Carbon fibres that have been pre-coated with PEDOT could 
be fed down the microchannel and then the channel could be filled with the ISM. The 
challenge would be to completely fill the length of the microchannel effectively. Backfilling the 
channel (from the tip) would be the most efficient way of achieving this, though doing so 
without coating the external surface of the microgripper could be difficult. If the ISM is 
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backfilled into the channel, the rest of the channel could be filled with an internal filling 
solution, enabling a liquid ISE to be fabricated, this is shown schematically in Figure 6.3. 
 
Figure 6.3 – Schematic representation of the microfluidic ISE microgripper design. 
The final design is to separate the technologies into two separate units, and so can be 
fabricated individually. The units can then be assembled into the microgripper sensor device as 
a final step. This would allow independent optimisation of the technologies and would 
eliminate any interference problems. However, great care would have to be taken with the 
assembly of the two units to ensure that any measurements were done in contact with the cell 
and not at proximity. 
With each of these designs, the membrane deposition method needs to be improved. 
Additionally, good adhesion between the conducting polymer and ISM is needed. This can be 
improved by changing the conducting polymer used to a more hydrophobic one. For example, 
poly(3-octylthiophene) (POT) has been shown to have excellent adhesion properties [16] [17]. 
However, the deposition method has to be via solvent casting as the high charge density that 
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occurs during electropolymerisation of POT has been shown to have a detrimental effect on 
ASSISE performance [10]. 
Once the performance characteristics and fabrication route have been optimised it 
would be interesting to monitor different types of cells. This project has shown that it is 
possible to fabricate devices with tip separation distances down to 10 µm. Assuming that it is 
possible to apply the ISE technology onto a device that small, the microgripper sensor device 
should be able to monitor ion movement from a large range of cell types. 
The sensor system could then be further expanded so a single microgripper sensor 
device is capable of detecting the movement of a range of different ions. This would utilise the 
fabrication of an array like system that is used in micro-total analysis systems [18]. The sensor 
type itself could be broadened to include specific hormone or DNA sensing. Additionally, other 
electrochemical techniques, such as chronoamperometry, could be utilised. 
Alternative functionalities of the microgripper could also be explored. Research into 
applying strain gauges using piezoelectric resistors to the microgripper, or adding the ability of 
the microgripper to remove small samples from the tips and/or break up cell aggregates using 
piezoelectric agitators or electromagnetic impulse devices respectively have the potential to 
yield interesting results. Additionally, by fabricating electrodes down both arms of the 
microgripper it is possible to perform cytolysis and electroporation of single cells. 
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